Characterization of the microbial community in indoor environments: a chemical-analytical approach.

Sebastian, Aleksandra; Larsson, Lennart

Published in: Applied and Environmental Microbiology


Published: 2003-01-01

Citation for published version (APA):

General rights
Copyright and moral rights for the publications made accessible in the public portal are retained by the authors and/or other copyright owners and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights.

• Users may download and print one copy of any publication from the public portal for the purpose of private study or research.
• You may not further distribute the material or use it for any profit-making activity or commercial gain
• You may freely distribute the URL identifying the publication in the public portal
Inhalation of airborne microorganisms in indoor environments has been associated with the development of respiratory disorders. Substances such as endotoxins (lipopolysaccharides [LPS]) (14, 17, 18, 28), peptidoglycan (9, 12), and various fungal components and products (3, 6, 21) are among the suspected causative agents. Culture-based methods are suitable for detection of cultivable infectious agents and allow species identification; however, it is widely agreed that only a small fraction (0.1 to 10%) of the total microbial flora in an indoor environment is currently culturable (29). Direct microscopy is at best semiquantitative. Although the Limulus amebocyte lysate test is extremely sensitive to endotoxin and can detect glucans, it measures bioactivity rather than absolute amounts and its reproducibility and specificity have been questioned (5). Nucleic acid-based methods including PCR are very specific, and by using broad-range (universal) probes and primers sets based on 16S rDNA (20) and 18S rRNA (31), most bacteria and fungi present in a sample can be identified. To date, such universal probes and primers have not been used to characterize the microbiology of indoor environments; rather, PCR has been used to detect specific fungi and bacteria in such environments (4, 11, 22).

In our laboratory we have developed and applied gas chromatography-mass spectrometry (GC-MS) methods to determine biomarker molecules in complex matrices including organic dust. Microorganisms contain unique compounds not found elsewhere in nature, which can be used as chemical markers of larger, bioactive structures (7). Endotoxins (LPS) are major constituents of the outer membrane of gram-negative bacteria. A backbone of lipid A, the toxic component of the LPS molecule, carries in general 4 mol of unique 3-hydroxy fatty acids (3-OH FAs) (23–26). Certain branched-chain FAs are found in most gram-positive bacteria (13, 30). Muramic acid is a unique marker of peptidoglycan (2, 8, 9, 15), which is the cross-linked macromolecular structure responsible for the rigidity of bacterial cell walls and is sometimes referred to as “gram-positive bacterial endotoxin” (27). Ergosterol is a common fungal membrane lipid that is widely used as a marker of fungal biomass, although the concentration depends on the species and growth conditions (1, 6).

The aim of the present study was to develop an integrated analytical method to characterize the microbial flora of indoor environments, including both culturable and nonculturable microorganisms and cellular debris. GC-MS-MS, using ion trap technology, was applied to determine the 3-OH FAs, certain branched-chain FAs, muramic acid, and ergosterol, since this method has previously been shown to provide high detection selectivity, allowing the accurate determination of markers even when present at nanograms levels in chemically complex matrices (23).

**MATERIALS AND METHODS**

Chemicals, columns, and dust samples. Ergosterol and dehydrocholesterol were purchased from ICN Biomedicals (Aurora, Ohio), lyophilized cells of 13C-labeled cyanobacteria (blue-green algae) were purchased from Isotec (Miamisburg, Ohio), and methyl esters of 3-OH FAs with 10-, 12-, 14-, 16-, and 18-carbon chain lengths and of nonhydroxylated straight - and branched-chain FAs with 16- and 17-carbon chain lengths were purchased from Larodan Lipids (Malmö, Sweden). Solvents and reagents were of analytical grade and were used without further purification. The following solid-phase extraction columns were used: silica gel columns (100 mg) purchased from Varian (Middelburg, The Netherlands), and silica gel (25 mg) and propylsulfonic acid (PRS) (100 mg) columns purchased from International Sorbent Technology (Hengoed, United Kingdom). Five house dust samples collected on a bedroom shelf, a bed, a sitting room floor, a water-damaged garage (shelf), and a basement (shelf) in a single household were used as examples in the experiments. An additional dust sample divided into subsamples was used to evaluate the reproducibility of the method. Samples were collected on cellulose filters using a vacuum cleaner equipped with filter holder (ALK). According to the manufacturer, these filters retain 74% of particles 0.3 to 0.5 μm in diameter, 81% of particles 0.5 to 1.0 μm in diameter, and 95% of particles 1 to 10 μm in diameter. Approximately 2 to 4 m2 of bed, shelves, and carpet was vacuumed individually. All samples were sieved (particle diameter, <400 μm), and the fine dust fraction was used for analysis.

Sample preparation. In the described procedure (Fig. 1), two portions (1 to 5 mg) of each dust sample were used, one for analyzing the levels of FAs and muramic acid and the other for analyzing ergosterol levels.

(i) FAs and muramic acid. Samples, in Teflon-lined glass test tubes, were heated in 1 ml of 2 M methanolic HCl at 85°C overnight. Subsequently, 30 μl of a methanolyzate of 13C-labeled cyanobacterial cells (corresponding to 30 μg of cyanobacteria) was added, and the mixture was extracted with 1.5 ml of water–n-heptane (1:2, vol/vol). The heptane (upper) layer was used for analysis of FAs, whereas the aqueous (lower) layer was used for analysis of muramic acid as...
described below. Cyanobacterial $^{13}$C-labeled C$_{16:0}$ 3-OH C$_{16:0}$ and muramic acid were used as internal standards in the samples for non-hydroxylated FAs, 3-OH FAs, and muramic acid, respectively.

To determine the FAs, the heptane (upper) layer was evaporated under a stream of nitrogen at room temperature, redissolved in 1 ml of heptane-dichloromethane (1:1, vol/vol), and purified using a disposable silica gel column (100 mg). Prior to use, the silica gel column was washed twice with 1 ml of diethyl ether and twice with 1 ml of heptane-dichloromethane; the methyl ester-containing mixture was then added. Heptane-dichloromethane (2 ml) was added to the column to elute the nonhydroxylated FAs. The eluate was then collected in a separate test tube, evaporated, and redissolved in 100 μl of heptane for analysis. Diethyl ether (2 ml) was then added to the column to elute the hydroxy FA esters; the eluate was evaporated at room temperature. Trimethylsilyl (TMS) derivatives of the hydroxy FA esters were prepared by adding N,O-bis(trimethylsilyl)trifluoroacetamide (BSTFA) (50 μl) and pyridine (5 μl) followed by heating for 20 min at 80°C. Heptane (50 μl) was then added. The preparations were analyzed following storage at 4°C overnight.

To determine muramic acid, methanol (1 ml) was added to the aqueous (lower) phase and the mixture was subjected to purification on a PRS column. Prior to use, the column was washed with 1 ml of water-methanol (1:1, vol/vol), and then the methanolysate was added followed by 1 ml of methanol. The entire elute was evaporated to dryness under nitrogen and further dried under vacuum in a desiccator (2 h). Acetylation was accomplished by heating the preparations in a mixture of pyridine (100 μl) and acetic anhydride (100 μl) at 60°C for 1 h. The reaction mixture was evaporated, dissolved in 2 ml of dichloromethane, and subsequently washed, first with a 0.05 M aqueous HCl solution (1 ml) and thereafter with water (1 ml). The samples were then evaporated to dryness, dissolved in 200 μl of chloroform, and purified using a small disposable silica gel column (25 mg). The column was washed with 400 μl of methanol and then 400 μl of chloroform prior to use, and the sample was applied. The same amounts first of chloroform and then methanol were added to elute the sample. The combined chloroform-methanol phases were evaporated, dissolved in 100 μl of chloroform, and analyzed.

(ii) Ergosterol. Samples, in Teflon-lined glass test tubes, were heated in 3 ml of 10% methanolic KOH at 80°C for 90 min. A 5-μl volume of internal standard (dehydrocholesterol at 20 ng/μl) was added to each tube. Samples were partitioned with 2 ml of heptane-water (1:1, vol/vol), the heptane fraction was recovered, and a further 1 ml of heptane was added to and recovered from the reaction mixture. The combined heptane phases were evaporated to dryness under a stream of nitrogen at room temperature. The dried samples were subsequently dissolved in 1 ml of heptane-dichloromethane (1:1, vol/vol) and purified using a disposable silica gel column as described above for the 3-OH FA esters. The diethyl ether was evaporated, and TMS derivatization was performed by heating in BSTFA (50 μl)-pyridine (5 μl) at 60°C for 30 min. Heptane (50 μl) was added to each preparation, and the preparations were stored overnight at room temperature prior to analysis.

Reproducibility. (i) FAs and muramic acid. Five 3-μg house dust subsamples were heated, each in 1 ml of 2 M methanolic HCl, at 85°C overnight. A 1-μg portion of the $^{13}$C-labeled cyanobacteria was heated analogously, evaporated, and dissolved in 1 ml of methanol; a 30-μl portion of this solution was added to each dust methanolysate as an internal standard. The mixtures were then subjected to the extraction and derivatization procedures described above. The final preparations were analyzed by GC-MS-MS.

(ii) Ergosterol. Five 4-μg house dust subsamples were heated, each in 1 ml of 10% methanolic KOH, at 80°C for 90 min. An internal standard (5 μl of dehydrocholesterol at 20 ng/μl) was added to each hydrolysate. Further sample preparation was carried out as described above, followed by GC-MS-MS analysis.

Quantification. (i) 3-OH FAs. A 1-μg portion of the $^{13}$C-labeled cyanobacteria was heated in 1 ml of 2 M methanolic HCl at 85°C overnight, evaporated to dryness, and dissolved in 1 ml of methanol. Of this solution, 30-μl portions were added to test tubes containing 0, 12.5, 25, 50, 100, or 200 ng of the reference 3-OH C$_{16:0}$ FA methyl ester. Samples were further treated as described above prior to GC-MS-MS analysis.

(ii) Nonhydroxylated FAs. Portions (30 μl) of a $^{13}$C-labeled cyanobacterial methanolysate prepared as described above were added to test tubes containing 0, 50, 100, 200, 400, 800, or 1,600 ng of the reference (nonhydroxylated) C$_{16:0}$ FA methyl ester. The amount of $^{13}$C-labeled C$_{16:0}$ FA in the cyanobacteria was calculated using GC-MS analysis in the scan mode, monitoring ions m/z 74 for the standard C$_{16:0}$ FA and m/z 76 for the $^{13}$C-labeled cyanobacterial C$_{16:0}$ FA. In a second series of experiments, 30-μl portions of $^{13}$C-labeled cyanobacteria were added to test tubes containing 0 to 1,600 ng of the reference C$_{17:0}$ iso-C$_{17:0}$ and anteiso-C$_{17:0}$ FA methyl esters. Calibration graphs were constructed by performing GC-MS-MS analyses under optimized fragmentation conditions (see below). The results were extrapolated for quantification of C$_{15:0}$ iso-C$_{15:0}$ and anteiso-C$_{15:0}$ fatty acids.

GC-MS-MS. A Saturn 2000 ion trap GC-MS instrument (Varian, Palo Alto, Calif.) equipped with a fused-silica capillary column (CP-Sil 8 CB low bleed, 0.25
μm film thickness, 30 m by 0.25 mm inner diameter) (Chrompack, Middelburg, The Netherlands) was used in the present investigation. Volumes of 2 μl were injected in the splitless mode with a helium head column pressure of 69 kPa, using a Combi Pal autosampler (CTC Analytics AG, Zwingen, Switzerland). The temperature of the column was programmed from 90 to 280°C at 20°C/min when analyzing the FAs and muramic acid and from 170 to 290°C at 20°C/min when analyzing ergosterol; the temperature of injector was 280°C, and that of the transfer line (between the GC and MS systems) was 290°C. The ion trap temperature varied between 160 and 220°C. All analyses were made in the electron impact (EI) mode (23).

Mass spectra of the methyl ester/TMS 3-OH FA derivatives show abundant ions of m/z (M – 15), due to loss of a CH₃ group, and m/z 175, due to cleavage of the C-3/C-4 linkage. The derivatized acids were measured by monitoring m/z 131 (a production of m/z 175) in GC-MS-MS (23). The amount (moles) of LPS in each sample was calculated by dividing the number of moles of the 3-OH C₁₀ to C₁₆ FAs by 4. EI spectra of branched-chain FA methyl esters show abundant ions of m/z (M – 43). The acids were measured by monitoring m/z 101 (a product of m/z 213 for C₁₅:₀ FAs and a product of m/z 241 for C₁₇:₀ FAs). The fragmentation scheme for the muramic acid derivative has been described in detail elsewhere (2). Fragmentation of m/z 187 leads to high intensity of the product ion m/z 145, which was therefore monitored (2). The EI mass spectrum of the ergosterol TMS derivative is dominated by ions of m/z 363 (M – 105, loss of the trimethylsiloxy group and one methyl group) and m/z 337 (M – 131, loss of the trimethylsiloxy group and the C-1/C-3 fragment). The derivative was measured by monitoring m/z 157 (a product ion of m/z 363) (23).

FIG. 2. Full-scan spectrum of the nonhydroxylated methyl ester of C₁₇:₀ (top) and the MS-MS spectrum of the same derivative following fragmentation of m/z 241 (bottom) to produce ions of m/z 101 used for monitoring in the MS-MS mode.

RESULTS

Analytical aspects. (i) Ion trap temperature. The ion trap temperature was found to strongly affect the chromatograms. Optimal peak shape was achieved at 220°C for the muramic acid and ergosterol derivatives, whereas 180°C was optimal for the FA derivatives (data not shown). All results hereafter reported were achieved using the optimized ion trap temperatures.

(ii) Nonhydroxylated FAs. The mass spectra of the nonhydroxylated FAs with the same molecular weight were very similar. The high-mass regions gave distinctive ions of m/z 213 for the C₁₅:₀ and C₁₇:₀ FAs by 4. EI spectra of branched-chain FA methyl esters show abundant ions of m/z (M – 43) (19). The acids were measured by monitoring m/z 101 (a product of m/z 213 for C₁₅:₀ FAs and a product of m/z 241 for C₁₇:₀ FAs). The fragmentation scheme for the muramic acid derivative has been described in detail elsewhere (2). Fragmentation of m/z 187 leads to high intensity of the product ion m/z 145, which was therefore monitored (2). The EI mass spectrum of the ergosterol TMS derivative is dominated by ions of m/z 363 (M – 105, loss of the trimethylsiloxy group and one methyl group) and m/z 337 (M – 131, loss of the trimethylsiloxy group and the C-1/C-3 fragment). The derivative was measured by monitoring m/z 157 (a product ion of m/z 363) (23).

TABLE 1. Composition of 3-OH FAs, nonhydroxylated FAs, muramic acid, and ergosterol in five different house dust samples

<table>
<thead>
<tr>
<th>Sample origin</th>
<th>3-OH C₁₀</th>
<th>3-OH C₁₂</th>
<th>3-OH C₁₄</th>
<th>3-OH C₁₆</th>
<th>3-OH C₁₈</th>
<th>LPS</th>
<th>iso-C₁₅</th>
<th>anteiso-C₁₅</th>
<th>C₁₅</th>
<th>iso-C₁₇</th>
<th>anteiso-C₁₇</th>
<th>C₁₇</th>
<th>MuAc[a]</th>
<th>Erg[a]</th>
</tr>
</thead>
<tbody>
<tr>
<td>Shelf</td>
<td>0.0034</td>
<td>0.0255</td>
<td>0.0280</td>
<td>0.0835</td>
<td>0.0412</td>
<td>0.0351</td>
<td>0.3175</td>
<td>0.1642</td>
<td>1.8889</td>
<td>0.2031</td>
<td>0.1227</td>
<td>0.7282</td>
<td>34.1246</td>
<td>0.7243</td>
</tr>
<tr>
<td>Bed</td>
<td>0.0045</td>
<td>0.0094</td>
<td>0.0120</td>
<td>0.0410</td>
<td>0.0260</td>
<td>0.0167</td>
<td>0.1832</td>
<td>0.0599</td>
<td>0.5908</td>
<td>0.1337</td>
<td>0.0842</td>
<td>0.3507</td>
<td>11.3298</td>
<td>1.0637</td>
</tr>
<tr>
<td>Floor</td>
<td>0.0041</td>
<td>0.0094</td>
<td>0.0211</td>
<td>0.0327</td>
<td>0.0289</td>
<td>0.0168</td>
<td>0.0525</td>
<td>0.0145</td>
<td>0.3189</td>
<td>0.0409</td>
<td>0.0255</td>
<td>0.1553</td>
<td>7.1619</td>
<td>15.9993</td>
</tr>
<tr>
<td>Garage</td>
<td>0.0527</td>
<td>0.1118</td>
<td>0.1190</td>
<td>0.0911</td>
<td>0.0974</td>
<td>0.0937</td>
<td>0.0746</td>
<td>0.0317</td>
<td>0.1619</td>
<td>0.0507</td>
<td>0.0280</td>
<td>0.0691</td>
<td>134.8584</td>
<td>43.5851</td>
</tr>
<tr>
<td>Basement</td>
<td>0.0051</td>
<td>0.0114</td>
<td>0.0129</td>
<td>0.0088</td>
<td>0.0095</td>
<td>0.0096</td>
<td>0.0082</td>
<td>0.0046</td>
<td>0.0520</td>
<td>0.0043</td>
<td>0.0070</td>
<td>0.0193</td>
<td>22.7356</td>
<td>18.0565</td>
</tr>
</tbody>
</table>

[a] MuA, muramic acid; Erg, ergosterol.
MS-MS (23 V C₁₅:0/25 V C₁₇:0, nonresonant mode, excitation storage level 48 m/z, isolation window 2 m/z), which resulted in fragment ions of m/z 101 used for quantification [loss of CH(CH₃)₂-COOCH₃] (10, 32) of both groups of acids. The presence of ions of m/z 256 (results not shown) and m/z 285 (Fig. 2) in the MS-MS spectra of the C₁₅:0 and C₁₇:0 FA esters, respectively, may be explained by proton donor reactions. The internal standard ¹³C-labeled cyanobacterial C₁₆:0 FA was analyzed in nonresonant mode (excitation storage level 48 m/z, isolation window 3 m/z); the ion of m/z 286 (parent ion, no fragmentation) was used in the quantifications.

Calibration graphs showed good linearity within the studied range and followed the equations (y = area ratio of acid and internal standard, x = amount [nanograms] of acid): y = 0.0012x + 0.313 (C₁₆:0; r = 0.995); y = 0.00084x (C₁₇:0; r = 0.989); y = 0.00105x (iso-C₁₇:0; r = 0.992); and y = 0.00044x (anteiso-C₁₇:0; r = 0.999). The amount of ¹³C-labeled C₁₆:0 in the cyanobacteria was estimated at 19.1 ng/µg (dry mass). The calibration results for C₁₇:0, iso-C₁₇:0, and anteiso-C₁₇:0 fatty acids were extrapolated for quantification of the corresponding C₁₅:0 acids.

(ii) Reproducibility. The mean values and standard deviations calculated per milligram of dust sample were as follows: LPS, 0.026 ± 0.002 nmol; iso-C₁₅:0, 0.125 ± 0.015 nmol; anteiso-C₁₅:0, 0.187 ± 0.018 nmol; C₁₅:0, 1.588 ± 0.072 nmol; iso-C₁₇:0, 0.128 ± 0.014 nmol; anteiso-C₁₇:0, 0.093 ± 0.009 nmol; C₁₇:0, 0.695 ± 0.054 nmol; muramic acid, 22.124 ± 0.881 ng; and ergosterol, 2.115 ± 0.154 ng.

Comparison of dust samples. All dust samples contained detectable amounts of 3-OH FAs, branched-chain FAs, muramic acid and ergosterol. The concentrations of the substances in the dust samples were as follows: LPS, 0.010 to 0.094
nmol/mg of dust; iso-C₁₅:₀, 0.008 to 0.318 nmol/mg of dust; anteiso-C₁₅:₀, 0.005 to 0.164 nmol/mg of dust; C₁₂:₀, 0.052 to 1.889 nmol/mg of dust; iso-C₁₇:₀, 0.004 to 0.203 nmol/mg of dust; anteiso-C₁₇:₀, 0.007 to 0.123 nmol/mg of dust; C₁₇:₀, 0.019 to 0.728 nmol/mg of dust; muramic acid, 7.2 to 134.9 ng/mg of dust; ergosterol, 0.72 to 43.6 ng/mg of dust (Table 1).

Comparative chromatograms of bed and garage dust samples are illustrated in Fig. 3 and Fig. 4. The two samples were collected from the same villa. The garage dust sample contained much more ergosterol, muramic acid, and 3-OH FAs than did the bed dust sample but had notably less of the nonhydroxylated FAs. This may suggest that the garage microflora was dominated by fungi and gram-negative bacteria. The bed dust sample contained larger relative amounts of the straight-chain C₁₅:₀ and C₁₇:₀ FAs compared to the branched-chain FAs than did the garage dust sample (Fig. 3), and 3-OH C₁₆:₀ dominated over the other 3-OH FAs more strongly in bed dust than in garage dust. These results indicate differences in bacterial populations.

DISCUSSION

Microorganisms are ubiquitous in our environment, including indoor air, and do not necessarily constitute a health hazard. The concentration at which contamination becomes a threat to health is unknown and may actually vary greatly with
each individual. Intrusion of water into a building clearly contributes to microbial growth and is associated with adverse health effects. However, there is a lack of epidemiological data to clearly link disease states with the growth of microorganisms in damp buildings. One reason could be the lack of standardized methods to quantify and characterize the microbial flora in indoor environments.

Our investigation has resulted in the development of a chemical-analytical approach to characterize microbial communities in indoor environments. This approach provides information on both viable and nonviable microorganisms in a sample, e.g., of airborne and settled dust or building material (26). Microbial chemical markers are determined by using GC-MS with 3-OH FAs used as markers for endotoxin and gram-negative bacteria, muramic acid for bacterial peptidoglycan, and ergosterol for fungal biomass. Levels of ergosterol in dust correlate with cultivable fungi (24) and levels of 3-OH FAs correlate with endotoxin as determined by Limulus methods, particularly when only 3-OH FAs of 10-, 12-, and 14-carbon chain lengths are considered (24, 25). Air concentrations of both ergosterol and 3-OH FAs were found to increase in a building after water damage and slowly decrease during the drying period (16). GC-MS-MS is recommended for achieving optimal analytical performance. In this technique, ions formed initially in the mass spectrometer’s ion source are subjected to further fragmentation and the fragment (daughter) ions are monitored. This leads to a very high degree of detection specificity (23, 25).

In the present study, we describe an integrated strategy for applying chemical marker analysis that also includes branched-chain FAs of 15- and 17-carbon chain lengths as markers mainly of gram-positive bacteria. Only two dust samples (1 to 5 mg each) are required to perform all analyses. As previously reported (2, 8), 13C-labeled muramic acid from the cyanobacteria is used as an internal standard for muramic acid in the samples. In addition, in the described procedure, 13C-labeled C_{16:0} in the same cyanobacteria is used as an internal standard for nonhydroxylated FAs (including branched-chain acids) and 13C-labeled 3-OH C_{16:0} is used as an internal standard for 3-OH FAs. This greatly simplifies sample preparation and should also result in improved reproducibility.

The temperature of the ion trap affected the detector signal. This was most evident for the muramic acid derivative. Thus, increasing the ion trap temperature from 200°C, as previously used (2), to 220°C improved peak shape and enhanced the detection sensitivity. We also introduced the use of a PRS column in the sample preparation procedure for muramic acid to remove dust particles and eliminate traces of lipids that might be present despite the heptane extraction. These improvements facilitated the derivatization, reduced the contamination of the GC-MS-MS system, and resulted in an overall better performance for our method in determining muramic acid in environmental samples (data not shown).

The described method may be used to characterize bacteriological and fungal profiles of environmental samples and includes both culturable and nonculturable microbes and cellular debris. In further studies, we will relate such microbial patterns to “healthy” and “sick” indoor environments. One question that will be addressed shortly is how water damage of houses affects the microbial patterns of indoor air.

ACKNOWLEDGMENTS

This project was supported by The Knowledge Foundation and Skanska Teknik AB through the research school The Building and Its Indoor Environment and by FORMAS.

REFERENCES


