
LUND UNIVERSITY

PO Box 117
221 00 Lund
+46 46-222 00 00

Spectroscopic time-resolved diffuse reflectance and transmittance measurements of
the female breast at different interfiber distances

Pifferi, A; Swartling, Johannes; Chikoidze, E; Torricelli, A; Taroni, P; Bassi, A; Andersson-
Engels, Stefan; Cubeddu, R
Published in:
Journal of Biomedical Optics

DOI:
10.1117/1.1802171

2004

Link to publication

Citation for published version (APA):
Pifferi, A., Swartling, J., Chikoidze, E., Torricelli, A., Taroni, P., Bassi, A., Andersson-Engels, S., & Cubeddu, R.
(2004). Spectroscopic time-resolved diffuse reflectance and transmittance measurements of the female breast at
different interfiber distances. Journal of Biomedical Optics, 9(6), 1143-1151. https://doi.org/10.1117/1.1802171

Total number of authors:
8

General rights
Unless other specific re-use rights are stated the following general rights apply:
Copyright and moral rights for the publications made accessible in the public portal are retained by the authors
and/or other copyright owners and it is a condition of accessing publications that users recognise and abide by the
legal requirements associated with these rights.
 • Users may download and print one copy of any publication from the public portal for the purpose of private study
or research.
 • You may not further distribute the material or use it for any profit-making activity or commercial gain
 • You may freely distribute the URL identifying the publication in the public portal

Read more about Creative commons licenses: https://creativecommons.org/licenses/
Take down policy
If you believe that this document breaches copyright please contact us providing details, and we will remove
access to the work immediately and investigate your claim.

https://doi.org/10.1117/1.1802171
https://portal.research.lu.se/en/publications/66025ed9-68dc-40bf-a2c6-5d53738e4639
https://doi.org/10.1117/1.1802171


Journal of Biomedical Optics 9(6), 1143–1151 (November/December 2004)
Spectroscopic time-resolved diffuse reflectance and
transmittance measurements of the female breast
at different interfiber distances

Antonio Pifferi
Politecnico di Milano
ULTRAS-INFM, INF-CNR
Dipartimento di Fisica
P. L. da Vinci 32
I-20133 Milano
Italy
E-mail: antonio.pifferi@fisi.polimi.it

Johannes Swartling
Politecnico di Milano
Dipartimento di Fisica
P. L. da Vinci 32
I-20133 Milano
Italy

and
Lund University Medical Laser Centre
Department of Physics
Lund Institute of Technology
P.O. Box 118
SE-221 00 Lund
Sweden

Ekaterine Chikoidze
Alessandro Torricelli
Paola Taroni
Andrea Bassi
Politecnico de Milano
ULTRAS-INFM, INF-CNR
Dipartimento di Fisica
P. L. da Vinci 32
I-20133 Milano
Italy

Stefan Andersson-Engels
Lund University Medical Laser Centre
Department of Physics
Lund Institute of Technology
P.O. Box 118
SE-221 00 Lund
Sweden

Rinaldo Cubeddu
Politecnico de Milano
ULTRAS-INFM, IFN-CNR
Dipartimento di Fisica
P. L. da Vinci 32
I-20133 Milano
Italy

Abstract. The first, to our knowledge, in-vivo broadband spectro-
scopic characterization of breast tissue using different interfiber dis-
tances as well as transmittance measurements is presented. Absorp-
tion and scattering properties are measured on six healthy subjects,
using time-resolved diffuse spectroscopy and an inverse model based
on the diffusion equation. Wavelength-tunable picosecond-pulse la-
sers and time-correlated single-photon counting detection are em-
ployed, enabling fully spectroscopic measurements in the range 610
to 1040 nm. Characterization of the absorption and reduced scatter-
ing coefficients of breast tissue is made with the aim of investigating
individual variations, as well as variations due to different measure-
ment geometries. Diffuse reflectance measurements at different inter-
fiber distances (2, 3, and 4 cm) are performed, as well as measure-
ments in transmittance mode, meaning that different sampling
volumes are involved. The results show a large variation in the ab-
sorption and scattering properties depending on the subject, correlat-
ing mainly with the water versus lipid content of the breast. Intra-
subject variations, due to different interfiber distances or transmittance
modes, correlate with the known structures of the breast, but these
variations are small compared to the subject-to-subject variation. The
intrasubject variations are larger for the scattering data than the ab-
sorption data; this is consistent with different spatial localization of the
measurements of these parameters, which is explained by the photon
migration theory. © 2004 Society of Photo-Optical Instrumentation Engineers.
[DOI: 10.1117/1.1802171]
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1 Introduction
Measurements of the absorption coefficientma and the re-
duced scattering coefficientms8 of turbid media have become
an important part of the developing field of tissue optics. Op-
tical measurements can be performedin vivononinvasively on
patients, and new techniques are emerging as feasible met
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ods for diagnostics of some pathological conditions. An ad
tional advantage of optical methods is that they pose
known health risks, in contrast to, for example, x-rays. S
cial attention has been directed to the possibility of detect
cancer tumors in breasts.1–8 When applied using a spectro
scopic approach, optical methods in the red and near-infra
~NIR! region provide the means to yield functional inform
tion of the tissue, specifically the abundance of oxygena
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Pifferi et al.
(HbO2) and deoxygenated hemoglobin~HHb!, water, and
fat.3,7,9–12This information could be used to develop contrast
functions to distinguish malignant tissue. The scattering prop
erties can also potentially provide information on malignancy,
because the scattering coefficient will be affected by structura
changes of the tissue. The task of optical mammography i
thus to evaluate the optical properties over the breast volume
An important part of this development is to be able to accu-
rately measure the optical properties locally. Spectroscopi
in-vivo measurements of this kind have been performed to
determine the parameter range ofma andms8 for healthy tis-
sue, which is strongly influenced by factors such as age an
hormonal cycle,11,13–17and body mass index~BMI !.8,17,18The
measurement techniques employed are usually either based
frequency-modulated light sources8,11,19,20 or time-resolved
diffuse spectroscopy.3,7,13,21,22Absorption and scattering coef-
ficients can be determined from the measurements by mea
of an inverse model based on a theoretical model for ligh
propagation in tissue, such as diffusion theory.22–24The struc-
tures in the breast are a heterogeneous mix of glandular an
adipose tissues. In general, the breast structure of youn
women is characterized by dense, glandular, and thus wate
rich tissue. The postmenopausal breast, in contrast, presents
reduction in the glandular volume, and the relative amount o
adipose tissue increases. However, these general characte
tics are obscured by a large subject-to-subject variation, an
for an individual one cannot identify the type of breast based
on the age. When performing noninvasive measurementsin
vivo, the skin layer presents an additional type of tissue with
its own scattering and absorption properties.

Previous phantom studies have concluded that the accu
racy of the time-resolved technique and homogeneous tissu
model is better than 10% for homogeneous samples.24,25How-
ever, there is a growing concern that heterogeneities in tissu
may result in higher uncertainty. In this work, measurements
of the optical properties ofin-vivo breast tissue are presented
for six subjects, comprising different breast types ranging
from water-rich to lipid-rich. Thein-vivo measurements were
performed in reflectance geometry using different interfiber
distances,r, and in transmittance geometry. Thus different
sampling depths were probed. The measurement system us
in this work gives spectra over the range 610 to 1040 nm
every 5 nm. This is in contrast to most previous diffuse NIR
investigations of breast tissue, which have relied on a sma
number of discrete wavelengths. Although in principle only
four wavelengths are necessary to recover the four major ab
sorbers in breast tissue—water, lipids, oxygen-saturate
(HbO2) and nonoxygen-saturated hemoglobin~HHb!—access
to whole spectra makes the spectral fitting procedure mor
robust with respect to noise and measurements errors.

It is our intention to show the effects of different measure-
ment geometries, as well as the features of the spectra, an
discuss them in a qualitative way. The number of subjects i
not enough to provide statistical information, but some impor-
tant insights of the variation of optical properties of breast
tissue can nevertheless be acquired. We also feel that prese
ing full absorption and scattering spectra yields valuable in
formation to researchers in the field of optical mammography
which may be difficult to obtain when only a few discrete
wavelengths are used.
1144 Journal of Biomedical Optics d November/December 2004 d Vol.
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2 Material and Methods
2.1 Measurement Protocol
Six healthy volunteers@23, 29, 31, 34, 40, and 50 years old,
with body mass indices~BMI ! of 22.2, 18.7, 21.3, 19.0, 18.4,
and21.2 kg/m2, respectively# were enrolled for the measure-
ments after informed consent. No particular preselecion of th
volunteers was done, although in some cases the approxim
optical signals were known from previous investigations. Th
volunteers were sitting in an upright position. The breast wa
placed between two plates, corresponding to the cranio-cau
projection in mammography, and mild compression was a
plied. The pressure was just enough to keep the breast in
stable position, and much lower than used for radiomammo
raphy. The compression did not cause discomfort during th
;30-min measurement session. Measurements were p
formed in reflectance mode in the area of the upper out
quadrant using different interfiber distances:r52, 3, and 4
cm, denoted R2, R3, and R4 according to Fig. 1. A transmi
sion measurement was also performed at the same time,
noted T in Fig. 1. The thickness of the breast during compre
sion was noted to be used later in the evaluation model. F
one volunteer, age 40, two measurement series were p
formed, where in the first, no compression was applied to th
breast during the measurements, and in the second, mild co
pression was applied during all measurements. This was
present an idea of the effect of different measurement proc
dures on the measured optical properties.

2.2 Time-Resolved Spectroscopy System
The system setup has been described in previo
publications.13,14 Briefly, a synchronously pumped mode-
locked dye~DCM! laser was used as the excitation sourc

Fig. 1 Picture showing the measurement geometry. R2, R3, and R4
denotes the reflectance modes for r52, 3, and 4 cm, respectively. T
denotes the transmittance measurement. The sampling volumes of the
propagating light are schematically depicted for each case.
9 No. 6
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Spectroscopic time-resolved diffuse reflectance . . .
from 610 to 695 nm, while an actively mode-locked Ti:sap-
phire laser provided light in the wavelength range of 700 to
1040 nm. A 1-mm plastic-glass fiber~AFS1000, Fiberguide,
New Jersey! delivered light into the tissue, while diffusely
reflected photons were collected by a 5-mm-diam fiber
bundle. The power at the distal end of the illumination fiber
was always limited to less than 10 mW. For detection, we
used a double-microchannel-plate photomultiplier tube
~R1564U with S1 photocathode, Hamamatsu Photonics K.K.
Japan!, and a PC card for time-correlated single-photon
counting ~SPC-130, Becker and Hickl GmbH, Germany!. A
small fraction of the incident beam was coupled directly to the
photomultiplier tube to account for on-line recording of the
instrument response function~IRF!. The full width at half
maximum~FWHM! of the IRF was,120 psin the red and
,180 psin the NIR regions, respectively. Time-resolved data
were collected every 5 nm from 610 to 1040 nm. To allow
measurements to be carried outin vivo, the system was fully
automated. A PC controlled the laser tuning and power, an
optimized the IRF by automatically adjusting the Lyot filters
and, for the Ti:sapphire laser, the cavity length.

Measurements were performed in reflectance mode~three
measurements! and in transmittance mode~one measurement!
according to the schematic picture in Fig. 1. All four measure-
ments were performed sequentially before tuning to the nex
wavelength. This was accomplished by using an optical fibe
switch ~F109, Piezo Jena, Germany! on the light-source side,
also controlled automatically by the PC. In this way, all four
measurement geometries were covered in a quasi-parall
manner. A single measurement at one position and waveleng
took 2 s. The overall measurement time for a full spectrum
four geometries, was 30 min. To handle the large dynamic
range these measurements present, a gradient ND filter w
mounted on a stepper motor in the detection line to adjust th
intensity on the detector. The total number of photons counte
per second was used as input in a feedback loop, and w
aimed at having a signal of 300,000 counts/s.

The combination of a thick breast and/or high absorption
resulted in too low of a signal for a small number of the
measurements. In case only a small part of the spectrum wa
lost for this reason, the spectrum was still used to make the fi
for tissue composition.

2.3 Evaluation of Time-Resolved Data
We extracted the values ofms8 andma at each wavelength by
fitting the experimental data to an analytical solution of the
diffusion approximation of the transport equation for a homo-
geneous semi-infinite medium or an infinite slab.23 We used
the extrapolated boundary condition,26 and assumed that the
diffusion coefficientD @i.e., D51/(3ms8)] was independent
of the absorption properties of the medium.27 The theoretical
time-dispersion curve was convolved with the IRF and nor-
malized to the area of the experimental curve. The fitting
range included all points with a number of counts higher than
80% of the peak value on the rising edge of the curve and 1%
on the tail.24 The best fit was reached with a Levenberg-
Marquardt algorithm28 by varying bothms8 and ma to mini-
mize the error normx2.
Journal of Bio
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2.4 Tissue Composition and Structure
To evaluate the percentage composition of tissues, the abs
tion spectra were fitted with a linear combination of the sp
tra of the main tissue constituents, i.e., lipid, water,HbO2 ,
and HHb:

ma5(
i

ci« i~l!, ~1!

where l is the wavelength,ci is the concentration~free fit
parameter!, and « i(l) is the specific absorption of thei ’ th
constituent. To this purpose, the spectra of water,29 HHb, and
HbO2

9 were obtained from the literature, while the autho
have measured the absorption spectra of lipid~lard!
previously.13 The knowledge of the absorption properties
the two forms of hemoglobin allowed us also to evaluate
total hemoglobin contenttHb5@HHb#1@HbO2# and the he-
moglobin oxygen saturation StO25@HbO2#/$@HHb#
1@HbO2#%. These properties were evaluated for all subje
at different interfiber distances and for the transmittance
ometry.

The dependence of the scattering coefficient on the wa
length can be approximated by a power law derived, emp
cally, from the Mie theory.30,31A function of the type

ms85al2b ~2!

was fitted to the scattering spectra. The exponentb ~i.e., the
slope of the spectrum in a logarithmic scale! is related to the
mean effective size of scattering centers, while the amplit
a is affected mainly by the density of scattering centers. Th
a higher value ofb corresponds to smaller effective scatterin
centers, characterized by a steeper slope of the spectrum
fit was made in the wavelength range 705 to 930 nm. T
reason is that the power law approximation is less valid be
700 nm,31 and above 930 nm the evaluated scattering coe
cients were sometimes influenced by a slight cross talk w
the absorption coefficient, due to the peak in the water abs
tion spectrum.

3 Results and Discussion
3.1 Absorption Properties
Absorption spectra for all subjects in the transmittance geo
etry are shown in Fig. 2. The solid lines indicate the fitt
spectra based on reference spectra for water, lipids, HHb,
HbO2 . The evaluated concentrations of these constituents
shown in the table set within the diagram. The subjects
identified by the numerals 1 to 6, and have been ordered f
water-rich to lipid-rich according to the results in the table.
is evident that a large individual variation is prevalent in t
absorption spectra from these six subjects, especially so in
wavelength region above 930 nm. The large spectral dif
ences above 930 nm are due to a strong variation in the w
and lipid content of the breasts of the six subjects. One
identify a continuous distribution of breast types from wat
rich ~62% water, 16% lipids! to lipid-rich ~12% water, 68%
lipids!. Breasts that are typically water-rich may be expec
to have different tissue-structural composition than the ty
cally lipid-rich, which is an important point to keep in mind i
further discussion. At 970 nm, the absorption is 3.2 tim
medical Optics d November/December 2004 d Vol. 9 No. 6 1145
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Fig. 2 Absorption spectra for all subjects using the transmittance ge-
ometry. Markers indicate measurements, while solid lines show the
fitted spectra. The results from the fitting are shown in the table. Miss-
ing data points were due to the combination of a thick breast and high
absorption or scattering, resulting in low signal.
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stronger for subject 1 than subject 6, due to the higher wate
absorption. In the region below 930 nm, the influence of the
water and lipid absorption is less evident. However, by com
paring with the absorption spectra for the pure tissue constitu
ents, it is clear that the water and lipid absorption contribute
to the total absorption by a significant amount even for shorte
wavelengths. For example, for subject 1, at 750 nm the con
tribution of absorption by water is 38% of the total, and 4%
by lipid. For subject 6 the values are 9% for water and 23%
for lipid. At 850 nm, the corresponding values are 43% for
water and 2% for lipid~subject 1!, and 12% for water 11% for
lipid ~subject 6!. The contribution of water and lipid together
falls below 10% at 660 nm, and for shorter wavelengths the
tHb absorption quickly becomes dominant. Since the wate
and lipid contents are the major source of intersubject varia
tion, while HHb andHbO2 vary less, we conclude that the
spectral influence of water and lipid is important in the entire
range 700 to 1050 nm. The errors that arise in the evaluatio
of HHb and HbO2 , if the absorption of water and lipid is
ignored, have been discussed in detail by Cerussi et al.16

For this small number of subjects there is no evident cor
relation between age and optical properties. On the contrar
very large differences are found within the group of subjects
around 30 years old. Cerussi et al. have shown a statistic
correlation of age versus water and lipid content based o
larger statistical material,15 but on an individual basis the
variation is too large for age to be a useful identifier of breas
type. Moreover, analysis of radiological breast patterns con
firms a general evolution toward more adipose tissue with
age, but also in that case the intersubject variations are com
monly more significant. For BMI, one can observe that the
three subjects with BMI values below20 kg/m2 belong to the
water-rich category~1, 2, and 3!, while the other three with
BMI.20 kg/m2 belong to the lipid-rich. This supports the
1146 Journal of Biomedical Optics d November/December 2004 d Vol.
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hypothesis of a correlation between BMI and breast tis
types. However, for larger statistical material, only a we
correlation between BMI and measured water or lipid cont
has been demonstrated previously.17

Another interesting spectral feature is the existence o
quasi-isosbestic point at around 930 nm, where the varia
is minimal. This can be explained by the crossing of the wa
and lipid spectra, which makes the absorption largely inva
ant to changes in the relative amounts of water and lip
around this wavelength, provided that the sum of the volu
fractions of water and lipid does not vary substantially. T
variation that still exists around this wavelength can be
cribed to two things. First, variations in the hemoglobin a
sorption, but this variation is smaller than for water/lipid,
part due to smaller differences in HHb andHbO2 concentra-
tions, and in part due to that the absorption of these ch
mophores is small compared to that of water and lipid. S
ond, the isosbestic property depends on the sum of water
lipid content being constant. This may not be true, for e
ample, if there is a significant percentage volume of structu
proteins that is not constant. As is discussed later, the sum
water and lipid does not generally add up to 100%. Since
amount of structural proteins in the tissue is likely to vary, th
can account for variations in the absorption. For the transm
sion measurements, the sum of water and lipids varied
proximately between 70 to 90%. This means that the isosb
tic feature of the absorption spectra at 930 nm is o
approximate. Nevertheless, the quasi-isosbestic point ma
practically useful because the absorption is invariant to
relative amounts of water and lipid, and thus breast type. T
gives approximate upper and lower limits of the absorpt
one can expect from measurements at 930 nm, and ca
used as a quick check that the measurement gives reaso
values. The transmission measurements were in the inte
0.15,ma,0.18 cm21 at 930 nm. Another useful feature o
this point could be to serve asa priori information for use in
fitting data using various photon migration models. For e
ample, in case cw measurements are carried out, it could
useful to fix the absorption coefficient at 930 nm to get
estimate of the scattering coefficient.

Absorption spectra for all subjects and measurement
ometries are shown in Figs. 3~a! through 3~f!. The distribution
covering water-rich to lipid-rich breast types is very cle
when regarding the relative heights of the lipid and wa
absorption peaks~approximately 930 and 970 nm, respe
tively!. In terms of differences between the various measu
ment geometries, the results are somewhat inconclusive
garding trends of the individual chromophores. There is
general trend that the water and lipid content increases w
going fromr52 cm to r53 cm in most subjects. It is clea
that the sum of water and lipid increases as the interfi
increases from 2 to 4 cm: from between 62 to 76% atr
52 cm to between 73 to 100% forr54 cm. This likely in-
dicates the presence of a higher percentage volume of pro
such as collagen in the dermis layer, which is sampled t
higher degree forr52 cm. In general, the unaccounted ma
ter can be due to structural proteins in the tissue. One mus
cautious not to draw too quantitative conclusions about
unaccounted matter, since errors in the evaluated values
occur because of the heterogeneous structures that are p
9 No. 6
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Spectroscopic time-resolved diffuse reflectance . . .
Fig. 3 All absorption spectra: (a) subject 1, 40 years old; (b) subject 2, 34 years old; (c) subject 3, 29 years old; (d) subject 4, 23 years old; (e) subject
5, 50 years old; and (f) subject 6, 31 years old.
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by the light. Unaccounted matter of the order of 10 to 40% of
the volume has been reported previously based on photo
migration measurements.14,15,32 The transmittance measure-
ments generally show a lower water contribution than ther
54-cmmeasurements, which may seem surprising given tha
Journal of Bio
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one would expect the water-rich glandular tissue to
sampled to a greater extent in transmittance. Still, the s
pling volume of the propagating light, the influence of th
tissues inside this volume, and how the homogenous mo
weighs the different contributions are complicated issues
medical Optics d November/December 2004 d Vol. 9 No. 6 1147
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Fig. 4 Absorption spectra for subject 1, showing the difference be-
tween compressed and noncompressed breast during the measure-
ments. The measurement for r54 cm could not be performed in the
noncompressed case (not shown in the compressed case either), due
to too low of a signal.
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not necessarily intuitive. The sampling volumes will also be
discussed in Sec. 3.2 on scattering properties.

The most notable observation from the absorption spectr
for the different measurement geometries is that, despite som
variation, the general characteristics are relatively similar for
different geometries. Thus, for the sampling volumes used in
this investigation, the intrasubject variation is much smaller
than the intersubject variation. This means that measuremen
performed using a given geometry can indeed be used to co
fidently characterize the general breast tissue properties
studies on patients or volunteers, although one cannot direct
compare the absolute values from measurements taken usi
one geometry with those taken using another.

In Fig. 4, the difference between no compression and mild
compression is shown. Data forr54 cm in the noncom-
pressed case could not be recorded because the signal was
low. The major difference for noncompressed compared to
compressed is that the absorption increases due to increas
hemoglobin absorption for the reflectance measurements, r
sulting in roughly a two-fold increase in absorption in the
region 610 to 850 nm. This is likely due to influence of the
chest muscle. In the case of compression, influence from th
chest muscle was largely eliminated, but when applied with
no compression the probe was directed toward the chest, pe
pendicular to the skin surface, and was also considerabl
closer to the muscular tissue.In-vivo measurements on the
arm, mainly probing the muscle, normally result inma

'0.2 cm21 at 700 nm.33 The absorption properties of the
chest muscle can be expected to be similar to the muscles
the arm. The absorption values for the uncompressed case
Fig. 4, at around0.12 cm21 at 700 nm, thus fits with the
interpretation that the measurement is influenced by th
muscle. It is unlikely that the lower hemoglobin absorption in
the compressed case was a result of decreased blood per
sion, since the compression was mild. The influence of pres
sure on the optical properties of breast tissue has been inve
1148 Journal of Biomedical Optics d November/December 2004 d Vol.
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tigated by Jiang et al., and their results showed that
changes in absorption were relatively small, on the order
10 to 20% even for large pressure.34 Furthermore, the absorp
tion due to hemoglobin actually increased, possibly due
vasodilatation. This again indicates that the high absorp
for noncompressed breast in our study is due to the prese
of the muscle. In the transmittance geometry, the values fr
the two measurements are comparable. This is reason
since to make this measurement possible the breast had
compressed to some extent even for the noncompressed
The results in Fig. 4 indicate that control of the application
the probe is important and may influence the measured p
erties.

3.2 Scattering Properties
Spectra of the reduced scattering coefficient are shown in
5 for all subjects in the transmittance geometry. The value
the fitted parametersa and b are presented in the table s
within the figure. We can clearly see two groups that correl
with the breast types: the three most water-rich breasts h
slope factorsb of 2.0, 2.0, and 1.4. In contrast, the three mo
lipid-rich breasts are all atb values of 0.7. For comparison,
is of interest to note that we measuredb52.9 for pure, ex-
vivo ~bovine! cartilage, where the high value is due to th
small scattering centers of collagen. The high values ofb thus
correlate well with the observation that water-rich breasts
to a large extent made up of collagen structures that sup
the mammary gland. Fatty tissues, on the other hand, h
larger scattering centers and thus lower values ofb (b50.7
for subjects 4, 5, and 6!. Figure 6 shows correlation plots o
water and lipid content versus the slope factorb. This dem-
onstrates that there is a clear positive correlation between
ter content andb, while there is a clear negative correlatio
for lipid content versusb. Similar results have been show
previously by other investigators.15 Again, this points to the
conclusion that water-abundant breasts are associated w
larger influence of the collagen-rich glandular tissue. Sim
plots were obtained for the reflectance modes~data not
shown!. Both scattering amplitudea and the slope factorb
have been shown to correlate well with the radiographic d
sity of breast tissue,17 which is consistent with the interpreta
tion that high radiographic density is due to water-rich,
brous breasts. The amplitude factora is related to the density
of scatterers, but also to their size, which makes it difficult
make a simple physical interpretation of the significance ofa.
Correlations for botha andb with various physiological pa-
rameters in breast tissue have been discussed in Ref. 17

Scattering spectra for all subjects and measurement ge
etries are presented in Figs. 7~a! through 7~f!. The distribution
covering water-rich to lipid-rich breasts is evident, here b
cause of the steeper slopes of the spectra for subjects 1, 2
3, not only for the transmittance geometry, as already sho
in Fig. 4, but also for the reflectance measurements at
interfiber distances. This variation of water- to lipid-ric
breasts was also observed in the absorption properties~Fig.
2!. However, in contrast to the case for the absorption dat
is possible to clearly distinguish the transmittance measu
ments from the reflectance measurements. A generally hig
scattering coefficient is an indication that different structu
in the breast are probed in the transmittance geometry.
9 No. 6
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Spectroscopic time-resolved diffuse reflectance . . .
Fig. 5 Spectra of the reduced scattering coefficient for all six subjects, for the transmittance geometry. The scattering spectrum of cartilage is also
shown for comparison.
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In reflectance, there is a clear trend of decreasing values o
b when going from short interfiber distances to large. One can
speculate that the high values ofb found for r52 cm is a
result of largely sampling the collagen-rich dermis layer.
There is no conclusive trend for the behavior ofb at different
r for the different breast types, water-rich or lipid-rich, except
that b is generally higher for the water-rich. In transmittance
mode, the value ofb is higher than for reflectance,r
54 cm, for all subjects except 4. This is an indication that in
transmittance mode a larger part of the fibrous, collagen-rich
mammary gland is sampled, giving rise to higher overall scat
tering as well as a higher value of the slope factorb.
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f We observe that there are larger differences between
measurement geometries in the scattering data than in the
sorption data. This could be explained by the use of the
mogenous tissue model and different spatial localization
the evaluation ofma andms8 . It is well known that the deter-
mination of ms8 is largely sensitive to the rising part of th
time-dispersion curve, i.e., the early light, while most of t
information aboutma is in the late part of the detecte
light.22,35 This means thatma has a larger effective samplin
volume thanms8 , because the late light has had time to prop
gate over a larger volume. For the breast measurements,
interpretation means that the values ofma comprise an aver-
age over a large part of the heterogeneous breast tissue,
ing to similar values for all geometries. The evaluated valu
of ms8 , on the other hand, are more spatially localized and i
possible to see the influence of the dermis layer for sh
interfiber distances and the presence of the mammary g
for the transmittance measurement.

4 Summary and Conclusions
In summary, we present the first, to our knowledge, inve
gation of in-vivo broad-spectrum measurements of breast
sue using different interfiber distances as well as transm
tance measurements. These different measurement geom
imply that different volumes of the tissue are probed by t
diffusely propagating light. Specifically, increasing the inte
fiber distance means deeper sampling depth, and the tran
tance mode samples the core structures of the breast.
effects of the different sampling volumes and the nonhom
geneous tissue structures in the breast are not trivial to in
pret. Nevertheless, we show that the measured param
Fig. 6 Correlation plot of water and lipid content versus slope coeffi-
cient b.
medical Optics d November/December 2004 d Vol. 9 No. 6 1149
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Pifferi et al.
Fig. 7 All reduced scattering spectra: (a) subject 1, 40 years old; (b) subject 2, 34 years old; (c) subject 3, 29 years old; (d) subject 4, 23 years old;
(e) subject 5, 50 years old; and (f) subject 6, 31 years old.
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predominantly correlate with the breast type, water-rich or
lipid-rich, but that small differences are also present that are
result of the different sampling volumes and the structures
that are sampled within the breast in each specific case. Th
scattering spectra are more sensitive to the measureme
mode—localization of the sampling volume—while the ab-
sorption spectra are less sensitive. As a next point, we see th
1150 Journal of Biomedical Optics d November/December 2004 d Vol.

Downloaded from SPIE Digital Library on 04 Jul 2011 to
e
t

t

the influence on the absorption by water and lipid is sign
cant even in the wavelength range 700 to 850 nm, which
the region primarily used for determining hemoglobin co
centration and oxygen saturation. We have also pointed
the existence of a quasi-isosbestic point at 930 nm, where
absorption of breast tissue is largely independent of the r
tive amounts of lipid and water in the tissue. Furthermore,
9 No. 6
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Spectroscopic time-resolved diffuse reflectance . . .
measurements indicate that when using hand-held probes, o
has to be careful not to contaminate the signal with absorptio
from the chest muscle.
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