Measurement of Tumor Extent and Effects of Breast Compression in Digital Mammography and Breast Tomosynthesis

Förnvik, Daniel

2013

Link to publication

Citation for published version (APA):
Förnvik, D. (2013). Measurement of Tumor Extent and Effects of Breast Compression in Digital Mammography and Breast Tomosynthesis Medical Radiation Physics, Lund University

General rights
Copyright and moral rights for the publications made accessible in the public portal are retained by the authors and/or other copyright owners and it is a condition of accessing publications that users recognise and abide by the legal requirements associated with these rights.

• Users may download and print one copy of any publication from the public portal for the purpose of private study or research.
• You may not further distribute the material or use it for any profit-making activity or commercial gain
• You may freely distribute the URL identifying the publication in the public portal

Take down policy
If you believe that this document breaches copyright please contact us providing details, and we will remove access to the work immediately and investigate your claim.
Measurement of Tumor Extent and Effects of Breast Compression in Digital Mammography and Breast Tomosynthesis

Daniel Förnvik

DOCTORAL DISSERTATION

by due permission of the Faculty of Medicine, Lund University, Sweden.
To be defended in room 2005-2007, Inga Marie Nilssons gata 49, SUS Malmö,
at 13.00, May 17th, 2013.

Faculty opponent
Assoc. Prof. Andrew D. A. Maidment, Dept. of Radiology, University of Pennsylvania
Measurement of Tumor Extent and Effects of Breast Compression in Digital Mammography and Breast Tomosynthesis

Abstract

Breast cancer is the most common form of cancer affecting women in the western countries. Today x-ray digital mammography (DM) of the breast is commonly used for early detection of breast cancer. However, the sensitivity of mammography is limited, mainly due to the fact that a 3D volume is projected down to a 2D image. This problem can be partially solved by a tomographic technique. Breast tomosynthesis (BT) reduces the detrimental effect of the projected anatomy.

Tumor size is an important predictor of prognosis and treatment effect. We hypothesized that the tumor outline would be better defined in BT and therefore tumor measurement in BT would be more accurate compared with DM. The results showed that breast tumor size measured on BT correlated better with the size measured by the pathologists on the surgical specimens compared with measurement on DM.

Breast compression is important in mammography both to improve image quality and to reduce the radiation dose to the breast, but it also has a negative consequence as some women refrain from mammography due to the pain associated with the examination. Since BT is a 3D technique, it was hypothesized that less breast compression force can be applied. The results indicated that less compression force is possible without significantly compromising the diagnostic quality of the image and that the patient comfort was improved.

An applied breast compression force as used in mammography results in a pressure distribution over the breast. The pressure distribution was assessed using thin pressure sensors attached to the compression plate. The results showed that the pressure distribution was heterogeneous in appearance and varied widely between different breasts. In almost half of the subjects most of the pressure was over the juxta-thoracic part of the breast and the pectoral muscle with little or no pressure over the rest of the breast.

Another concern regarding breast compression is the question whether the resulting pressure might damage tumors, causing a shedding of malignant cells into the blood system. Peripheral venous blood samples were drawn before and after breast compression and analyzed for circulating tumor cells. The study found no elevated number of circulating cancer cells in peripheral blood after breast compression. Future analysis of samples from veins draining the breast are needed to study if circulating tumor cells are being trapped in the lung capillaries.

Key words
mammography, breast tomosynthesis, breast compression, breast cancer, pressure distribution, circulating tumor cells, cancer staging

Classification system and/or index terms (if any)

Supplementary bibliographical information

Language
English

ISSN and key title
1652-8220

ISBN
978-91-87449-28-4

Recipient’s notes
Number of pages
48

Security classification

Signature

Date
April 11th, 2013
Measurement of Tumor Extent and Effects of Breast Compression in Digital Mammography and Breast Tomosynthesis

Daniel Förnvik

Medical Radiation Physics
Department of Clinical Sciences, Malmö
Faculty of Medicine, Lund University
Skåne University Hospital
2013
Cover: A 10 mm, grade 1, invasive lobular carcinoma visualized with digital mammography (top left), breast tomosynthesis (top right), ultrasonography (bottom left) and elasticity imaging (bottom right).
“It is nice to be important, but it is more important to be nice.”

- Faster Harder Scooter
Abstract

Breast cancer is the most common form of cancer affecting women in the western countries. Today x-ray digital mammography (DM) of the breast is commonly used for early detection of breast cancer. However, the sensitivity of mammography is limited, mainly due to the fact that a 3D volume is projected down to a 2D image. This problem can be partially solved by a tomographic technique. Breast tomosynthesis (BT) reduces the detrimental effect of the projected anatomy.

Tumor size is an important predictor of prognosis and treatment effect. We hypothesized that the tumor outline would be better defined in BT and therefore tumor measurement in BT would be more accurate compared with DM. The results showed that breast tumor size measured on BT correlated better with the size measured by the pathologists on the surgical specimens compared with measurement on DM.

Breast compression is important in mammography both to improve image quality and to reduce the radiation dose to the breast, but it also has a negative consequence as some women refrain from mammography due to the pain associated with the examination. Since BT is a 3D technique, it was hypothesized that less breast compression force can be applied. The results indicated that less compression force is possible without significantly compromising the diagnostic quality of the image and that the patient comfort was improved.

An applied breast compression force as used in mammography results in a pressure distribution over the breast. The pressure distribution was assessed using thin pressure sensors attached to the compression plate. The results showed that the pressure distribution was heterogeneous in appearance and varied widely between different breasts. In almost half of the subjects most of the pressure was over the juxtathoracic part of the breast and the pectoral muscle with little or no pressure over the rest of the breast.

Another concern regarding breast compression is the question whether the resulting pressure might damage tumors, causing a shedding of malignant cells into the blood system. Peripheral venous blood samples were drawn before and after breast compression and analyzed for circulating tumor cells. The study found no elevated number of circulating cancer cells in peripheral blood after breast compression. Future analysis of samples from veins draining the breast are needed to study if circulating tumor cells are being trapped in the lung capillaries.


Ett avgörande steg i bröstcancerns förlopp är uppkomsten av metastatisk sjukdom genom spridning av cancerceller till andra delar av kroppen. Det finns möjlighet att mäta mängden cirkulerande tumörceller i bröstcancerpatienters blod och studier har visat att denna metod har ett prognostiskt värde. I arbete IV undersöktes något som har diskuterats men inte studerats systematiskt hos människor, nämligen om bröstkompression i samband med mammografi skulle kunna leda till att tumörceller läcker ut i blodomloppet hos kvinnor med bröstcancer. Resultaten visade inte något ökat läckage av tumörceller till blod taget från blodåder på arm. En utvidgad studie planeras med cellräkning i blod taget från centrala blodådror till vilka bröstet dräneras för att utesluta möjligheten att avsaknaden i perifert blod orsakas av att cancercellerna fastnat i lungkapillärerna.
Original papers

This thesis is based on the following papers, which will be referred to in the text by their Roman numerals.

I. *Breast tomosynthesis: Accuracy of tumor measurement compared with digital mammography and ultrasonography*
   Acta Radiol. 2010; 51(3): 240-7

II. *The effect of reduced breast compression in breast tomosynthesis: human observer study using clinical cases*
    Förnvik D, Andersson I, Svahn T, Timberg P, Zackrisson S, Tingberg A.
    Radiat Prot Dosimetry. 2010; 139(1-3): 118-23

III. *Breast compression in mammography: pressure distribution patterns*
     Acta Radiol. 2012; 53(9): 973-80

IV. *No evidence for shedding of circulating tumor cells into the peripheral venous blood as a result of mammographic breast compression*
    Breast Cancer Res. (submitted)

Published papers have been reproduced with kind permission of the following publishers:

The Royal Society of Medicine Press Ltd (Paper I and Paper III)
Oxford University Press (Paper II)
Preliminary reports

Preliminary reports have been presented at the following international meetings and conferences.

i. *Breast tomosynthesis: A three-dimensional breast imaging technique*
   Malmö Cancer Center Retreat, Torekov, Sweden, August 2008

ii. *Complementary analysis of breast cancer using MRI and breast tomosynthesis*
    Förnvik D.
    Medicinska Riksstämman, Göteborg, Sweden, November 2008

iii. *Breast tomosynthesis: Assessment of breast cancer size compared with digital mammography and ultrasonography*
     European Congress of Radiology, Vienna, Austria, March 2009
     Tomosynthesis Imaging Symposium, Durham, USA, April 2009

iv. *The effect of reduced breast compression in breast tomosynthesis: an observer study using clinical cases*
    Förnvik D, Andersson I, Svahn T, Timberg P, Zackrisson S, Tingberg A.
    Third Malmö Conference on Medical Imaging, Malmö, Sweden, June 2009
    Nationellt Möte om Sjukhusfysik, Uddevalla, Sweden, September 2009
    European Congress of Radiology, Vienna, Austria, March 2010

v. *Is it feasible to reduce breast compression in breast tomosynthesis?*
   Malmö Cancer Center Retreat, Ven, Sweden, August 2010

vi. *Can breast compression of malignant tumours in mammography result in metastasis?*
    Förnvik D, Dustler M, Andersson I, Tingberg A.
    3:e Nationella Mötet om Sjukhusfysik, Djurönäset, Sweden, November 2012
Other related publications by the author

- *The diagnostic accuracy of dual-view digital mammography, single-view breast tomosynthesis and a dual-view combination of breast tomosynthesis and digital mammography in a free-response observer performance study*
  Radiat Prot Dosimetry. 2010; 139(1-3): 113-7

- *A human observer study for evaluation and optimization of reconstruction methods in breast tomosynthesis using clinical cases*
  Proc SPIE 2011; 7961(79615G): 1-7

- *Breast cancer screening with tomosynthesis – initial experiences*
  Tingberg A, Fornvik D, Mattsson S, Svahn T, Timberg P, Zackrisson S.
  Radiat Prot Dosimetry. 2011; 147(1-2): 180-3

- *The effect of breast positioning on breast compression in mammography: a pressure distribution perspective*
  Dustler M, Andersson I, Fornvik D, Tingberg A.
  Proc SPIE 2012; 8313(83134M): 1-6

- *Investigation of viewing procedures for interpretation of breast tomosynthesis image volumes: a detection-task study with eye tracking*

- *Pressure distribution in mammography: compression of breasts with malignant tumor masses*
  Proc SPIE 2013; 8668(8668E): 1-8

- *A study of the feasibility of using slabbing to reduce tomosynthesis review time*
  Dustler M, Andersson M, Fornvik D, Timberg P, Tingberg A.
  Proc SPIE 2013; 8673(86731L): 1-6
### Abbreviations

<table>
<thead>
<tr>
<th>Abbreviation</th>
<th>Description</th>
</tr>
</thead>
<tbody>
<tr>
<td>2D</td>
<td>two-dimensional</td>
</tr>
<tr>
<td>3D</td>
<td>three-dimensional</td>
</tr>
<tr>
<td>AEC</td>
<td>automatic exposure control</td>
</tr>
<tr>
<td>BT</td>
<td>breast tomosynthesis</td>
</tr>
<tr>
<td>CC</td>
<td>craniocaudal</td>
</tr>
<tr>
<td>CTC</td>
<td>circulating tumor cell</td>
</tr>
<tr>
<td>DCIS</td>
<td>ductal carcinoma <em>in situ</em></td>
</tr>
<tr>
<td>DM</td>
<td>digital mammography</td>
</tr>
<tr>
<td>FSR</td>
<td>force sensing resistor</td>
</tr>
<tr>
<td>HER2</td>
<td>human epidermal growth factor receptor 2</td>
</tr>
<tr>
<td>IC</td>
<td>image criteria</td>
</tr>
<tr>
<td>ICS</td>
<td>image criteria score</td>
</tr>
<tr>
<td>IDC</td>
<td>invasive ductal carcinoma</td>
</tr>
<tr>
<td>ILC</td>
<td>invasive lobular carcinoma</td>
</tr>
<tr>
<td>LCIS</td>
<td>lobular carcinoma <em>in situ</em></td>
</tr>
<tr>
<td>LM</td>
<td>lateromedial</td>
</tr>
<tr>
<td>MLO</td>
<td>mediolateral oblique</td>
</tr>
<tr>
<td>US</td>
<td>ultrasonography</td>
</tr>
<tr>
<td>VGA</td>
<td>visual grading analysis</td>
</tr>
</tbody>
</table>
Contents

1 Introduction 13
   1.1 Objectives .......................................................................................................... 14

2 Scientific and technical background 15
   2.1 Breast cancer ...................................................................................................... 15
       2.1.1 Morphological types of breast cancer ................................................................. 15
       2.1.2 Staging and grading of breast cancer ................................................................. 16
       2.1.3 Metastasis of breast cancer ................................................................................. 17
   2.2 Imaging modalities ............................................................................................ 18
       2.2.1 Digital mammography (DM) .............................................................................. 18
       2.2.2 Breast tomosynthesis (BT) ................................................................................. 20
       2.2.3 Ultrasonography (US) ........................................................................................ 22
       2.2.4 Elastic properties of breast tissue and imaging ................................................... 23
   2.3 Breast compression ............................................................................................ 25
       2.3.1 Breast compression in digital mammography .................................................... 25
       2.3.2 Breast compression in breast tomosynthesis ...................................................... 25
       2.3.3 Pressure distribution over the breast ................................................................... 26
   2.4 Image quality ..................................................................................................... 26
       2.4.1 Fulfillment of image criteria (IC) ....................................................................... 27
       2.4.2 Visual grading analysis (VGA) .......................................................................... 28

3 Summary of the papers 29
   3.1 Paper I – Breast tomosynthesis: Accuracy of tumor measurement compared with digital mammography and ultrasonography ................................................... 29
   3.2 Paper II – The effect of reduced breast compression in breast tomosynthesis: human observer study using clinical cases .......................................................... 30
   3.3 Paper III – Breast compression in mammography: pressure distribution patterns .......................................................................................................................... 31
   3.4 Paper IV – No evidence for shedding of circulating tumor cells into the peripheral venous blood as a result of mammographic breast compression .......... 33

4 Discussion and concluding remarks 35
   4.1 Future aspects .................................................................................................... 39

5 Conclusions 41

Acknowledgements 43

References 45
1 Introduction

Breast cancer is the most common form of cancer affecting women in western countries. Population-based mammography screening programs have been introduced since reduced breast cancer mortality rates were shown in randomized controlled trials (Nyström et al., 2002; Marmot et al., 2012;). Still, the sensitivity of mammography has been reported to be as low as 70% (Pisano et al., 2005). The limited sensitivity is mainly due to dense breast tissue superimposed on lesions of interest and non-specific breast cancer growth patterns. This implies that there is still room for improvements in breast imaging. Breast tomosynthesis (BT) has been proposed to partially overcome the problem with tissue superimposition (Niklason et al., 1997). BT has been shown to increase the sensitivity of breast cancer detection compared to digital mammography (DM) in selected populations (Andersson et al., 2008; Gur et al., 2009; Svahn et al., 2012). If BT is to be implemented as a future screening modality further research is needed involving large population-based screening trials (Tingberg and Zackrisson, 2011). There is also a need to investigate its potential to demonstrate certain tumor features and to further optimize different image acquisition parameters.

A specific tumor feature is the size of the tumor, which is fundamental for the choice of treatment. The accuracy of BT in measuring tumor size has not until now been investigated.

Breast compression is an example of an image acquisition parameter that has not yet been investigated for BT in a clinical setting. Breast compression is important in mammography both to improve image quality and to reduce the radiation dose to the breast, but it also has a negative consequence as some women refrain from mammography due to the pain associated with the examination.

In general, breast compression has gained little attention in the literature (Poulos and McLean, 2004). The degree of breast compression is not standardized, to quote the European Commission¹ (1996), “Breast compression should be applied to a level which the patient can tolerate”. The lack of more precise recommendations leave room for large variation of how compression is actually performed, since the compression can also vary depending on the physical form of the breast, the compression plate used and the variability between radiographers (Mercer et al., 2013). Thus, there is a need to investigate parameters affecting breast compression.

¹ European Commission (1996)
Another concern regarding breast compression is the question whether the resulting pressure might damage tumors causing them to shed malignant cells into the blood system, and whether this in turn would affect the prognosis (Watmough et al., 1993). Studies have found that moderate pressure applied to tumors in small animals caused the number of cancer cells per ml blood to rise drastically or the incidence of distant metastases to increase compared to controls (Tyzzer, 1913; Romsdahl et al., 1965; Liotta et al., 1974). More recent publications have stressed the need for caution in cancer surgery, emphasizing the importance of minimizing tumor manipulation to avoid dissemination of malignant cells (Choy and McCulloch, 1996; Hayashi et al., 1999).

1.1 Objectives

The objectives of this thesis were:

- to assess the accuracy of breast tomosynthesis compared with digital mammography and ultrasonography for tumor size measurement (Paper I).
- to study the effect of reducing the compression force in breast tomosynthesis on the visualization of normal and pathological structures (Paper II).
- to measure the pressure distribution over the breast as a result of applied breast compression in mammography (Paper III).
- to study whether breast compression during mammography may result in tumor cell shedding to peripheral venous blood (Paper IV).
2 Scientific and technical background

2.1 Breast cancer

Breast cancer is the most common form of female cancer in the world (Ferlay et al., 2010) and also in Sweden, with around 7500 women diagnosed annually (Socialstyrelsen¹). It is also the second most common cause of death among women aged 45-74 after death from cardiovascular diseases. Each year around 1400 deaths are caused by malignant breast tumors (Socialstyrelsen²).

Currently breast cancer screening programs based on mammography are used in Sweden as well as in many other countries. Until we have established reliable diagnostic methods at the cellular/subcellular level we are relying on breast cancer screening programs with mammography and subsequent surgery and/or hormone-, chemo- and radiation treatments.

2.1.1 Morphological types of breast cancer

Invasive ductal carcinoma (IDC) is the most common type of breast cancer and arises in the cells lining the ductal systems of the breast. The term invasive refers to the ability of the cancer to infiltrate nearby tissue and/or spread to other parts of the body. About 50-80% of all invasive breast cancers are IDCs and most of these are spiculated tumors or tumors with irregular borders (Tavassoli and Devilee, 2003). The spicules mainly represent a reactive fibrosis although the most proximal part usually contains cancer growth. This often makes exact tumor measurement difficult.

The second most common type of breast cancer is invasive lobular carcinoma (ILC), representing 5-15% of invasive breast tumors (Tavassoli and Devilee, 2003). Although ILC often presents as a spiculated tumor, a fair proportion has a more diffuse growth pattern, resulting in a more vague architectural distortion, which is often difficult to diagnose with current imaging techniques (Hilleren et al., 1991).

Less frequent histologic types are medullary and mucinous carcinoma which often form well circumscribed tumors, similar to benign tumors like cysts and fibroadenomas.
Additionally, breast cancer can also occur in a pre-invasive stage termed ductal carcinoma *in situ* (DCIS) and lobular carcinoma *in situ* (LCIS). DCIS is characterized by calcifications often well seen radiographically due to high density compared to normal breast tissue. LCIS is usually not associated with calcification and therefore not detectable mammographically.

Radiographically, breast cancers are often spiculated, i.e. a tumor bulk with more or less thick spicules extending outwards. However, breast cancer can also appear as well a more or less well-delineated tumor. Benign tumors are often well circumscribed, creating an overlap in the radiographic appearance between malignant and benign tumors.

### 2.1.2 Staging and grading of breast cancer

Not only is breast cancer heterogeneous in its appearance but also in its biological behavior from slowly growing with low metastatic potential to rapidly growing with high probability of metastasis. Therefore, various predictors of prognosis and response to therapy are used.

The TNM-staging system is widely used, not only for breast cancer, but also for all types of cancer. T describes the maximum size of the primary tumor, N describes the status of the regional lymph nodes and M distant metastasis. Although size is important, the status of the axillary lymph nodes is the strongest prognostic factor. For example, if there is no node involvement the 10-year survival rate is around 80%, with a moderate lymph node involvement survival rates drop to 40-60% and if more than ten lymph nodes are positive the 10-year survival rate is only around 20% (Fisher et al., 1993). There is a correlation between tumor diameter and the number of positive lymph nodes (Engel et al., 2003).

In addition to TNM-classification, histopathological assessment of the grading of morphological features in breast cancer has been proven useful. Many studies have demonstrated a significant association between histological grade and survival in invasive breast cancer, thus considered a powerful prognostic factor (Elston and Ellis, 1991). Briefly, three tumor characteristics are evaluated; tubule formation as an expression of glandular differentiation, nuclear pleomorphism and mitotic counts. Each element is given a score of 1 to 3 and the score of all three components are added together to give the “grade”. The higher the grade, the worse the prognosis.

#### 2.1.2.1 Other prognostic factors in clinical use

In general, surgical and radiation treatments are similar for the different types of histological breast cancer. However, adjuvant drug treatments such as chemo- and/or hormone therapies and other medications can target a specific type of cancer depending on what kind of receptors are expressed. If the cancer cells of a breast
tumor have a significant number of receptors for either estrogen or progesterone, the cancer is considered hormone-receptor positive and likely to respond to endocrine therapies. Human epidermal growth factor receptor 2 (HER2) is a cell surface receptor overexpressed in about 15% of the invasive cancers. HER2 positive cancers tend to be more aggressive and have a higher risk of recurrence (Harris et al., 2007). A monoclonal antibody, Trastuzumab, which interferes with the HER2-receptor, has significantly improved the prognosis for women with tumors overexpressing this receptor (Romond et al., 2005).

Ki67 is an antigen present in all proliferating cells but not in resting cells. Ki67 is a prognostic marker (de Azambuja et al., 2007) and is recommended to be assessed routinely.

Several other potential molecular prognostic and treatment predictive factors are under intense investigation, but have not yet been introduced clinically (Aebi et al., 2011).

2.1.3 Metastasis of breast cancer

The most important and detrimental step in the progression of breast cancer is the occurrence of distant metastatic disease through dissemination of cancer cells to other parts of the body. The primary tumor, with its uncontrolled proliferation, is only responsible for about 10% of deaths from all cancer types (Gupta and Massagué, 2006), but it is uncommon to die from the local tumor growth of a breast cancer. The metastases are formed by cancer cells that left the primary tumor mass and travelled through blood and lymphatic vessels to new sites, where they founded new colonies. Many critical steps of the metastatic cascade are unclear; including how malignant cells can give rise to overt metastasis in secondary organs. It is likely that cancer cells have spread throughout the body years before they are first detected (Dvorak, 1986). Breast cancer metastasizes to various organs, but bone, lung and liver are the most common (Lee, 1983).

2.1.3.1 Circulating tumor cells

Today, the traditional prognostic markers (stage and grade) are able to confidently predict the prognosis of approximately 30% of patients, who are most likely to have either a very favorable or a very poor outcome. For the remaining 70% of patients, of whom approximately 30% will still develop metastases, new prognostic markers are needed to help identify low-risk and high-risk groups for more effective decision on adjuvant treatment (Weigelt et al., 2005). One prognostic marker, that recently gained large attention, is the number of circulating tumor cells (CTC) per unit volume of blood (Figure 2.1). Cristofanilli et al. (2004) confirmed that the CTC count per unit of blood is an independent prognostic marker for progression-free survival and overall survival in metastatic breast cancer patients. Also, the CTC count in metastatic cancer
patients reflects the patient’s response to therapy (Hayes et al., 2006). The prognostic role of CTC in primary (non-metastatic) cancer patients has not been widely investigated, but a few studies have shown that the presence of CTCs can predict poor prognosis also in patients with primary breast cancer (Bidard et al., 2010).

<table>
<thead>
<tr>
<th>DAPI/CK-PE</th>
<th>CK-PE</th>
<th>DAPI</th>
<th>CD45-APC</th>
</tr>
</thead>
</table>

**Figure 2.1** Example of an imaging analysis of a circulating tumor cell (CTC) using different fluorescence wavelengths/channels. CTCs are defined as nucleated cells (DAPI+) expressing cytokeratin 8, 18 and/or 19 (CK-PE+) and lacking the leukocyte antigen CD45 (CD45-APC-).

### 2.2 Imaging modalities

Figures 2.2, 2.4-2.6 show images acquired of the same breast containing a 10 mm, grade 1, invasive lobular carcinoma using the below mentioned different imaging techniques. Besides these imaging techniques, breast imaging can also be performed using scintigraphy, magnetic resonance, computed tomography, optical imaging, among others.

#### 2.2.1 Digital mammography (DM)

DM is considered to be the “the gold standard” in breast imaging, and all new techniques are compared to it. DM utilizes the difference in x-ray attenuation between fatty, fibroglandular and tumor tissue. Hence, the beam quality is optimized to make use of these inherent attenuation differences, resulting in a visible contrast between the structures. The x-ray photons transmitted through the breast are then absorbed by an image detector and converted to digitized signal values that form the mammogram (Figure 2.2). Projections conventionally used in breast cancer screening with DM include craniocaudal (CC) and mediolateral oblique (MLO) views. In clinical investigations an additional lateromedial (LM) view is acquired. The average glandular dose at the mammography clinic, Skåne University Hospital, Malmö, for DM of a standard breast (European Commission², 1996) is around 1 mGy per view. DM has several favorable properties. The handling and archiving of mammograms is convenient, the throughput of patients is high and the reading time of the mammogram is short. Despite its advantages an important limitation is that the sensitivity of DM in
a screening setting is around 70-85% (Pisano et al., 2005). This is mainly due to dense breast tissue being superimposed on lesions of interest.

Figure 2.2 Digital mammography acquired in the mediolateral oblique view. The breast tumor is barely visible.
2.2.2 Breast tomosynthesis (BT)

The introduction of large flat-panel detectors with high detective quantum efficiency and rapid read-out together with more powerful computers and reconstruction software in the last decade has made the development of BT possible (Dobbins and Godfrey, 2003). In BT multiple projection images are acquired over a limited angular range (Figure 2.3). In the works described in this thesis the BT unit was set to acquire 25 projection images evenly distributed over 50 degrees. Thin slices parallel to the detector are then mathematically reconstructed, building up the breast volume (Figure 2.4). Typically 40-60 millimeter-thin slices are reconstructed of an average breast, which can be viewed in a cine loop or as individual slices. For BT examinations, the typical tube loading is twice that of a DM projection view, resulting in approximately the same absorbed dose as for two-view mammography. The high spatial resolution of DM is retained in the X- and Y plane for the BT system and the resolution in the third dimension (Z-axis) is typically 1 mm. Since the angular range and number of projections are limited, the frequency component in the Z-dimension will be undersampled leading to artifacts in the reconstructed images (Mertelmeier et al., 2006). To suppress the artifacts resulting from filtered backprojection reconstruction, iterative reconstruction methods have been investigated (Förnvik et al., 2011).

**Figure 2.3** Schematic illustration of breast tomosynthesis. Multiple projection images are acquired during the x-ray tube movement. (only three projections and seven reconstructed planes are shown for simplicity)
Figure 2.4 A breast tomosynthesis stack acquired in the mediolateral oblique view. The tumor appears in slice 9 and manifests as a spiculated tumor.
The above-mentioned limitation of superimposed tissue in DM can thus be reduced with the use of BT, which has been shown to increase the sensitivity of breast cancer detection compared to DM in selected populations (Andersson et al., 2008; Gur et al., 2009; Svahn et al., 2012). Disadvantages with BT include lower throughput of patients and longer reading times, typically about twice that of DM in a screening setting. Faster computers and improved reading conditions, including reduction of the number of slices, can reduce these problems (Timberg et al., 2013; Dustler et al., 2013).

2.2.3 Ultrasonography (US)

Breast ultrasonography (US) is an important complementary examination to mammography, especially in women with dense breasts (Crystal et al., 2003). The rationale for this is due to the physical difference in image generation between the two modalities. In US sound waves are generated by a hand-held transducer and are partially reflected from the interfaces of different tissue types. The reflected sound waves are transformed into electrical pulses, which are processed into a digital image (Figure 2.5). The acousto-mechanical properties of various breast tissue components are independent of their x-ray absorption properties, which leads to differing sonographic and mammographic tissue contrast. In addition, breast US produces cross-sectional images, enabling tissue visualization free from overprojection, thus rendering detailed contour analysis of lesions and accurate determination of tumor size (Teubner, 1997).

US is used in conjunction with DM in the clinical workup in order to further characterize masses (i.e. tumors and cysts) and to confirm/exclude the presence of a lesion suspected at mammography or clinical examination. Furthermore, US is often used for image guidance for fine needle aspirations and core biopsies of suspicious lesions.

A drawback with US is that it is time consuming, operator dependent (not easily reproducible) and the examination requires a radiologist with specialist training. Therefore it cannot be used as a screening modality. Nevertheless, automated procedures are being investigated (Kotsianos-Hermle et al., 2009).
2.2.4 Elastic properties of breast tissue and imaging

A novel way of imaging the breast is through elasticity imaging. Elasticity imaging can be used to visualize internal structures by sensing the pattern of mechanical stresses on the surface of an organ. Organs that are sensitive to palpation for detection of disease, such as the breast, would be suitable for this method (Sarvazyan, 1998).

The contrast in elastic stiffness between normal and abnormal breast tissue has been recognized, although the data available is sparse and tends to be inconsistent and/or mostly acquired \textit{ex vivo}. Nevertheless, breast tissue is nonlinearly elastic, showing an exponential decrease in the rate of thickness reduction as a result of increasing pressure. The relative change in stiffness with strain level also varies with different tissue types. Fat shows approximately linear behavior; its stiffness only changes by a factor of 3 from a 1% to 15% strain level, while cancerous tissue increases in stiffness more than 25 times for the same change in strain levels. At a particular strain level, the elastic modulus of fibroglandular tissue (dense tissue) is roughly 1 to 2 orders of magnitude stiffer than fat tissue; fibroadenoma is even stiffer, an additional 2-fold increase in stiffness compared to fibroglandular tissue; and malignant tumors are much stiffer exhibiting an additional 10-fold increase in stiffness compared to fibroglandular tissue (Krouskop et al., 1998; Wellman et al., 1999; Samani et al., 2007).

Based on relative stiffness, it should be possible to differentiate malignant structures from normal breast tissue from a pressure distribution measurement made at the
surface of a compressed breast. Furthermore, the tissue contrast is dependent on the compression level; the more compression applied the better the pressure contrast between different tissue types. An example of an elasticity image of the breast overlayed on a mammogram can be seen in Figure 2.6.

Related modalities such as ultrasound elastography and magnetic resonance elastography are not sufficiently accurate for diagnostic purposes due to limitations such as deformation range, resolution and tissue anisotropy (Wang, 2010).

Elasticity imaging has been applied in other regions of the body (i.e. measuring contact forces on skin) (Morin et al., 2001) but not in breast studies until recently (Förnvik et al., 2013). In order to obtain good elasticity images, sensitive pressure sensors are needed with high spatial resolution.

**Figure 2.6** An elasticity image overlayed on a digital mammography image acquired in the craniocaudal view. Pressure is shown on a scale from dark blue (lowest) to dark red (highest). The mean pressure over the tumor was higher compared to the mean pressure over the breast.
2.3 Breast compression

High patient acceptance of mammography and also high attendance in screening programs is important. One of the main problems with mammography is the pain caused by compressing the breast. This is of such a magnitude that some women refrain from the examination (Miller et al., 2008).

2.3.1 Breast compression in digital mammography

Compression of the breast during mammography is performed to improve image quality by increasing breast tissue separation and reducing scattered radiation, and to minimize the radiation dose to the breast, which is one of the most radiosensitive tissues of the female body. For these reasons, the breast should be compressed as much as reasonably possible to a level just below the patient’s pain threshold or up to the maximum setting of the machine (generally 200 N) according to the European guidelines (European Commission1, 1996).

The amount of applied compression is currently solely based on applied force (N). Only a handful of studies have investigated breast compression in mammography. Poulos and McLean (2004) have questioned the use of applied force, instead recommending taking into account the actual degree by which breast thickness is reduced, so called compressibility.

In general, the more the breast volume is spread out in the 2D mammogram the easier image interpretation for the radiologist. Optimal compression also depends on the compression plate used and the positioning skill of the radiographer (Mercer, et al. 2013).

2.3.2 Breast compression in breast tomosynthesis

Since BT is a 3D technique, reduced compression could be beneficial due to better separation of the tissue structures in the depth direction. The reconstruction algorithm (filtered backprojection) used in BT effectively compensates for the scattered radiation that occurs in the individual projections. For this reason, the greater thickness of the irradiated tissue (due to lower compression) does not negatively affect the scatter radiation proportion in the resulting tomosynthesis image (Mertelmeier and Zhao, 2010).

Considering the absorbed dose to glandular tissue, lower compression does not necessarily mean higher doses. In a Monte Carlo study by Saunders et al. (2009), they found that for constant glandular dose a 12.5% breast compression reduction would
have minimal effect on radiologists’ performance. Moreover, they found that for a fixed tube loading (as used in Paper I and Paper II) the radiation dose was actually reduced for the reduced compression as compared with full compression, owing to the dose distribution. Nowadays, most BT systems use automatic exposure control (AEC) that compensates for the loss in detector signal when lowering compression, consequently increasing the dose.

There are reasons for compressing the breast in BT. Firstly, the breast must be fixated to avoid motion blur. The scan time (tube movement) in BT can be up to 20 s potentially causing motion artifacts. Secondly, it has been observed on different occasions that it was not possible to generate a complete tomosynthesis 3D image of the entire breast in the reconstruction due to the geometry of the system; outermost projections do not completely cover the breast volume. However, using for instance a concave compression plate could solve this issue (Mertelmeier and Zhao, 2010).

### 2.3.3 Pressure distribution over the breast

The pressure distribution over the breast as a result of applied compression force is heterogeneous (Paper III). When an even load is applied to the breast, the internal structures, with their inherent elastic modulus, will give rise to varying internal pressures that can be imaged with pressure sensors (elasticity imaging). Besides the usual breast thickness gradient decreasing from the chest wall to the nipple, other structures will affect the pressure distribution. The most prominent of these is the pectoral muscle, the inclusion of which is also an important image quality criterion (European Commission¹, 1996). This muscle is rather stiff compared to surrounding tissue and becomes even stiffer if the woman being examined is tense, which also has effects on optimal breast compression. To the author’s knowledge, no study has been published on the pressure distribution over the breast in mammography; more information will be given in Section 3.3.

### 2.4 Image quality

Optimization of image quality is difficult as it is often task-specific. For instance in mammography, microcalcification detection greatly depends on the spatial resolution and the noise level of the system, whereas tumor mass detection is mainly limited by the image contrast of the system and the anatomical background in the image (Timberg, 2011).

Image quality can be evaluated using both objective methods such as determining the detective quantum efficiency (not described in this thesis), and subjective methods like
visual grading analysis (VGA) technique (Månsson, 2000). Methods belonging to the subjective branch use an observer as the final link of the imaging chain, and the task of the observer is to state whether certain criteria are fulfilled in the image or not. The criteria are often based on clinically relevant anatomical structures. Visual grading methods have been shown to agree both with methods based on receiver operating characteristic analysis (Tingberg et al., 2000), often referred to as “the gold standard” in evaluations of image quality, and with calculations of the physical image quality (Sandborg et al., 2001). The advantage of visual grading is the use of an observer, usually a radiologist dedicated to the field, grading the images. However, this is also the disadvantage of the method as bias could be introduced (hence the name “subjective”). A radiologist who has, in the last couple of years, been working with characteristic images from one system might systematically downgrade images taken with a new modality compared to the familiar ones.

Visual grading can be performed using several methods (Båth and Månsson, 2007). In Paper II image criteria (IC) and a two-step scale relative VGA were used.

2.4.1 Fulfillment of image criteria (IC)

In the IC method the observer has to state whether a certain criterion is fulfilled or not in the image. An image criteria score (ICS) is then calculated as the proportion of fulfilled criteria. The calculated mean ICS, that ranges from zero to unity, can then be compared for different systems. Table 2.1 gives examples of image quality criteria used in mammography (European Commission1, 1996). Revised image quality criteria of the European guidelines were used in Paper II (Hemdal et al., 2005; Grahn et al., 2005). The drawback with IC is that there is no soft transition from “not fulfilled” to “fulfilled”, which leads to difficulties for the observer when the reproduction of the anatomical structure is close to the decision threshold of the observer.

Table 2.1 A selection of the criteria for the craniocaudal projection in European guidelines on quality criteria for diagnostic radiographic images.

<table>
<thead>
<tr>
<th>CC (CRANIO-CAUDAL) PROJECTION</th>
</tr>
</thead>
<tbody>
<tr>
<td>1. DIAGNOSTIC REQUIREMENTS</td>
</tr>
<tr>
<td>1.1. Image criteria related to positioning</td>
</tr>
<tr>
<td>1.1.1. Visually sharp reproduction of pectoral muscle at image margin</td>
</tr>
<tr>
<td>1.1.2. Visually sharp reproduction of retroglanular fat tissue</td>
</tr>
<tr>
<td>1.1.5. No skin folds</td>
</tr>
<tr>
<td>1.1.8. Reproduction of vascular structures seen through most dense parenchyma</td>
</tr>
<tr>
<td>1.1.9. Visually sharp reproduction of all vessels and fibrous strands and pectoral muscle margin (absence of movement)</td>
</tr>
<tr>
<td>1.2. Important image details: micro-calcifications of 0.2 mm</td>
</tr>
</tbody>
</table>
2.4.2 Visual grading analysis (VGA)

VGA can be seen as an extension of IC with the addition of using a multistep scale. This gives the observer more freedom to state his/her opinion and overcomes the drawback with the either yes or no decision threshold in IC. The scale can be set arbitrarily and differs depending on if the VGA study is performed in an absolute or relative manner. In an absolute VGA the observer states his/her opinion about the visibility of a certain structure using an absolute scale typically consisting of three to five scale steps ranging from “bad/very bad” to “good/very good”. In a relative VGA the observer states his/her opinion about the visibility of a certain structure compared to a reference image using a relative scale typically consisting of five scale steps ranging from “much worse” to “much better” (Månsson, 2000). A disadvantage with VGA is that the scale steps used belong to an ordinal scale and often leads to incorrect use of statistical methods when analyzing the VGA data, however, an expanded VGA method has overcome this problem (Båth and Månsson, 2007).
3 Summary of the papers

3.1 Paper I – Breast tomosynthesis: Accuracy of tumor measurement compared with digital mammography and ultrasonography

The hypothesis behind this work was that tumor size measurement in DM is limited by superimposition of breast structures onto the 2D plane, potentially obscuring the tumor outline, and a 3D technique like BT, that reduces the disturbance effect of the projected anatomy, would provide a basis for a more accurate measurement of the tumor extent.

Seventy-three breast cancers imaged with DM, BT and US were measured by experienced radiologists without knowledge of the pathology results, which were used as reference. The longest axis of the breast tumor was measured with millimeter precision. Spicules of stellate lesions were not included, but rather the nucleus of the tumor. Of the 73 malignant breast tumors, 59% were IDCs, 19% were ILCs, 7% were DCIS, 1% LCIS and 14% were other types of invasive breast cancer.

Significantly more tumors could be measured on BT (86%) compared to DM (67%) \((P < .05)\). With DM the proportion of measurable tumors decreased significantly with increasing density of the breast parenchyma, with BT the same trend was observed but much less pronounced and with US there was a clear trend in the opposite direction (Table 3.1). Compared with pathology, tumor size was underestimated significantly \((P < .05)\) for all imaging modalities, although this was least apparent for BT. The correlation coefficient of BT, DM and US to pathologic size were 0.86, 0.71 and 0.85, respectively \((P < .001)\). The agreement between staging on imaging and pathology is seen in Table 3.2.

| Table 3.1 Percentage of measurable tumors in relation to breast density classification. |
|---------------------------------|-------|-------|-------|-------|
|                                 | BT (%)| DM (%)| US (%)| Total cases (n) |
| 1) fatty parenchyma             | 91    | 87    | 77    | 22     |
| 2) intermediate parenchyma      | 84    | 59\*  | 81    | 37     |
| 3) dense parenchyma             | 86    | 57    | 93    | 14     |

*Statistical significance: \(P < .05\), using \(\chi^2\) test for comparison of proportion to BT.
Table 3.2 Agreement between T-staging on imaging and pathology of measurable tumors.

<table>
<thead>
<tr>
<th>T stage</th>
<th>pT stage</th>
<th>Total staged correctly</th>
</tr>
</thead>
<tbody>
<tr>
<td></td>
<td>BT (n=63)</td>
<td></td>
</tr>
<tr>
<td></td>
<td>T1</td>
<td>48</td>
</tr>
<tr>
<td></td>
<td>T2</td>
<td>2</td>
</tr>
<tr>
<td></td>
<td>T1</td>
<td>48</td>
</tr>
<tr>
<td></td>
<td>T2</td>
<td>2</td>
</tr>
<tr>
<td></td>
<td>T3</td>
<td>0</td>
</tr>
<tr>
<td>DM (n=49)</td>
<td>T1</td>
<td>36</td>
</tr>
<tr>
<td></td>
<td>T2</td>
<td>4</td>
</tr>
<tr>
<td></td>
<td>T3</td>
<td>0</td>
</tr>
<tr>
<td>US (n=60)</td>
<td>T1</td>
<td>45</td>
</tr>
<tr>
<td></td>
<td>T2</td>
<td>2</td>
</tr>
</tbody>
</table>

T1 includes tumors $\leq 20$ mm in diameter; T2 includes tumors $> 20$ mm and $\leq 50$ mm; and T3 includes tumors $> 50$ mm. pT refers to size at pathology. *Statistical significance: $P < .05$, using $\chi^2$ test for comparison of proportion to BT.

3.2 Paper II – The effect of reduced breast compression in breast tomosynthesis: human observer study using clinical cases

Due to the fact that BT is a 3D technique increased separation of the structures in the Z-direction would be an advantage. It was hypothesized that this could be accomplished by reducing the compression force compared to what is usually used in 2D mammography.

Forty-five women were examined with BT using full (i.e. the compression force used in DM) and half compression force. The BT examination was initiated by acquiring an image set under full compression of the breast, i.e. about the same used for the preceding DM examination, followed by another set under half compression without repositioning the breast. A total of 103 paired structure images were evaluated according to specified image quality criteria.

The reduced compression force resulted in a 5.8 mm average breast thickness increase. The half compression force images fulfilled (to the same extent as full compression images) the diagnostic requirements presented as revised image criteria for a breast radiograph to produce an image of standard quality. Figure 3.1 summarizes the scores of the three participating radiologists and their averages for structures of interest. Ideally, if no difference in image quality was found between full and half compression, the score would equal 0.5. If full compression was chosen as superior for all structures the score would equal 1, and if the opposite was true (half compression was chosen for all structures) the score would equal 0. Although there was a trend towards higher scores, all 95% confidence intervals, except the average of the criteria concerning glandular tissue and fibrous strands, included the value 0.5. All of the
examined women felt that half compression was more comfortable (83%) or equal to
(17%) full compression.

![Figure 3.1](image)

**Figure 3.1** The proportion of the cases for which full compression level was rated superior per type of structure and radiologist and their mean. Equal proportions of full and half compression correspond to 0.5. Category labeled “Other” refers to image quality criteria of glandular tissue and fibrous strands.

### 3.3 Paper III – Breast compression in mammography: pressure distribution patterns

This study was conducted in part to explain the findings in Paper II, but also to gain a general understanding of how the applied compression force is distributed over the breast.

One hundred and three women, without any biopsy-verified malignant tumors, were subjected to two breast compressions of the left breast using full compression force and approximately half compression force. The pressure distribution over the breast as a result of breast compression was obtained using force sensing resistor (FSR) sensors placed underneath the DM compression plate. Pressure data and DM screening mammograms were used to create composite images with pressure data displayed as a transparent color overlay. The subjects were asked to rate their experience of pain at full and reduced compression on a 10 cm visual analogue scale immediately following the different compressions.
The resulting pressure distribution was heterogeneous in appearance and varied widely between different breasts. Four pressure distribution patterns were identified (Figure 3.2). All measured pressure distributions could be classified as one, or a combination of two, of these patterns. In pattern A pressure was widespread over the breast. Pattern B was characterized by high pressure in the central part of the breast while pressure was low, or not present, elsewhere. Pattern C showed a concentration of high pressure in the juxtathoracic region (close to the chest wall), extending in a decreasing gradient towards the central part of the breast. Pattern D was characterized by very high pressure along a narrow zone at the juxtathoracic edge, extending along the pectoral muscle towards the armpit with little or no pressure over the breast. Two groups (43 breasts; C, D) showed pressure mainly over the juxtathoracic part of the breast and had significantly greater breast thickness ($P = .003$) and lower mean pressure over dense tissue ($P < .0001$) than those with more evenly distributed pressure. There was a significant difference in experienced pain between full and half compression ($P < .05$). Multiple linear regression identified that pain was associated ($P < .001$) with the independent variables breast area, mean pressure over dense tissue and breast thickness.

No correlation was found between compression force and breast thickness (full, $P = .50$; half, $P = .52$). There was, however, a strong negative correlation between measured force over the middle of the breast and breast thickness (full, $P < .001$; half, $P < .009$).
3.4 Paper IV – No evidence for shedding of circulating tumor cells into the peripheral venous blood as a result of mammographic breast compression

Some women experience breast compression as painful, and it has long been hypothesized that the force used for compressing the breast during mammography is
of such a magnitude that it might damage a tumor including its vascular structures and make it leak tumor cells into the blood and/or lymph system.

Twenty-four subjects with strong suspicion of breast malignancy had blood samples drawn before and after breast compression. To measure the pressure over the tumor FSR sensors were used. The blood samples were analyzed for CTCs using the CellSearch® system. Briefly, antibodies conjugated to ferro-fluid particles were used to magnetically isolate cells expressing the epithelial cell adhesion molecule. Unbound cells were removed and the enriched sample was fluorescently stained for nucleic acids (DAPI), cytokeratins (CK 8, 18 and 19) and the leukocyte antigen CD45. Two independent and accredited readers identified and counted the number of CTCs in computer-generated cellular images. Information on tumor histology, staging and prognostic factors was retrieved from pathology reports.

In 22 of the 24 subjects breast malignancies were confirmed at pathology. The average mean tumor pressure $6.8 \pm 5.3$ kPa (range, 1.0-22.5 kPa) was significantly different from the average mean breast pressure $3.4 \pm 1.6$ kPa (range, 1.5-7.1 kPa) ($P < .001$). This confirms that there was increased pressure over the tumor. Four subjects (17%) were CTC positive before compression and two of these (8%) were also CTC positive after compression (Figure 3.3). A total of seven CTCs were isolated with a mean size of $8 \times 6 \mu m$. The small number of CTC positive subjects made it impossible to analyze any relationships between the presence of CTC and applied pressure or pathological factors.

<table>
<thead>
<tr>
<th>DAPI/CK-PE</th>
<th>CK-PE</th>
<th>DAPI</th>
<th>CD45-APC</th>
</tr>
</thead>
<tbody>
<tr>
<td>Subject 4</td>
<td><img src="image1.png" alt="Image" /></td>
<td><img src="image2.png" alt="Image" /></td>
<td><img src="image3.png" alt="Image" /></td>
</tr>
<tr>
<td>Subject 8</td>
<td><img src="image5.png" alt="Image" /></td>
<td><img src="image6.png" alt="Image" /></td>
<td><img src="image7.png" alt="Image" /></td>
</tr>
<tr>
<td>Subject 20</td>
<td><img src="image9.png" alt="Image" /></td>
<td><img src="image10.png" alt="Image" /></td>
<td><img src="image11.png" alt="Image" /></td>
</tr>
</tbody>
</table>

**Figure 3.3** Example of CTCs from subjects with malignant disease in the study. Briefly, cells are fluorescently stained for nucleic acids (DAPI), cytokeratins (CK) and the leukocyte antigen CD45. Cells with a size of at least 4 μm presenting the phenotype DAPI+/CK+CD45- are classified as CTCs.
4 Discussion and concluding remarks

The main finding in Paper I was that BT can more accurately determine tumor size and correlates better with pathology compared to DM. This is most likely due to the 3D presentation of the breast in BT images, which reduces the problem of superimposed tissue, since technical parameters such as beam quality and detector properties are similar for the two systems. For the same reason, more tumors could be measured with BT compared to DM. However, certain types of cancer remain hard to detect or measure on BT because of their growth pattern. This applies to tumors that infiltrate the breast tissue diffusely without forming evident tumor masses such as a certain proportion of ILC. These tumors may also be hard to detect or measure using US.

The tumor sizes assessed with the different modalities were compared with the histological sections. The size estimation on pathology may involve some uncertainties. The plane of slicing that was chosen may not have captured the maximum tumor extent, and, because of the slicing technique, it may be hard to measure the tumor extent in the orthogonal plane.

All modalities underestimated the tumor size significantly. The maximum tumor extent may not have been captured in the imaged plane on BT and DM, respectively. Another reason for underestimation of tumor size is that the approximation of the tumor outline in spiculated tumors might have been too conservative. The problem relates to the fact that it is not possible to determine how much of a spicule that is tumor growth and how much is reactive fibrosis. This is also apparent on US, when only the hypoechoic part of the lesion is included in the measurement and not the hyperechoic zone representing the spiculated periphery.

Table 3.1 shows the improved tumor visibility in dense breasts using BT compared to DM, illustrating the fact that the anatomic background is an important limiting factor in 2D mammography (Bochud et al., 1999). The table also shows that US is a good complement in dense breasts.

This is the first published study investigating the accuracy of tumor size measurement with BT correlated with pathology findings. A similar study was presented in 2010 at the European Congress of Radiology (Meacock et al., 2010), which found similar correlation coefficients between BT and DM, respectively, and pathology (BT: 0.83 vs. 0.86 in Paper I, DM: 0.78 vs. 0.71 in Paper I). In conclusion, the agreement
between staging on imaging and pathology was superior for BT compared to DM. This implies that BT provides more accurate information on prognosis and choice of treatment.

The results from Paper II suggests that BT may be performed with substantially less compression force compared with DM, despite the fact that the acquisition parameters, such as beam quality and tube loading (mAs), were not optimized for the half compression force images. This study was conducted on a prototype BT unit that lacked AEC and automatic selection of beam quality, which commercial units typically are equipped with.

Although the limited number of cases included in the study could be the reason for the lack of significant differences rather than a valid null hypothesis, the results indicate that any actual differences are probably so small that they would not have any substantial impact on the diagnostic performance. This reasoning is supported by taking into account the low inter-observer agreement between the three observers and that all but a very few structures were clearly visible on both full and half compression images. Furthermore, the deviation from 0.5 was smallest for the most clinically relevant structures such as masses and calcifications. Additionally, the majority of the breasts were examined in the MLO projection, which included the pectoral muscle, which is often the thickest part of the imaged volume. It is possible that the main part of the breast did not experience the same degree of thickness reduction, which in turn might have influenced the difference in image quality.

In some breasts the reduced compression was just enough to keep the breast in position and in some breasts the reduced compression did not affect the breast thickness, indicating that force is not a good indicator of adequate breast compression. Poulos et al. (2003) concluded that beyond a certain compression force level further compression only causes pain without producing any further decrease of breast thickness.

In this study the BT examination was performed by first acquiring an image set using full compression of the breast, followed by another set using half compression, without repositioning the breast. Using this practice, the examined woman could possibly be more relaxed after the initial compression, becoming less tense, compared to performing a second full or half compression. It is possible that this would affect the results in general and the pain results in favor of half compression.

This study is the first published study investigating reduced breast compression in BT using clinical cases. Saunders et al. (2009) investigated reduced breast compression for BT using a Monte Carlo program and a voxelized anthropomorphic breast phantom for two breast thicknesses (4 cm and 6 cm). They found that neither mass nor microcalcification conspicuity changed significantly with reduced compression similar to our thickness reduction (5 mm for 4 cm breast, 7.5 mm for 6 cm breast, 5.8 mm in Paper II), which is in accordance with our results.
In conclusion, breast compression reduction in BT is motivated by increased comfort, thereby in all likelihood increasing the number of women who would comply with the recommended mammographic screening protocols.

The pressure distribution over the breast as a result of applied breast compression was measured in Paper III. The main finding was that the pressure distribution was heterogeneous over the breast and varied greatly between breasts. This could to some extent explain the results found in Paper II of a non-significant difference in image quality between full and half compression possibly due to small thickness difference over the relevant breast area. Two of the pressure pattern groups showed pressure mainly over the juxtathoracic part of the breast and a compression reduction would have minimal impact over the rest of the breast. The breast thickness reduction between full and half compression was 1.8 mm compared to 5.8 mm in Paper II. As compression procedures are the same and compression forces were similar, the difference is likely due to the different compression plates used. In Paper II a more rigid BT compression plate was used that lacks the rounded edge and flexible fixtures of the conventional DM plate used in Paper III. Theoretically, a perfectly stiff plate would compress the breast to an even thickness and the pressure would be higher over stiff tissue compared to less stiff tissue. Using a soft compression plate, the plate would conform to the shape of the breast applying proportionally less pressure to stiff areas, thus creating a more even pressure distribution. The thickness read-out is influenced by the permissible tilt of the DM plate, as the anchoring of the plate is not fixed.

In conventional 2D mammography it is important to compress the breast to separate tissue components. One does not strive for a uniform compression of the breast as the areas of interest usually include dense parenchymal tissue surrounded by fat. In addition, less diagnostically relevant structures, such as the pectoral muscle, are firmer than the parenchyma, becoming more so when compressed, and will be subjected to proportionally higher pressure. In pressure groups C and D (Figure 3.2), the pectoral muscle and other structures in the chest wall acted as a support, preventing adequate compression of relevant tissues of the breast. For these groups increased compression force will mainly reduce the thickness of the pectoral muscle and the juxtathoracic area and the level of force applied will have little effect on the compression of the breast itself. Thus, further application of force will result in excess pain for a very minor decrease in breast thickness. On the contrary, the force was applied to the breast itself in pressure groups A and B, and half compression could be motivated for increase in patient comfort when taking into account the small thickness increase of 1.8 mm. This also suggests a need for a more refined compression device design, which can ascertain appropriate compression of the breast itself even in the presence of thick juxtathoracic structures.

The multiple linear regression model showed that a woman’s experienced pain was related to breast area, mean pressure over dense tissue and breast thickness.
Interestingly it was not associated with other parameters such as force over the breast or maximum pressure. It seems reasonable to assume that women with a small breast area have increased experienced of pain, and that parenchyma is more tender than muscular or adipose tissue. How breast thickness is related to pain is less clear and it was also not significant in a univariate analysis.

A limitation of the study is that it depends on the performance of the sensor system. High-pressure areas at the sensors edge often exceeded the sensors’ saturation limit. This could be avoided by setting a higher saturation limit, but that would negatively impact the sensors’ ability to measure low pressure. Furthermore, the physical size of individual sensor elements introduce partial area effect, meaning for example that pressure structures smaller than an element will be interpreted as covering the whole element, or two elements if located on the edge between them. The pressure distribution results also depend on the thickness at different locations in the breast, which was assumed to be uniform under the compression plate. This is however not the case as it was noticed that the plate was bent to some small extent and was allowed to tilt a certain degree due to the design of the compression plate. Thus, it would have been useful to obtain a thickness map over the compressed breast.

To the author’s knowledge, no study has investigated how the pressure is distributed over the breast as a result of applied compression in vivo. One study measured pressure in one single point in vivo but due to the experimental design gave no more information except for force measurement (Clark et al., 1990). Russell and Ziewacz (1995) measured pressure in a breast phantom made of vinyl-wrapped, unleavened-bread-dough. They found that pressure is higher over stiffer materials (mimicking breast tumors); however, phantom results can not be necessarily be extrapolated to a clinical situation.

In summary, it is not suitable to base breast compression on applied force, it is pressure caused by this force which leads to deformation of the breast. Inadequate compression of the breast is usually not due to lack of force but unsuitable pressure distribution.

Despite a substantial number of animal studies (Tyzzer, 1913; Romsdahl et al., 1965), studies of shedding during surgery (Choy and McCulloch, 1996; Hayashi et al., 1999) and letters of concern (Watmough and Quan, 1992; van Netten et al., 1999) regarding tumor cell shedding following manipulation of the primary tumor, no elevated CTC count in peripheral venous blood following breast compression was found in Paper IV. There are basically two possible explanations. First, the pressure over the malignant tumor was not enough to cause cell shedding to peripheral blood. This is opposed by the fact that cysts are occasionally ruptured after mammography (Pennes and Homer, 1987), though the characteristics of cysts differ from malignant masses. Second, there might in fact have been a release of tumor cells, but that these might have been trapped in the lung capillaries. The pathways of possible CTCs originating
from primary breast cancers are largely unknown. In order to reach the peripheral veins (from where the blood was drawn in this study) CTCs need to pass both the capillaries of the lungs and the capillary beds of the extremities without being trapped. It has been shown that the CTC count is higher in the central veins compared to the peripheral veins in primary colon cancer (Wind et al., 2009).

Additionally, the probability to find CTCs using the CellSearch® system is limited by a number of factors including the biokinetics of CTCs and the fact that only cells expressing the epithelial marker EpCam will be detected. However, the sampled volume is the main reason for not detecting CTCs (Coumans et al., 2012), which was the reason why two samples were drawn before and after compression, respectively.

In conclusion, this is the first study investigating this issue using clinical cases. Although a limited study sample, the results support the view that mammography is a safe procedure from the point of view of malignant cell shedding to peripheral blood.

4.1 Future aspects

BT has advantages over DM as shown in this thesis. Tumor size measured on BT images correlates better with pathology and less breast compression can be used compared to DM. However, to explore the true benefits of BT large-scale randomized screening studies are needed. Since 2010 such a study has been ongoing in Malmö. At this point, the results from that study are promising, indicating better sensitivity for BT compared to DM. It is yet too soon to tell if BT can replace DM in a screening situation, as some problems need to be addressed regarding such issues as workflow, reading time, and cost as well as possible impact on overdiagnosis.

The mammographic imaging systems have undergone remarkable improvements over the years but the compression device is basically the same since the introduction of mammography. Thus, there is a need for improvement of the compression device. Not only the physical design needs refinement but there is also a need for a physical parameter that could be determined for adequate breast compression. The use of force is not suitable; a parameter related to the deformation of the breast based on pressure distribution data would be more appropriate.

CTC is currently one of the most active areas of translational cancer research and will continue to be so over the next years. The thought of performing a “liquid biopsy” to obtain valuable prognostic information is attractive. As an extension of Paper IV we intend to draw blood from the superior vena cava in breast cancer patients, in addition to peripheral vein sampling, in order to assess the sieving of CTCs in the lung capillaries.
5 Conclusions

- The accuracy of tumor size measurement was superior for BT compared to DM, but not significantly different from US.

- BT may be performed with substantially less compression force compared to 2D mammography without significantly degrading the image quality from a clinical point of view.

- The distribution of pressure as a result of breast compression was heterogeneous and varied greatly between different breasts. The compression of the breast itself was frequently insufficient, the main pressure being absorbed by juxtathoracic structures.

- No evidence was found that breast compression in mammography causes dissemination of malignant cells to peripheral venous blood.
Acknowledgements

I would like to express my sincere gratitude to Ingvar Andersson for sharing your knowledge and always finding the time to help me. I thank you from the bottom of my heart. Without you I would be doing physics ;)

I am very grateful to my supervisor Anders Tingberg for all the help during these years and for always cheering me up and putting me in a good mood. We have had some good times together around the world.

I am very grateful to my co-supervisors Sören Mattsson, for trusting in my abilities and giving me the opportunity to do research here, and Sophia Zackrisson, for being a good mentor and friend.

I would like to thank my friend and new co-supervisor Pântus Timberg. It has been so much fun to share a room with you all these years. You are a great musician and it has been a pleasure listening to your music.

I would like to thank: Thomas Mertelmeier and Anna Jerebko at Siemens AG for all of your help and support with the breast tomosynthesis projects. Marianne Löfgren, Cecilia Wattgård, Annika Lindahl and Barbara Ziemiecka for being very research-friendly radiologists. The staff at Unilabs for being friendly and helping out with the projects, special thank to Maria Seserin and Eva Undrén. The Gothenburg group for a good collaboration over the years. My new collaboration partners at the Department of Oncology in Lund, special thanks to Kristina Aaltonen.

A special thank you to my friends, colleagues, PhD friends and co-workers: Mackan S, Christian B, Fredrik N, Pernilla P, Magnus D, Andreas W, Mats H, Calle S, Marie S, Therése G, Sofie C, Anna K, Martin A, Maria C, Ünal Ö, Mattias J, Simon K, Hanna H, Peder K, Karl Ö, Lars H, Jonas N, Hannie P, et al.; Bengt, Jonas, Sven B, Sven M, Gunnarsson, Mats N, Tommy K, Rääf, LEO, Kai, Sigrid, Peter, Veronika, Maja, David, Sacha, Elisa et al.; Sjukhusfysikeraffian (Jonathan, Emil, Johan, Lilldanne, Stoffe), Björn and Jenny, you have been the best possible friends during these years and I have been blessed with your daily presence.

Till min familj kochana mamusia Elżbieta, älskade pappa Guset och bästa syster Karolina: Jag är så tacksam för allt ni har gjort för mig och jag är stolt över er! Jag älskar er så oerhört mycket!


Breast tomosynthesis: Accuracy of tumor measurement compared with digital mammography and ultrasonography

DANIEL FÖRNVIK, SOPHIA ZACKRISSON, OTTO LJUNGBERG, TONY SVAHN, PONTUS TIMBERG, ANDERS TINGBERG, AND INGVAR ANDERSSON

1Department of Medical Radiation Physics, Lund University, Malmö University Hospital, Malmö, Sweden; 2Diagnostic Centre of Imaging and Functional Medicine, Malmö University Hospital, Malmö, Sweden; 3Department of Pathology, Malmö University Hospital, Malmö, Sweden

Background: Mammographic tumor size measurement can be difficult because breast structures are superimposed onto a two-dimensional (2D) plane, potentially obscuring the tumor outline. Breast tomosynthesis (BT) is a 3D X-ray imaging technique in which low-dose images are acquired over a limited angular range at a total dose comparable to digital mammography (DM). These low-dose images are used to mathematically reconstruct a 3D image volume of the breast, thus reducing the problem of superimposed tissue.

Purpose: To investigate whether breast cancer size can be more accurately assessed with breast tomosynthesis than with digital mammography and ultrasonography (US), by reducing the disturbance effect of the projected anatomy.

Material and Methods: A prototype BT system was used. The main inclusion criterion for BT examination was subtle but suspicious findings of breast cancer on 2D mammography. Sixty-two women with 73 breast cancers were included. BT, DM, and US sizes were measured independently by experienced radiologists without knowledge of the pathology results, which were used as reference.

Results: The tumor outline could be determined in significantly more cases with BT (63) and US (60) than DM (49). BT and US size correlated well with pathology ($R^2=0.86$ and $R^2=0.85$, respectively), and significantly better than DM size ($R^2=0.71$). Accordingly, staging was significantly more accurate with BT than with DM.

Conclusion: The study indicates that BT is superior to DM in the assessment of breast tumor size and stage.

Key words: Breast; cancer measurement; cancer staging; comparative studies

Accurate size prediction of an invasive breast cancer is important in preoperative planning and as a prognostic indicator (1–4). With the increased use of breast-conserving surgery and neoadjuvant chemotherapy, the ability to correctly determine maximum tumor extent noninvasively is essential (5, 6). Although pathological measurement is regarded as the gold standard, important therapeutic decisions must be made on the basis of the tumor size assessed by imaging, as the pathological tumor staging is not yet available.

Preoperative tumor size is commonly measured on mammography and/or ultrasonography (US). The latter is widely available and is particularly valuable in patients with dense breasts, but is known to underestimate tumor size (7).

Mammographic tumor size measurement is not infrequently made difficult since breast structures are superimposed onto a two-dimensional (2D) plane, and this may obscure the tumor outline. In addition, mammographic estimates of tumor extent may be influenced by variations in the distance between the tumor and the film/detector, and compression of the breast during examination. Moreover, standard imaging projections do not always capture the maximum tumor extent. These problems may be compounded by certain tumor growth patterns. A tomographic technique such as breast tomosynthesis (BT) would overcome one of the major problems, i.e., reducing the obscuring effect of overlying and underlying breast tissues. Our hypothesis was that size measurements using BT may
be more accurate than using digital mammography (DM). This study was designed to evaluate the accuracy of size measurements in BT, DM, and US using pathological size as a gold standard.

Material and Methods

Patient population

Two groups of women were included: women recalled from screening with subtle findings suspicious for malignancy and women referred for clinical symptoms, with subtle or negative findings of malignancy on DM. The Regional Ethical Vetting Board at Lund University (Dnr 159/2006) approved the study, and all patients gave their informed consent.

A total of 74 patients with breast malignancies who underwent BT were included in the study and imaged within a period of 19 months (June 2006 to December 2007). All patients also underwent DM and US examinations followed by needle biopsy and surgery. Eight women were excluded since they underwent preoperative treatment with chemotherapy. Two women were excluded due to mAs values not complying with the study protocol. One woman was excluded due to distant metastasis. In one case, the tissue material was insufficient for accurate measurement on pathology, leaving 62 women with 73 malignant breast tumors for evaluation. The age of the patients averaged 60 years (range 42–79 years).

Image acquisition

DM was performed using standard craniocaudal (CC) and mediolateral oblique (MLO) projections on dedicated digital units (Mammomat Novation; Siemens, Erlangen, Germany). BT was performed on a prototype unit adapted from the Mammomat Novation (Siemens, Erlangen, Germany) (8), and the examinations were carried out immediately following diagnostic DM/US examinations. In patients with suspicious findings on US only, BT was performed in the MLO view; otherwise, one of the two views in which the finding was least visible on DM was chosen for BT. This resulted in 6% CC and 94% MLO views of the total BT examinations. The principles have been described in more detail in an earlier study (9).

The BT prototype is based on a different amorphous selenium detector than the DM unit, optimized for very low exposures with rapid readout. It has a pixel size of 85×85 μm in full-resolution mode (DM: 70×70 μm) (8). The BT images were acquired using the same tube voltage and the same anode/filter (W/Rh) combination as used for the DM images, determined by the automatic exposure control (AEC) of the DM unit. The entire BT scan, 25 projection images acquired over an angular range of 50°, was performed using a tube loading twice that of a single DM image, resulting in approximately the same absorbed dose as a two-view mammography. One-millimeter-thick slices parallel to the detector plane were reconstructed using filtered backprojection (10).

US was performed on a dedicated unit (Acuson Sequoia; Siemens, Erlangen, Germany) by radiologists specialized in breast imaging. US measurements of the largest tumor extent were recorded on the static images on the diagnostic examination using built-in electronic calipers.

BT, DM, and US images were viewed on a Mammoreport workstation (Siemens, Erlangen, Germany) using two 5-megapixel flat-panel monitors (Dome C5i; Planar Systems Inc., Beaverton, Oreg., USA), calibrated according to the DICOM Grayscale Standard Display Function (11). The ambient light level was around 3 lux. During the size measurements, the ability to scroll, zoom, and alter the window level of the images was available.

Radiographic analysis

One radiologist (S.Z.) measured the tumor size on BT and DM. Previous results were unknown to the observer, and the size measurements were done independently for each modality (BT and DM). Both DM views were displayed simultaneously, and the tumor size was measured on both using a calibrated built-in software tool (Syngo Mammoreport; Siemens, Erlangen, Germany). A second reading was performed (I.A.), but only to determine interobserver variation. The evaluation in this study was based on measurements of the first radiologist (S.Z.). The BT size measurement was performed in the slice with the largest tumor extension. The longest axis of a breast tumor was measured to the nearest millimeter using a distance measurement tool in the workstation software. Spicules of a stellate lesion were not included, but rather the nucleus of the tumor (12). In cases with suspicious calcifications only, the greatest extent of the microcalcifications was measured. Size measurements were only recorded for CC and MLO views; other views including magnification projections were excluded. Tumors were classified as not measurable in cases of architectural distortion without definable borders or in cases where the tumor was partially obscured by dense tissue.

Characteristics that hampered size determination were also noted, e.g., growth pattern of the tumor and breast density. Tumor type was classified as well-defined, diffuse borders, spiculated, or architectural distortion. Breast density was classified into three categories based on the American College of Radiology Breast Imaging Reporting and Data System (BI-RADS) (13), as follows: category 1 corresponding to BI-RADS 1 (fatty breast), category 2 corresponding to BI-RADS...
2 and 3 (scattered fibroglandular densities or heterogeneously dense), and category 3 corresponding to BI-RADS 4 (dense breast tissue).

Pathologic analysis
The breast specimens were sent to the Department of Pathology where they were immediately examined by a pathologist specialized in breast pathology. The tumor, if any, was identified and cut sagitally into parallel slices, approximately 5 mm in thickness. The slice with the cut surface exhibiting the largest dimensions of the tumor was identified. By using a combination of palpation and inspection, the largest and the perpendicular diameters were measured to the nearest millimeter (14). The largest diameter was chosen as the tumor size.

Each slice of breast tissue was stretched over a paper towel, and the entire specimen was then immersed in 10% buffered formalin. After fixation for about 24 hours, blocks of tissue (approximately 4×6 cm in size) including the tumor and its surroundings were cut out from the tissue slices, dehydrated, and embedded in paraffin. Histological sections, approximately 4 µm in thickness, were cut from paraffin blocks, deparaffinized, and stained with hematoxylin-eosin. By using large-sized sections, the entire sagittal extension of most of the tumors (i.e., those less than 4×6 cm) could be included in one section. The largest dimension of the tumor exhibited in the histological section was identified and measured. In a minority of cases, the extensions of the tumor seen in the histological sections were found to be significantly greater than those that had been estimated on the gross specimens. This was usually the case when the tumor was less well delineated and its margins difficult to identify grossly, e.g., diffusely growing lobular carcinomas or spiculated carcinomas of tubular or ductal type. In such cases, the largest dimension of the tumor measured on the histological section was considered to constitute the tumor size, instead of the gross measure. In summary, tumor size thus was considered equivalent to the largest sagittal extension regardless of whether this was derived from gross or histological measurements.

Statistical analysis
Scatter plots for each of the imaging measurements versus the pathology measurements and linear regression analysis were generated using the MedCalc program (version 9.6.4.0; MedCalc Software, Mariakerke, Belgium). Calculation of Pearson’s R was done in order to compare different imaging measurement methods with the pathological size. Hypothesis tests for differences between correlations and proportions were done using paired t and χ² tests, respectively. The size differences in millimeters between imaging modality measurements and pathology measurements were plotted, following the approach of Bland and Altman (15). The measurements were considered concordant if they were within 2 mm. P values for comparative performance in size determination were calculated. Interobserver variations for BT and DM were compared using the McNemar test for discordant classifications and paired t test for size measurement comparison. Over- and underclassification of pathologic tumor staging (pTNM) based on clinical staging (TNM) size for the respective modalities was examined using the χ² test for comparison of proportions.

Results
Types of tumor, visibility, and density
Of the 73 malignant breast tumors, 43 (59%) were invasive ductal cancers (IDC), 14 (19%) invasive lobular cancers (ILC), five (7%) tubular cancers, five (7%) ductal carcinoma in situ (DCIS), two (3%) intracystic papillary carcinoma, one (1%) IDC with DCIS, one (1%) mucinous carcinoma, one (1%) tubular cancer with DCIS, and one (1%) lobular carcinoma in situ (LCIS). The median pathologic tumor size was 15 mm (range 5–50 mm).

Table 1. Number of measurable tumors, by modality

<table>
<thead>
<tr>
<th></th>
<th>BT</th>
<th>DM (same view as BT)</th>
<th>DM (complementary view)</th>
<th>DM (two views)</th>
<th>US</th>
</tr>
</thead>
<tbody>
<tr>
<td>Measurable</td>
<td>63</td>
<td>38*</td>
<td>39*</td>
<td>49*</td>
<td>60</td>
</tr>
<tr>
<td>Not measurable</td>
<td>5</td>
<td>11</td>
<td>10</td>
<td>6</td>
<td>3</td>
</tr>
<tr>
<td>Not visible</td>
<td>5</td>
<td>24*</td>
<td>22*</td>
<td>18*</td>
<td>10</td>
</tr>
<tr>
<td>Imaging error†</td>
<td>0</td>
<td>0</td>
<td>2</td>
<td>0</td>
<td>0</td>
</tr>
<tr>
<td>Total</td>
<td>73</td>
<td>73</td>
<td>73</td>
<td>73</td>
<td>73</td>
</tr>
</tbody>
</table>

*Statistical significance: P<0.05, using χ² test for comparison of proportion to BT.
†Tumor was not captured in the image projection.
Significantly more tumors could be measured on BT (63, 86%) than on DM (49, 67%), whether we compared with one or two views, but only marginally more than on US (60, 82%) (Table 1, Fig. 1). Fewer tumors were not measurable on BT compared with the same DM view, although this difference was not statistically significant (Fig. 2). A significantly larger number of malignancies were not visible on DM compared with BT (24 and five, respectively). When combining the information from the two DM views, the number of measurable tumors increased to 49 and those not measurable and not visible decreased to six and 18, respectively. There was no significant difference in the estimation of the number of tumors classified as measurable by the initial and second observer for BT and DM (63 and 66 for BT, and 49 and 46 for DM, respectively) ($P > 0.05$).

In seven BT examinations, tumor size was measured on the basis of the extent of calcifications, compared with eight cases on DM. The remaining tumors were measured on the basis of the soft-tissue component.

BT was less sensitive to the density of the breast parenchyma compared with DM in terms of proportion of measurable tumors (Table 2). Accordingly, the greatest difference was seen in women with dense parenchyma, although statistical significance between BT and DM (2-views) was only observed for intermediate parenchyma and not for dense parenchyma, probably due to small sample size. US was slightly better than BT in dense breasts.

Size agreement between respective imaging methods and pathology

BT had the highest proportion (62%) of concordant cases with pathology, although this was not statistically significant from DM and US (Table 3).

Fig. 3 shows the deviations in the size of the tumors determined with BT, DM, and US, respectively, compared with the size determined on pathology. Compared with pathology, tumor size was underestimated significantly ($P < 0.05$) for all imaging modalities, although this was least apparent for BT. Notable was that above a tumor size of around 20 mm, the deviation increased considerably for all imaging modalities. Of those above 20 mm, 38% (6/16) were growing multifocally or diffusely infiltrating and another 19% (3/16) represented tumors with extensive growth of DCIS, in some cases only partially calcified.

The correlation coefficients ($R$) of BT, DM, and US to pathologic size were 0.86 (residual standard deviation (RSD) 4.1 mm), 0.71 (RSD 6.1 mm), and 0.85.

Fig. 1. A 67-year-old asymptomatic woman with a measurable tumor on breast tomosynthesis but not measurable on digital mammography. A. Tomosynthesis in the oblique view shows a well-defined spiculated tumor (circle) whose largest diameter was measured to be 12 mm. B. On the corresponding 2D view, an ill-defined area of increased density is seen (circle). On histopathology, a 15-mm invasive ductal carcinoma grade 3 was found.

Fig. 2. A 49-year-old asymptomatic woman with a visible but not measurable tumor. Tomosynthesis (as well as 2D mammography) shows a large area of architectural distortion (circle) without a measurable tumor nucleus in the center. On histopathology, a 5-mm invasive ductal carcinoma grade 2 was found as well as a 22-mm ductal carcinoma in situ.
The patient material was primarily selected for a feasibility study of tomosynthesis and has been described in more detail earlier (9). Basically, only cases that were difficult to interpret in 2D digital mammography were chosen for the study. BT was performed in the view where the cancer was least or not visible. In the majority of the cases, this was the oblique view. It can be argued that this principle of case selection could have introduced a bias in favor of BT. However, the aim of the study was to see whether the new technique could offer improved information compared with the existing standard digital mammography. The most expedient way to accomplish this goal in a limited series was to choose difficult cases. The impact of the superior accuracy of tumor measurement in BT in an unselected patient material or in a screening material remains to be demonstrated.

There are two important mechanisms explaining why a tumor is not seen or difficult to outline on 2D mammography: the anatomical noise (dense breast parenchyma) and the growth pattern of the tumor. For instance, some lobular invasive cancers grow in multiple small foci or even in single rows of cells, diffusely infiltrating the normal breast structures without forming an evident tumor on the mammogram. It appears from Fig. 3 that there was a better correlation between size measurements on imaging and pathology up to a tumor size of about 20 mm compared with larger tumors.

### Table 2. Percentage of measurable tumors in relation to breast density classification

<table>
<thead>
<tr>
<th>Total</th>
<th>BT</th>
<th>DM (same view as BT)</th>
<th>DM (complementary view)</th>
<th>DM (two views)</th>
<th>US</th>
</tr>
</thead>
<tbody>
<tr>
<td>n</td>
<td>%</td>
<td>%</td>
<td>%</td>
<td>%</td>
<td>%</td>
</tr>
<tr>
<td>1) fatty parenchyma</td>
<td>22</td>
<td>91</td>
<td>73</td>
<td>68</td>
<td>87</td>
</tr>
<tr>
<td>2) intermediate parenchyma</td>
<td>37</td>
<td>84</td>
<td>43*</td>
<td>54*</td>
<td>59*</td>
</tr>
<tr>
<td>3) dense parenchyma</td>
<td>14</td>
<td>86</td>
<td>43*</td>
<td>33*</td>
<td>57</td>
</tr>
</tbody>
</table>

Abbreviations as in Table 1.

*Statistical significance: \( P < 0.05 \), using \( \chi^2 \) test for comparison of proportion to BT.

†Two breast cancers were not captured in the image projection and hence excluded.

---

### Discussion

Accurate measurement of tumor extent is important for tumor staging, which in turn is an important parameter for decisions on treatment. The main findings in this study were a better correlation between tumor size measured on BT and pathology compared with DM and pathology; furthermore, a significantly larger proportion of the tumors were measurable with BT. Accordingly, tumor staging was significantly more accurate on BT compared with DM.

Table 3. Size agreement, by imaging modality and pathological size (n, %)

<table>
<thead>
<tr>
<th>Median size</th>
<th>BT (same view as BT)</th>
<th>DM (complementary view)</th>
<th>DM (two views)</th>
<th>US</th>
</tr>
</thead>
<tbody>
<tr>
<td>Range</td>
<td>13 mm</td>
<td>12 mm</td>
<td>12 mm</td>
<td>12 mm</td>
</tr>
<tr>
<td></td>
<td>3–44 mm</td>
<td>4–50 mm</td>
<td>5–54 mm</td>
<td>5–38 mm</td>
</tr>
<tr>
<td>Overestimation</td>
<td>1 (13)</td>
<td>5 (13)</td>
<td>4 (10)</td>
<td>6 (12)</td>
</tr>
<tr>
<td>No size discrepancy</td>
<td>39 (62)</td>
<td>19 (50)</td>
<td>22 (56)</td>
<td>25 (51)</td>
</tr>
<tr>
<td>Underestimation</td>
<td>16 (25)</td>
<td>14 (37)</td>
<td>13 (33)</td>
<td>18 (37)</td>
</tr>
<tr>
<td>Total</td>
<td>63 (100)</td>
<td>38 (100)</td>
<td>39 (100)</td>
<td>49 (100)</td>
</tr>
</tbody>
</table>

Abbreviations as in Table 1.

Acta Radiol 2010 (3)
The anatomical noise may be the main factor obscuring smaller tumors—a problem that is significantly reduced by tomosynthesis—while the growth pattern seems to be the main problem with the larger tumors—a problem that is only marginally reduced by BT. The problematic growth patterns included multifocal or diffusely infiltrating lobular invasive carcinoma, architectural distortion without evident tumor mass, and grade 3 tumors with nonspecific characteristics making them difficult to differentiate from normal glandular tissue. The larger tumors were usually palpable and chosen for BT due to an apparent discrepancy between the physical findings and the findings on DM.

A limitation of the current study was that only one breast was examined with BT; thus, nonspecific asymmetrical densities were not readily appreciated. Another source of major deviation was the presence of extensive calcification representing DCIS but also containing invasive components. The true extent of such calcifications may be difficult to assess on pathology. Due to their small size and often scattered distribution they may not be captured by the thin histological sections used for microscopy. However, on BT and DM, the calcified component can be measured quite accurately and thus falsely recorded as overestimated on BT and DM. The solid components, which may represent invasive or noninvasive disease, were more easily identified and measured on US.

Pathologic tumor assessment of a resected breast tumor may involve another uncertainty. The plane of slicing that was chosen may not have captured the maximum tumor extent, and, because of the slicing technique, it may be hard to measure the tumor extent in the orthogonal plane.

Another explanation for underestimation of tumor size on BT and DM is that the approximation of the tumor outline in spiculated cancers was too conservative. Most previous studies of 2D mammography also showed an underestimation, which was also true for US (16–20). The problem relates to the fact that it is not
possible to determine how much of a spicule is tumor growth and how much is reactive fibrosis. We measured the nucleus of a tumor, not including the spiculated extension. Most often on US, only the hyperechoic part of the lesion is included in the measurement and not the hyperechoic zone representing the spiculated periphery (21).

More cases of ILCs were detected and size measurement was more accurate with BT than on DM. This was evident for those tumors classified as not measurable on DM (Table 1), which were tumors that predominantly presented as an area architectural distortion, typical for ILCs, or are partly hidden by dense normal tissue. This is also apparent from Table 2, where it can be seen that a substantially larger percentage of cancers in women with dense breasts can be measured with BT compared to DM. Also, in no case could a tumor be measured on DM when it was not measurable on BT.

No study of the accuracy of BT in assessment of breast cancer size is known to the authors. Our DM and US correlation results are similar to those previously published (7, 16–20, 22, 23). Four out of six studies found ultrasonography to be a more reliable predictor than mammography. Our results indicate a slightly higher correlation between US and pathology compared to DM (two views) and pathology (P=0.050). In addition, a greater proportion, although not statistically significant (P=0.057), could be detected and measured with US compared to DM (two views).

That BT is better at predicting pathologic tumor size than DM is reasonable, as the anatomic background is an important limiting factor in 2D mammography (24). The disturbance effect of the anatomic background is substantially reduced in BT. Accordingly, correlation with pathology was higher with BT than with DM (two views) in the current study (P=0.035).

In conclusion, our previous study indicated that BT might play an important role in the detection of breast cancer (9). The current study suggests that BT may also be superior to 2D mammography in the preoperative staging of breast cancer.

Declaration of interest: The authors report no conflicts of interest. The authors alone are responsible for the content and writing of the paper.

References
Accuracy of BT, DM, and US in tumor size measurement


THE EFFECT OF REDUCED BREAST COMPRESSION IN BREAST TOMOSYNTHESIS: HUMAN OBSERVER STUDY USING CLINICAL CASES

D. Fornvik 1,*, I. Andersson 2, T. Svanh 1, P. Timberg 1, S. Zackrisson 2 and A. Tingberg 1
1 Department of Medical Radiation Physics, Malmö University Hospital, SE-205 02, Malmö, Sweden
2 Diagnostic Centre of Imaging and Functional Medicine, Malmö University Hospital, SE-205 02, Malmö, Sweden
*Corresponding author: daniel.fornvik@med.lu.se

The aim of this study was to investigate whether the compression force used with conventional mammography can be reduced with breast tomosynthesis (BT), without adversely affecting the visualisation of normal and pathological structures. Forty-five women were examined with BT using full (same as for 2D mammography) and half compression force. Both examinations were performed with the same acquisition parameters. A total of 103 paired structure images were evaluated according to specified image quality criteria. Three experienced radiologists participated in the study. They had to make a forced choice, i.e. choose the image they felt best fulfilled the image quality criteria. The results showed no evident difference in the image quality, indicating that BT may be performed with substantially less compression force compared with 2D mammography. A majority of the examined women felt that half compression was more comfortable than full compression.

INTRODUCTION

Compression of the breast is used during conventional mammography for several reasons: the required radiation dose and scatter will be lower improving the image quality and the structures of the breast will be better separated in the imaged 2D plane. For this reason, the breast is compressed as much as reasonably achievable to a level just below the patient’s individual pain threshold or up to the maximum setting of the machine (generally 200 N). Since breast tomosynthesis (BT) is a 3D technique, reduced compression could be beneficial due to better separation of the tissue structures in the depth direction. Saunders et al. 1 recently investigated reduced breast compression for BT using a Monte Carlo program and a voxelised anthropomorphic breast phantom, concluding that for constant glandular dose a 12.5 % breast compression reduction would have minimal effect on radiologists’ performance. Moreover, they found that for a fixed tube charge (as used in the present study) the radiation dose was actually reduced for the reduced compression as compared with the standard compression. A further advantage of reduced compression is improved patient acceptance of mammography and therefore higher attendance in screening programmes 2, 3.

The purpose of this study was to investigate whether the compression force used with conventional mammography can be reduced for BT using clinical cases, without adversely affecting the visualisation of normal and pathological structures.

MATERIALS AND METHODS

Patient population

Symptomatic women referred for mammography were invited to undergo BT examination. This resulted in 45 women (mean 65 y, range 49–84 y) examined with BT using full standard compression force (mean 113 N, range 60–170 N) as well as half compression force (mean 58 N, range 30–90 N). The Regional Ethical Review Board at Lund University (Dnr 319/2008) and the local Radiation Safety Committee approved the study. Informed consent was obtained and all examinations were voluntary.

Image acquisition

A BT prototype unit adapted from the Mammmomat NovationDR (Siemens, Erlangen, Germany) was used 4. Twenty-five projection images were acquired over an angular range of 40 degrees, using the same tube voltage and the same anode/filter (W/Rh) combination as used for the preceding digital mammography (DM) examination and as determined by the automatic exposure control device of the DM unit. The mean absorbed dose for DM of a standard breast 5 was 1.0 mGy. The tube loading used for each BT examination was twice that of a single DM image, resulting in approximately the same absorbed dose as a two-view mammography. The BT unit features a direct converter amorphous selenium flat panel detector and 1-mm thick slices parallel to the detector plane were reconstructed using filtered backprojection 6. An 18 cm × 24 cm compression
paddle with a high edge and no flex was used throughout the study. The breast compression force and breast thickness were calibrated using ordinary routines and verified using an electronic precision scale (EKS, Wittisheim, France) and polymethylmethacrylate (PMMA) slabs of different thicknesses (force range 40–200 N, PMMA thickness range 19–86 mm, PMMA area 150 mm × 150 mm).

The BT examination was initiated by acquiring an image set under the standard compression of the breast, i.e. the same as used for the preceding conventional mammography examination, followed by another set under half compression without repositioning the breast. Except for the compression level, no other parameters (e.g. kVp, mA s) were altered between the two acquisitions. The compressed breast thickness was recorded. A questionnaire was used to investigate any difference (worse, equal, better) in compression discomfort between the two procedures.

Evaluation of clinical image quality

A total of 103 paired structures were extracted from the image sets generated from 46 breasts, averaging 2.2 structures per breast. All slices of a BT image set containing the structure were selected as the structure volume. Based on the images’ histogram of the structure region (the tomographic slice showing the structure in focus), suitable window/level settings were quantitatively adjusted using the ImageJ software and used for all slices belonging to each structure volume. The paired structure volumes were displayed on a two five mega-pixel flat panel monitors (Dome C5i, Planar Systems Inc., Beaverton, Oreg., USA), calibrated according to the DICOM Grayscale Standard Display Function. The ambient light level was around 3 lux. The structure volumes were displayed in random order, yielding approximately 50 % of the full compression structure volumes and 50 % of the half compression structure volumes on each screen. A graphical user interface, ViewDEX, developed for observer performance studies, was used to display the paired structure volumes and to record the observer’s response (Figure 1). Three radiologists specialised in mammography with at least 2-y experience in BT participated in the study. The structure volumes were evaluated using a forced choice method based on revised image quality criteria of the European Guidelines (Table 1). The image quality
criteria were shown and explained in the ViewDEX task panel together with score boxes. The radiologists had to score one of the paired structure volumes as superior before going to the next pair of structures. The structures were enclosed by circular regions of interest (initial and final slice) in the breast images and the radiologists were told to only rate the marked structures. There was an optional zoom and cine-loop function. No time limit was imposed on the observers’ evaluation. In addition, an overview of image quality criterion (see 2.1 in Table 1) was evaluated for the inferior structure volume. The rationale behind this criterion was to rate the overall diagnostic quality of the image from a practical standpoint.

**Statistical analysis**

The proportion of the cases for which full compression level was rated as superior was constructed for the different image quality criteria. The null hypothesis (NH) was defined as no statistically significant difference ($\alpha = 0.05$) between 0.5 and the proportions. Ninety-five per cent confidence intervals (CI) were calculated for proportions according to the binomial distribution. Assuming that averages of proportions follow approximately a normal distribution, it was possible to construct 95% CI of the averages by the use of variance for multiple variables including their covariance. An image criteria score (ICS) was calculated for the overview image quality criterion for each observer. If an observer considered the criterion to be fulfilled, a score of 1 resulted, otherwise 0. The sum of scores was divided with the number of paired structure volumes that were evaluated. Inter-observer agreement was determined using Kappa statistics. A Kappa score of $<0.20$ is considered ‘poor’ strength of agreement, 0.21–0.40 is ‘fair’ strength of agreement, 0.41–0.6 is ‘moderate’ strength of agreement, 0.61–0.80 is ‘good’ strength of agreement and $>0.80$ is ‘very good’ strength of agreement.

**RESULTS**

The applied compression force and the resulting breast thickness are presented in Table 2. The reduced compression force resulted in a 5.8 mm average breast thickness increase as indicated by the BT unit. The reduced compression was usually just enough to keep the breast immobilised.

Figure 2 summarises the scores of the three radiologists and their averages for the different structures. Ideally, if no difference in the image quality were found between full and half compression, the bars would equal 0.5. If full compression were chosen as superior for all structures the bar would equal 1, and if the opposite were true (half compression was chosen for all structures) the bar would equal 0. All 95% CIs, except the average of criteria 1.2–1.3, include the value 0.5, although there appears to be a tendency towards higher image quality for full compression for all types of structures. The reason for adding criteria 1.2 and 1.3 together was the small number of cases in these groups.

The results of the overview image quality criterion with absolute grading are presented in Table 3. No difference in the small proportion of cases resulting in images judged as providing non-sufficient quality for diagnosis of breast disease was observed between full and half compression. There was no information regarding whether the superior structure volume also failed to fulfill the criterion.

Inter-observer agreement results are presented in Table 4. The variation ranged between ‘poor’ and ‘fair’ strength of agreement, demonstrating that there was low correlation between the radiologists’ scores; hence, randomness dominated the scoring.

All of the examined women felt that half compression was more comfortable (83 %) or equal to (17 %) standard compression.
DISCUSSION

One of the main problems with mammography is the pain caused by compressing the breast. This is of such a magnitude that some women refrain from the examination. In some studies it is concluded that beyond a certain compression force level further compression only causes pain without producing any further decrease of breast thickness\(^{(14, 15)}\). The results suggest that this problem can be substantially reduced with BT without significantly compromising the diagnostic quality of the image. This reasoning is supported by taking into account the increased patient comfort, the small difference in image quality between full and half compression and that the image acquisition was not optimised for the half compression. The lower compression (‘half compression’) that was used was usually just enough to keep the breast in position. A visual assessment of the paired structure volumes for adequate tissue inclusion showed no differences neither regarding tissue inclusion nor positioning.

No study of the effect of reduced breast compression in BT using clinical cases is known to the authors. The results are similar to those by Thilander Klang\(^{(14)}\) for conventional 2D mammography. In a group of 108 women for whom the influence of breast compression force on image

---

**Table 3. ICS for the three observers and the number of inferior structure volumes that failed to meet the overview criterion 2.1.**

<table>
<thead>
<tr>
<th></th>
<th>ICS (95% CI)</th>
<th>Number of full compression that failed</th>
<th>Number of half compression that failed</th>
<th>Total</th>
</tr>
</thead>
<tbody>
<tr>
<td>Radiologist A</td>
<td>0.92 (0.88–0.98)</td>
<td>4</td>
<td>4</td>
<td>8</td>
</tr>
<tr>
<td>Radiologist B</td>
<td>0.95 (0.91–0.99)</td>
<td>2</td>
<td>3</td>
<td>5</td>
</tr>
<tr>
<td>Radiologist C</td>
<td>0.93 (0.88–0.98)</td>
<td>4</td>
<td>3</td>
<td>7</td>
</tr>
</tbody>
</table>

**Table 4. Inter-observer agreement between the radiologists.**

<table>
<thead>
<tr>
<th>Radiologists</th>
<th>Kappa value</th>
<th>Standard error</th>
</tr>
</thead>
<tbody>
<tr>
<td>A–B</td>
<td>0.20</td>
<td>0.10</td>
</tr>
<tr>
<td>B–C</td>
<td>0.34</td>
<td>0.10</td>
</tr>
<tr>
<td>A–C</td>
<td>0.20</td>
<td>0.10</td>
</tr>
</tbody>
</table>

---

Figure 2. The proportion of the cases for which full compression level was rated as superior per type of structure and radiologist and their mean. Equal proportions of full and half compression correspond to 0.5. Category labelled ‘Other’ refer to image quality criteria 1.2 glandular tissue and 1.3 fibrous strands.
quality and corresponding discomfort were studied, no significant difference was found in the image quality. On average the difference between the two compression forces was about 40%. Eighty per cent of the women experienced improved comfort and 17% experienced no difference with the lower compression force.

It is important that reduced breast compression does not result in an insufficient image quality for proper diagnostic interpretation. A human observer study evaluates the quality of the whole imaging chain and gives a measure of the clinical image quality. The European Commission has established guidelines on quality criteria for radiographic examinations to set the quality standard (not yet established for BT) and minimise reader subjectivity. An outcome of the Radiation Protection Programme of the Commission of the European Communities (CEC) trials in 1987 and 1991 was that these criteria could be used in a reproducible way and that they represented an improvement in the evaluation of image quality compared to pure subjective judgement\textsuperscript{16, 17}. This was the main reason why the European Guidelines were used to investigate the image quality of full and half compression force images.

When conducting a human observer study based on visibility of anatomical structures usually a visual grading\textsuperscript{18} technique is used. The set-up in this study was to compare the visibility of a defined structure in images obtained with full and half compression. The visibility of a structure is often graded on a five-level ordinal confidence scale: clearly inferior to (−2), slightly inferior to (−1), equal to (0), slightly better than (+1) and clearly better than (+2) the structure in the reference image. As a pilot study showed that the five-level scale was superfluous yielding mostly ‘equal to (0)’, the evaluation method was changed to a forced choice set-up. This particular problem has also been investigated by Gur \textit{et al.}\textsuperscript{19} showing that a forced choice method has higher ability to detect small differences in the perceived image quality than a five-level ordinal scale, given a side-by-side review.

Although the limited number of cases included in this study could be the reason for the lack of significant differences rather than a valid NH, the results indicate that any actual differences are probably so small that they would not have any substantial impact on the diagnostic performance. The half compression force images fulfilled the diagnostic requirements presented as image criteria for a breast radiograph to produce an image of standard quality. All, but a very few structures, were clearly visible on both full and half compression, meaning the image quality difference was never large enough to jeopardise the diagnostic evaluation. The low inter-observer agreement between the radiologists suggests that the difference in image quality between full and half compression was small, yielding random scores.

The indicated compression force and thickness values were recorded in a fixed point in the compression paddle mount. The distribution of compression force and thickness over the rest of the breast was not known. The majority of the breasts were examined in the mediolateral oblique projection, which included the pectoral muscle, which is often the thickest part of the imaged volume. In this region, a slightly higher noise level was seen in the half compression images; however, this area is of minor importance from a diagnostic point of view. It is possible that the main part of the breast did not experience the same degree of reduction in thickness, which in turn might have influenced the difference in the image quality. It is planned to conduct a study in the near future that will investigate the compression force distribution over the breast.

Breast thickness is one of the most important parameters in the selection of an anode/filter and tube voltage combination. The tube voltage was not changed between the two compression acquisitions, thus much optimisation is possible to improve the image quality for the half compression images.

In conclusion, the results suggest that BT may be performed with substantially less compression force compared with 2D mammography without significantly compromising the diagnostic quality of the image.

**FUNDING**

The author would like to thank Region Skåne (regionalt forskningsstöd), Stiftelsen för cancerforskning vid Onkologiska kliniken vid Universitetssjukhuset MAS, Allmänna Sjukhusets i Malmö stiftelse för bekämpande av cancer, and Siemens Healthcare for financial support.

**REFERENCES**

THE EFFECT OF REDUCED BREAST COMPRESSION IN BREAST TOMOSYNTHESIS


Breast compression in mammography: pressure distribution patterns

Magnus Dustler1, Ingvar Andersson2, Håkan Brorson3, Patrik Fröjd1, Sören Mattsson1, Anders Tingberg1, Sophia Zackrisson2 and Daniel Fornvik1

1Medical Radiation Physics; 2Diagnostic Centre of Imaging and Functional Medicine; 3Plastic and Reconstructive Surgery, Department of Clinical Sciences Malmö, Lund University, Skåne University Hospital, Malmö, Sweden
Correspondence to: Magnus Dustler. Email: Magnus.Dustler@med.lu.se.

Abstract
Background: Breast compression is important in mammography in order to improve image quality, better separate tissue components, and reduce absorbed dose to the breast. In this study we use a method to measure and visualize the distribution of pressure over a compressed breast in mammography.
Purpose: To measure and describe the pressure distribution over the breast as a result of applied breast compression in mammography.
Material and Methods: One hundred and three women aged 40.7–74.3 years (median, 48.9 years) invited for mammographic screening consented to take part in this study. They were subjected to two additional breast compressions of the left breast (standard force and approximately 50% reduction). Pressure images of the compressed breast were obtained using force sensing resistor (FSR) sensors placed underneath the compression plate. Subjects rated their experience of pain on a visual analogue scale (VAS).
Results: Four pressure patterns were identified, fitting 81 of the 103 breasts, which were grouped accordingly. The remaining 22 breasts were found to correspond to a combination of any two patterns. Two groups (43 breasts) showed pressure mainly over the juxtathoracic part of the breast, had significantly greater breast thickness ($P=0.003$) and had a lower mean pressure over dense tissue ($P, 0.0001$) than those with more evenly distributed pressure. Reducing compression force increased average breast thickness by 1.8 mm ($P, 0.0001$).
Conclusion: The distribution of pressure differed greatly between breasts. In a large proportion of breasts the compression plate did not provide optimal compression of the breast, the compression force being absorbed in juxtathoracic structures.

Keywords: Breast, mammography, adults, technology assessment

Submitted April 2, 2012; accepted for publication July 13, 2012

Mammography is the established gold standard in breast cancer screening (1, 2). Breast compression is used to immobilize the breast, separate superimposed tissue components, and reduce scattered radiation, both reducing radiation absorbed in glandular tissue and facilitating image interpretation (3). A negative aspect of compression is pain and, as a consequence, lower acceptance of clinical mammography and even more importantly lower attendance in screening programs (4, 5). The European Commission recommend that the breast is compressed using a level of force just below the subject’s pain threshold or to the maximum setting of the machine, not to exceed 200 N (6). These common guidelines have been questioned for not taking into account the actual degree by which breast thickness is reduced (7).

Breast tissue is non-linearly elastic, fibroglandular tissue more so than fat, showing an exponential decrease in the rate of thickness reduction as a result of increasing pressure (8). Fornvik et al. (9) showed that reducing mean compression force in breast tomosynthesis (BT), using compression procedures no different from those in conventional mammography, from 113 N to 58 N increased mean thickness by 5.8 mm, from 45.4 mm to 51.3 mm. No significant reduction in clinical quality of the images was found. Similar results have been reported from screen-film mammography where a change in compression force from

Acta Radiologica 2012; 53: 973–980. DOI: 10.1258/ar.2012.120238
189 N to 116 N was investigated (10). No significant reduction of image quality was found despite a mean breast thickness increase of 3.6 mm.

To the authors’ knowledge, no study has investigated how pressure (force per unit area, \( [N/\text{m}^2] = [\text{Pa}] \)) is distributed over the breast as the result of applied compression force \textit{in vivo}, though it has been investigated using phantoms (11). Software models simulating compression of the breast (12–15) have been described, but without data on pressure distribution. None of these are based on \textit{in vivo} mechanical tissue properties. Models based on MRI or CT data are further limited by describing one specific breast, which cannot represent the entire population (1). Pressure in a single point has been measured \textit{in vivo} but due to experimental design gave no more information than force measurements (16). Measuring pressure distribution over the breast surface could provide a better understanding of internal pressure distribution. For the current study this was accomplished using thin, flexible I-Scan (Tekscan Inc., South Boston, MA, USA) force sensing resistor (FSR) pressure sensors.

We hypothesized that the pectoral muscle is firmer than breast tissue, and therefore would be subject to proportionally greater pressure, preventing optimal compression of the dense parenchyma that has the greatest potential for masking relevant lesions. The aim of this study was to describe the pressure distribution over the breast as a result of applied breast compression. We also examined compressed breast thickness and experienced pain and correlated these parameters with the pressure distribution.

**Material and Methods**

**Subjects**

Women undergoing mammographic screening at Skåne University Hospital, Malmö, Sweden who had already been selected to participate in a study of BT vs. digital mammography (DM) using the Siemens MAMMOMAT Inspiration BT system (Siemens Medical Systems, Erlangen, Germany), were asked for their consent to participate in this prospective study. A total of 131 subjects were included from October 18 to November 19, 2010. Fourteen did not wish to participate; three with breasts too large to fit under the medium size compression plate (model: 1014011, dimensions: \( 25 \times 20 \times 0.16 \text{ cm} \)) were excluded, along with six with breast implants and five due to technical difficulties. This resulted in 103 (79\%) subjects with a median age of 48.9 years (range, 40.7–74.3 years) being included (Fig. 1). The Regional Ethical Review Board at Lund University (Dnr 2010/559) approved the study. Informed consent was obtained and all examinations were voluntary.

**Study implementation**

The women were subjected to two additional compressions without X-ray exposure: full standard compression force (mean, 54.3 ± 6.4 N; range, 34–67 N). Pressure distribution over the left breast, while compressed in the medio lateral oblique (MLO) projection (55°), was measured. The subjects were asked to rate their experience of pain (none to unbearable) at full and reduced compression on a 10 cm visual analogue scale (VAS) immediately following the different compressions (17).

**Pressure measurement system**

Pressure distribution was measured using the I-Scan system with model 9801 sensors. Each sensor is 0.18 mm thick and has an active area of 76 × 203 mm, divided into 6 × 16 sensor elements (Fig. 2). The sensor sensitivity can be adjusted, though increased pressure resolution comes at the cost of a reduced saturation limit. The pressure resolution is 0.14 kPa at the manufacturer’s recommended limit of 35 kPa. A consideration with such a system is ‘partial area effect’, meaning for example that pressure structures smaller than an element will be interpreted as covering...
the whole element, or two elements if located on the edge between them.

The performance of the I-Scan system has been verified in a number of publications (18–20). Morin et al. (21) calibrated and evaluated the system under conditions similar to those used in this study (i.e. measuring contact forces on skin) and found it to perform adequately. The sensors were calibrated and verified each day using a standard protocol. According to the user manual the calibration equipment had a full-scale gauge accuracy of 3% while the sensor had a non-linearity of <3%, repeatability of <3.5%, and full-scale hysteresis of <4.5% (22).

Pressure map acquisition

Two sensors were fastened underneath the compression plate as close as possible to its rounded cranial-juxtathoracic edge without bending them (as this affects output in an unpredictable manner (Fig. 2) (21). The radiographer positioned and compressed the breast as for a routine mammogram (23). The output from the sensors was stored and compression force and breast thickness were recorded as indicated by the mammographic device (hereby referred to as applied force to differentiate it from the measured force acquired by the sensor system). The procedure was repeated using approximately half the previous force.

Pressure map analysis

Pressure data and DM screening mammograms were used to create composite images with pressure data displayed as a color overlay. Since the pressure images and mammograms were of different size and scale they were adjusted to match. To ensure a good match, both an X-ray image and a pressure image of the sensors (fastened in position beneath the compression plate) were acquired so that the sensors were visible in both images. These two images served as a template for subsequent composite images. Since the compression plate extended outside the active area of the detector, the image was enlarged with blank (shown as black) regions, extending 0.9 cm and 0.6 cm along its left and upper edges, respectively (Fig. 3).

To investigate the effect of breast anatomy on pressure distribution two methods were used: a subjective measure in which the location of dense (fibroglandular) tissue was determined and an objective three-region division of the breast: inner breast 0–25%, middle breast 26–67%, and outer breast 68–100%, respectively, of the distance between the juxtathoracic edge of the mammogram and the maximum anterior extent of the breast (Fig. 4). The cut-off levels were arbitrary, but easily reproducible. Breast area was defined from the X-ray image. Dense tissue area was defined as the area of sensor elements covering radiopaque structures in the X-ray image, decided in consensus by a radiologist and a medical physicist. Relative density was defined as the ratio between the dense tissue area and breast area.

Statistical analysis

Data were analyzed using MedCalc (version 9.6.4.0; MedCalc Software, Mariakerke, Belgium). Pearson’s correlation coefficients were calculated to describe the strength

Fig. 3 An example of a composite X-ray/pressure breast image. Pressure information is displayed in transparent color on the mammogram. In this particular example a relatively large fraction of the compression force is distributed over the central parts of the breast. Pressure is also visible in the upper and middle left edges of the image. These three areas were pressurized in many breasts, though the relative force distribution between them varied. Due to the positioning of the sensors, pressure data could also be collected outside the X-ray image as shown along the left and upper edges.

Fig. 4 Example of division of the breast into inner, middle, and outer regions. Regions are defined as fractions of the distance between the juxtathoracic edge of the mammogram and the maximum anterior extent of the breast, 0–25%, 26–67%, and 68–100%, respectively.
of relationship between parameters. The two-sided paired t test was used to analyze differences between full and reduced compression. To identify differences between pressure pattern groups, data from different pressure patterns were analyzed by one-way analysis of variance (ANOVA) or Kruskal-Wallis ANOVA for non-parametric data. Multivariate analysis using multiple linear regression with pain as dependent variable and age, breast area, dense tissue area, breast thickness, force over the inner breast, force over the middle breast and breast thickness (full, P<0.001; reduced, P<0.001) as independent variables was performed. P values of <0.05 were considered statistically significant.

Results

The forces derived from the pressure measurements, 48.1 ± 19.4 N and 37.3 ± 19.0 N at full and reduced compression, respectively, were significantly different from the forces recorded by the compression device, 95.4 ± 6.9 N (P<0.0001) and 54.3 ± 6.4 N (P<0.0001), and lacked significant correlation to them (full: P=0.16; reduced: P=0.61) (Table 1). There was a significant difference between full and reduced compression with regard to all parameters (outer breast was excluded from data analysis due to low overall or non-existent pressure). No correlation was found between measured compression force and breast thickness (full, P=0.50; reduced, P=0.52). There was, however, strong negative correlation between measured force over the middle breast and breast thickness (full, P<0.001; reduced, P<0.009). There was no correlation between age and breast thickness (full, P=0.96; reduced, P=0.80).

Pain regression model

Experienced pain at full and reduced compression showed significant correlation (P<0.0001), but there was no correlation between pain and breast thickness (full, P=0.39; reduced, P=0.39). Multiple linear regression identified that pain was associated (P<0.001) with the independent variables breast area, mean pressure over dense tissue, and breast thickness, the latter notably not showing any significant relation to pain in the univariate analysis, as noted above (Table 2). Force over the middle breast was excluded from the model as it showed strong correlation to mean pressure over dense tissue (full, P<0.0001; reduced, P<0.0001); this multicolinearity implied that both values could not be included simultaneously in the regression model.

Pressure map analysis

From the composite images it was clear that pressure distribution varied widely between breasts. Only a minority of images showed relatively uniform pressure over the breast; the most frequent pattern was a number of high-pressure zones. Often, such a zone was seen in the juxtathoracic part of the breast, sometimes extending towards the armpit. Fig. 3 shows an example of a pressure distribution pattern.

Four pressure distribution patterns were identified. All compressions could be characterized as one, or a combination of two, of these patterns. Each pattern group is described below and shown in Fig. 5.

In group A pressure was widespread over the breast. The pressure was not uniformly distributed but most of the breast was subjected to some pressure.

Group B was characterized by high pressure in the central part of the breast while pressure was low, or not present, elsewhere. The location, size and shape of this area often, but not always, matched that of the radiologically dense tissue of the breast.

Group C showed a concentration of high pressure in the juxtathoracic region, extending in a decreasing gradient towards the central part of the breast.

### Table 1 Properties of 103 female breasts under full and reduced compression

<table>
<thead>
<tr>
<th>Parameter</th>
<th>Full compression</th>
<th>Reduced compression</th>
</tr>
</thead>
<tbody>
<tr>
<td>Breast area (cm²)</td>
<td>196±3 ± 56.3 (99.6–322.9)</td>
<td>27.5 ± 20.9 (0–109.7)</td>
</tr>
<tr>
<td>Dense tissue area (cm²)</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Mean pressure (kPa)</td>
<td></td>
<td></td>
</tr>
<tr>
<td>Pressurized area (cm²)†</td>
<td>95.4 ± 6.9 (77–112)</td>
<td>54.3 ± 6.3 (34–67)</td>
</tr>
<tr>
<td>Force over the inner breast (N)</td>
<td>52.9 ± 13.7 (2380)</td>
<td>54.7 ± 14.0 (2386)</td>
</tr>
<tr>
<td>Force over the middle breast (N)</td>
<td>29.0 ± 16.8 (3.9–85.4)</td>
<td>24.7 ± 16.8 (8.2–98.2)</td>
</tr>
<tr>
<td>Force over the breast (N)</td>
<td>18.9 ± 14.5 (0.0–68.6)</td>
<td>12.5 ± 9.3 (0.3–44.9)</td>
</tr>
<tr>
<td>Mean pressure over dense tissue (kPa)</td>
<td>48.1 ± 19.4 (14.6–109.5)</td>
<td>37.3 ± 19.0 (4.6–107.1)</td>
</tr>
<tr>
<td>Pressurized area over dense tissue (kPa)†</td>
<td>2.1 ± 1.0 (0.6–5.5)</td>
<td>1.6 ± 1.0 (0.2–6.1)</td>
</tr>
<tr>
<td>Mean pressure over pressurized area (kPa)†</td>
<td>87.5 ± 26.1 (37.1–177.4)</td>
<td>82.2 ± 27.4 (25.8–195.2)</td>
</tr>
<tr>
<td>Experienced pain†</td>
<td>5.6 ± 2.0 (2.1–11.5)</td>
<td>4.6 ± 2.2 (1.2–11.5)</td>
</tr>
</tbody>
</table>

†Pressurized area refers to the area of all sensors elements which gave a non-zero output

### Table 2 Estimation of pain prediction model using multiple linear regression

<table>
<thead>
<tr>
<th>Parameter</th>
<th>Coefficient</th>
<th>95% CI</th>
<th>P value</th>
</tr>
</thead>
<tbody>
<tr>
<td>Constant</td>
<td>39.244</td>
<td>N/A</td>
<td>N/A</td>
</tr>
<tr>
<td>Breast area</td>
<td>−0.209</td>
<td>−0.334 to −0.078</td>
<td>0.0023</td>
</tr>
<tr>
<td>Breast thickness</td>
<td>0.630</td>
<td>0.053 to 1.208</td>
<td>0.035</td>
</tr>
<tr>
<td>Mean pressure over dense tissue</td>
<td>3.346</td>
<td>0.891 to 5.801</td>
<td>0.0088</td>
</tr>
</tbody>
</table>
Group D was characterized by very high pressure along a narrow zone at the juxtathoracic edge, extending along the pectoral muscle towards the armpit with little or no pressure over the breast.

Group U (ungrouped) included the remaining cases, all of which showed some combination of the above mentioned pressure patterns, most frequently a combination of group B and D.

Table 3 lists data from pressure measurements, properties determined from the mammograms, and various other parameters by pressure pattern group. Notably, there is no evidence of differences due to age ($P=0.68$). Subjects of group B experienced the highest level of pain, although not statistically significant ($P=0.094$). Compressed breast thickness was highest for group D ($P=0.003$).

Discussion

The main purpose of breast compression is to separate structures in dense parenchymal tissues, through applying force to these areas. We hypothesized that less diagnostically relevant structures, such as the pectoral muscle, are firmer than the parenchyma, becoming more so when compressed, and will be subjected to proportionally higher pressure. This effect is believed to become more pronounced as compression increases. The pectoral muscle and other structures at the chest wall would act as a support, preventing adequate compression of relevant tissues of the breast. We therefore hypothesized that a moderate reduction of the compression force would not significantly decrease pressure applied to breast tissue.

From the pressure images it is reasonable to conclude that two main factors influence pressure distribution; variations in thickness and stiffness across the breast: groups A and B showed pressure over the densest (and likely stiffest) part of the breast while groups C and D showed pressure over the thick juxtathoracic part and the pectoral muscle. It is possible that groups A and B represent subjects where the breast is thicker than the juxtathoracic structures. Thus our hypothesis applies primarily to groups C and D. Eklund et al. have reported that the pectoral muscle can limit the compression of anterior tissue if it is prominently included. They therefore recommended so-called displacement images, analogous to those required when a prosthesis is present (24, 25). We investigated this by calculating the area of the pectoral muscle included in the mammogram and found no significant difference between pressure pattern groups (ANOVA, $P=0.88$).

No correlation could be found between the compressed breast thickness and either the applied or measured force. The thickness difference between full and reduced compression was less than 2 mm on average. In groups A and B (where force is applied to the breast itself) this suggests that the breast is well compressed already at a relatively low applied level of force, with further force application resulting in a very small reduction in thickness at the cost of increased pain. This should also have a minimal impact on glandular dose (3). For groups C and D increased compression force will mainly reduce the thickness of the pectoral muscle and the juxtathoracic area and the level of force applied will have little effect on the compression of the breast itself. In both cases this might explain previous studies, which have found that there is no significant reduction in image quality due to reduced compression force (3, 9, 10). Essentially, our results might suggest that the reduced compression force (on average 54.3 ± 6.3 N) is enough to adequately compress the breast and that further application of force will result in excess pain for a very minor decrease in thickness, provided that force is actually distributed to the breast itself. If not, the breast will not be adequately compressed even with standard compression force as juxtathoracic structures absorb the applied force (which is consistent with our hypothesis). Therefore it is our recommendation that pressure distribution, more so than force, should be taken into account when assessing the effects of breast compression. To verify this, a study of how image quality correlates to the pressure distribution would be of great interest.

It is not suitable to base compression on applied force, it is pressure caused by this force that leads to deformation of the breast. If breasts were homogenous in structure, pressure and thus compression would simply vary with...
### Table 3: Breast properties measured by pressure pattern group. All data are taken at full compression if not otherwise stated and if applicable to the particular data-set

<table>
<thead>
<tr>
<th></th>
<th>Group A</th>
<th>Group B</th>
<th>Group C</th>
<th>Group D</th>
<th>Group U</th>
<th>P value</th>
</tr>
</thead>
<tbody>
<tr>
<td><strong>Subjects†</strong></td>
<td>30 (29%)</td>
<td>8 (8%)</td>
<td>16 (16%)</td>
<td>27 (26%)</td>
<td>22 (21%)</td>
<td></td>
</tr>
<tr>
<td><strong>Age (years)</strong></td>
<td>47.5 (40.5–70.8)</td>
<td>47.5 (40.5–70.8)</td>
<td>47.5 (40.5–70.8)</td>
<td>47.5 (40.5–70.8)</td>
<td>47.5 (40.5–70.8)</td>
<td>0.68</td>
</tr>
<tr>
<td><strong>Breast area (cm²)</strong></td>
<td>191.5 ± 59.4 (109.6–235.6)</td>
<td>185.6 ± 57.3 (117.1–235.6)</td>
<td>174.6 ± 42.9 (109.1–235.6)</td>
<td>146.8 (40.5–89.2)</td>
<td>200.8 ± 55.6 (113.4–311.1)</td>
<td>0.20</td>
</tr>
<tr>
<td><strong>Dense tissue area (cm²)</strong></td>
<td>28.2 ± 20.7 (16.8–65.5)</td>
<td>34.7 ± 17.9 (9.7–51)</td>
<td>17.0 ± 10.7 (0.0–37)</td>
<td>25.7 ± 10.8 (1.6–51.6)</td>
<td>33.1 ± 10.9 (1.6–109.7)</td>
<td>0.14</td>
</tr>
<tr>
<td><strong>Relative density (%)</strong></td>
<td>0.27 ± 0.14 (0.06–0.54)</td>
<td>0.25 ± 0.10 (0.03–0.37)</td>
<td>0.18 ± 0.10 (0.02–0.33)</td>
<td>0.20 ± 0.12 (0.02–0.43)</td>
<td>0.25 ± 0.15 (0.03–0.61)</td>
<td>0.11</td>
</tr>
<tr>
<td><strong>Breast thickness (mm) (Full Compression)</strong></td>
<td>46.5 ± 13.6 (23–72)</td>
<td>46.4 ± 11.0 (30–59)</td>
<td>56.9 ± 11.7 (40–77)</td>
<td>58.0 ± 12.8 (36–79)</td>
<td>55.4 ± 13.2 (34–84)</td>
<td>0.0030</td>
</tr>
<tr>
<td><strong>Breast thickness (mm) (Reduced Compression)</strong></td>
<td>47.6 ± 14.2 (23–76)</td>
<td>48.4 ± 11.6 (32–59)</td>
<td>59.6 ± 11.4 (42–82)</td>
<td>59.6 ± 12.8 (38–79)</td>
<td>57.2 ± 13.5 (35–88)</td>
<td>0.0027</td>
</tr>
<tr>
<td><strong>Force over the inner breast (N)</strong></td>
<td>23.3 ± 10.0 (4.0–40.0)</td>
<td>7.4 ± 3.1 (3.9–12.6)</td>
<td>34.5 ± 11.6 (12.6–59.0)</td>
<td>40.0 ± 18.8 (10.9–85.4)</td>
<td>26.9 ± 17.1 (10.1–74.7)</td>
<td>&lt; 0.0001</td>
</tr>
<tr>
<td><strong>Force over the middle breast (N)</strong></td>
<td>29.8 ± 14.0 (10.1–61.9)</td>
<td>36.4 ± 16.7 (11.0–68.6)</td>
<td>9.8 ± 6.3 (17.1–21.8)</td>
<td>8.3 ± 5.8 (0–25.4)</td>
<td>17.3 ± 9.5 (3.8–40.3)</td>
<td>&lt; 0.0001</td>
</tr>
<tr>
<td><strong>Mean pressure (kPa)</strong></td>
<td>2.4 ± 1.0 (0.9–3.3)</td>
<td>1.9 ± 0.8 (1.3–3.8)</td>
<td>2.1 ± 0.8 (1.0–3.8)</td>
<td>2.0 ± 1.0 (0.7–4.1)</td>
<td>1.8 ± 0.9 (0.6–4.0)</td>
<td>0.18</td>
</tr>
<tr>
<td><strong>Pressurized area (cm²)</strong></td>
<td>104.3 ± 24.5 (58.1–177.4)</td>
<td>75.2 ± 16.9 (51.6–101.8)</td>
<td>79.4 ± 18.3 (43.5–108.1)</td>
<td>72.9 ± 21.9 (71.1–132.3)</td>
<td>94.6 ± 26.8 (51.6–158.5)</td>
<td>&lt; 0.0001</td>
</tr>
<tr>
<td><strong>Mean pressure over dense tissue (kPa)</strong></td>
<td>4.2 ± 2.0 (0.4–10.3)</td>
<td>5.4 ± 3.1 (0.0–10.5)</td>
<td>1.1 ± 1.2 (0.0–3.7)</td>
<td>0.7 ± 0.7 (0.0–2.7)</td>
<td>1.7 ± 1.9 (0.0–8.0)</td>
<td>&lt; 0.0001</td>
</tr>
<tr>
<td><strong>Experienced pain‡ (Half Compression)</strong></td>
<td>27 (85.7%)</td>
<td>25 (86.7%)</td>
<td>41 (60)</td>
<td>47 (79.7%)</td>
<td>47 (79.7%)</td>
<td>0.094</td>
</tr>
<tr>
<td><strong>Experienced pain‡ (Full Compression)</strong></td>
<td>15.5 (3.9–65.2)</td>
<td>33.7 (5–71)</td>
<td>47 (60)</td>
<td>47 (79.7%)</td>
<td>47 (79.7%)</td>
<td>0.22</td>
</tr>
</tbody>
</table>

†Probability of all groups being drawn from a sample population with equal mean/median

‡Numbers of subjects, with percentages in parentheses

Unless otherwise noted, data are mean values ± 1 standard deviation, with ranges in parentheses

...the size of the breast. However, because the breast is in...
Conflict of interest: None.

ACKNOWLEDGEMENTS

The authors would like to express their gratitude to: Maria Seserin, Unilabs, Malmö, Sweden, for her efforts in patient handling; Professor Kjell Lindström, Department of Biomedical Engineering, Lund University, Skåne University Hospital, Malmö, Sweden, for his valuable comments regarding the sensor system; and Associate Professor Jonas Björk, Division of Occupational and Environmental Medicine, Lund, Sweden, for his efforts in processing statistical material. The authors would like to thank the Medical Faculty at Lund University, Region Skåne (regionalt forskningsstöd), Stiftelsen för cancerforskning vid Onkologiska kliniken vid Universitetssjukhuset MAS, Allmänna Sjukhusets i Malmö stiftelse för bekämpande av cancer, and Siemens AB, Healthcare Sector Sweden for financial support.

REFERENCES

10 Thilander Klang A, Diagnostic Quality and Absorbed Dose in Mammography. Gothenburg University of Gothenburg; 1997
12 Azar FS, Metaxas DN, Schnall MD. A deformable finite element model of the breast for predicting mechanical deformations under external perturbations. Acad Radiol 2001;8:965–75
20 Bachus KN, DeMarco AL, Judd KT, et al. Measuring contact area, force, and pressure for bioengineering applications: using Fuji Film and TekScan systems. Med Eng Phys 2006; 28:483–8
Paper IV
No evidence for shedding of circulating tumor cells into the peripheral venous blood as a result of mammographic breast compression

Research article

Daniel Förnvik\textsuperscript{1,*}
Ingvar Andersson\textsuperscript{2}
Roy Ehrnström\textsuperscript{3}
Magnus Dustler\textsuperscript{1}
Lisa Rydén\textsuperscript{4}
Anders Tingberg\textsuperscript{1}
Sophia Zackrisson\textsuperscript{2}
Kristina Aaltonen\textsuperscript{5}

\textsuperscript{1}Medical Radiation Physics
Department of Clinical Sciences, Malmö, Lund University
Skåne University Hospital Malmö
SE-205 02 Malmö, Sweden

\textsuperscript{2}Diagnostic Radiology
Department of Clinical Sciences, Malmö, Lund University
Skåne University Hospital Malmö
SE-205 02 Malmö, Sweden

\textsuperscript{3}University and Regional Laboratories Region Skåne
Department of Pathology
Skåne University Hospital Malmö
SE-205 02 Malmö, Sweden

\textsuperscript{4}Surgery
Department of Clinical Sciences, Lund, Lund University
Skåne University Hospital Lund
SE-222 21 Lund, Sweden

\textsuperscript{5}Oncology
Department of Clinical Sciences, Lund, Lund University
Skåne University Hospital Lund
SE-222 21 Lund, Sweden

\textsuperscript{*}Corresponding author:
daniel.fornvik@med.lu.se
Phone: +46 40 33 86 59
Fax: +46 40 96 31 85
No evidence for shedding of circulating tumor cells into the peripheral venous blood as a result of mammographic breast compression

Abstract

**Introduction:** The study aimed to investigate whether mammographic compression procedures might cause shedding of tumor cells into the circulatory system as reflected by circulating tumor cell (CTC) count in peripheral venous blood samples.

**Methods:** From March to October 2012, 24 subjects with strong suspicion of breast malignancy were included in the study. Peripheral blood samples were acquired before and after mammography. Enumeration of CTCs in the blood samples was performed using the CellSearch® system. The pressure distribution over the tumor-containing breast was measured using thin pressure sensors.

**Results:** Median age was 66.5 years (range, 51-87 years). In 22 of the 24 subjects breast cancer was subsequently confirmed. The difference between the average mean tumor pressure $6.8 \pm 5.3$ kPa (range, 1.0-22.5 kPa) and the average mean breast pressure $3.4 \pm 1.6$ kPa (range, 1.5-7.1 kPa) was statistically significant ($P < 0.001$), confirming that there was increased pressure over the tumor. The median pathological tumor size was 19 mm (range, 9-30 mm). Four subjects (17%) were CTC positive before compression and two of these (8%) were also CTC positive after compression. A total of seven CTCs were isolated with a mean size of $8 \times 6 \mu m$ (range of longest diameter, 5-12 $\mu m$).

**Conclusions:** We found no elevated CTC count in the peripheral blood after mammography, although a possible explanation is that the CTCs were trapped in the lung capillaries. The study supports the view that mammography is a safe procedure.

**Keywords:** circulating tumor cells, breast compression, breast cancer, mammography
Introduction

Mammography is the golden standard imaging method of the breast. Compression of the breast during mammography is performed to improve image quality by increasing breast tissue separation and reducing scattered radiation, and to minimize the radiation dose to the breast, which is one of the most radiosensitive tissues of the female body. For these reasons, the breast is compressed as much as reasonably possible to a level just below the patient’s pain threshold or up to the maximum setting of the machine (generally 200 N). It has long been discussed whether this applied pressure may damage a tumor resulting in shedding of malignant cells into the circulatory system and whether this in turn will affect the prognosis [1-3]. Several publications have stressed the need for caution in cancer surgery, emphasizing the importance of minimizing tumor manipulation to avoid dissemination of malignant cells [4-8]. Older studies have found that moderate pressure applied to tumors in small animals caused the number of cancer cells per ml blood to rise drastically or the incidence of distant metastases to increase compared to controls [9-12]. This is a relevant concern for mammography since the most important and detrimental step in the progression of breast cancer is the occurrence of metastatic disease through dissemination of cancer cells to other parts of the body.

Many critical steps of the metastatic cascade are unclear, including how malignant cells (possibly due to acquired features) can give rise to overt metastasis in secondary organs. One of the first steps in the metastatic process is the spread of tumor cells into the blood circulation. These circulating tumor cells (CTCs) have left the primary tumor and studies have confirmed that the CTC count per unit of blood is an independent prognostic marker for progression-free survival and overall survival in several types of cancer [13-15]. Also, the CTC count in peripheral blood of metastatic cancer patients during therapy directly reflects
the patient’s response to therapy [16, 17]. The prognostic role of CTC in primary (non-metastatic) cancer has not been widely investigated [18], but a few studies have shown that the presence of CTCs can predict poor prognosis also in patients with primary breast cancer [15, 19, 20]. Furthermore, a prospective study by Lucci and colleagues [21] has shown that the presence of one or more CTCs predicted both early recurrence and decreased overall survival in 302 non-metastatic breast cancer patients independent of prognostic factors such as tumor size or grade. Franken et al. included 404 stage I-III patients and showed that the presence of CTCs (≥1/30 ml) was associated with an increased risk for breast cancer related death [22]. Thus, the presence of CTCs seems to be an important prognostic factor also in women with primary breast cancer.

We hypothesized that damage to a tumor, caused by the pressure arising from compression of the breast, might release tumor cells into the blood stream. The main study aim was to investigate whether mammographic compression procedures might cause shedding of tumor cells as reflected by CTC count in peripheral blood samples taken before and after compression of the breast. To examine a possible correlation between the magnitude of the pressure and the CTC count, we measured the applied pressure to the tumor and the rest of the breast.

**Materials and methods**

**Study population**

Subjects were recruited among patients referred for clinical mammography as well as from the screening program. Patients from the clinical practice (below referred to as symptomatic women) were selected if information on clinical findings in the referral notes indicated a strong suspicion of malignancy. Subjects from the screening program were selected on the
basis of the screening mammogram showing a strong suspicion of malignancy requiring recall for further investigation. A total of 24 subjects were included from March to October 2012. The workflow is illustrated in Figure 1.

The Regional Ethical Review Board at Lund University (Dnr 314/2011) approved the study. Written informed consent was obtained from all included patients and all examinations were voluntary.

**Blood sampling and image acquisition**

All blood samples were drawn from either a cubital vein (97%) or a vein on the dorsal aspect of the hand (3%). The first blood sample was drawn immediately before the mammography examination, but in the symptomatic patients after an ultrasound examination using minimal pressure on the probe. The rationale of the ultrasound was to confirm the presence of a suspicious lesion (Figure 1). All subjects then underwent three projection views of the breast of interest: craniocaudal (CC), mediolateral oblique (MLO) and lateromedial (LM) using the Siemens MAMMOMAT Inspiration system (Siemens AG, Erlangen, Germany). In 22/24 (92%) of the subjects the pressure distribution was recorded in the CC projection image, in the remaining two of the subjects (8%) it was recorded in the MLO projection image. After completed mammography examination the second blood sample was drawn. This occurred on average 5.1 minutes (range, 2-14 minutes) after the pressure distribution was recorded.

**Pressure measurement system**

The pressure distribution over the compressed breast was measured using two thin, flexible I-Scan (TekScan Inc, South Boston, MA, USA) FSR (Force Sensing Resistor) pressure sensors (model 9801). Each sensor is 0.18 mm thick and has an active area of 76 mm x 203 mm,
divided into 6 x 16 sensor elements. The sensors were calibrated and verified before each subject measurement and the sensitivity was set according to previous experience [23]. The pressure resolution at this setting is roughly 0.14 kPa with a saturation limit between 30-35 kPa. The performance of the I-Scan system has been verified previously and evaluated under conditions similar to those used in this study [23-25].

Pressure distribution acquisition
Two sensors were fastened adjacent to one another underneath the compression paddle (model 1014011, dimensions: 28 x 20 x 0.16 cm) (Figure 2) for one of the projection images (see above) and then removed before the remaining images were acquired because the sensors are radiopaque (Figure 3). The pressure image was obtained using our routine technique in terms of positioning and compression force. The output from the sensors was stored and compression force and thickness was recorded as indicated by the mammographic device. Pressure data and the corresponding projection images were used to create composite images (Figure 3). The pressure column closest to the chest wall (the first 16 sensor elements) was excluded from the analysis as this column is usually outside the mammogram and characterized by high pressure values due to the inclusion of superficial parts of the chest wall [23]. A medical physicist (DF) together with an experienced radiologist (IA) decided in consensus which pressure elements covered the tumor areas.

Enumeration and definition of circulating tumor cells
Enumeration of CTCs in the blood circulation was performed with the Food and Drug Administration (FDA)-approved CellSearch® method (Veridex, Raritan, NJ, USA). Peripheral blood (7.5 ml) was drawn into CellSave Preservative Tubes (Veridex). Two samples were drawn before compression and two samples after compression to increase the likelihood of
detecting possible CTCs. Samples were maintained at room temperature and processed within 96 hours after blood collection. The methodology as well as the precision, accuracy and reproducibility of CTC measurements using the CellSearch® system have been previously described [26, 27]. Briefly, antibodies conjugated to ferro-fluid particles were used to magnetically isolate cells expressing the Epithelial Cell Adhesion Molecule (EpCam). Unbound cells were removed and the enriched sample was fluorescently stained for nucleic acids (DAPI), cytokeratins (CK 8, 18 and 19) and CD45. Cells with a size of at least 4 μm presenting the phenotype DAPI+/CK+/CD45- were classified as CTCs. All CTC evaluations were performed at the Department of Oncology (Clinical Sciences, Lund University, Sweden), by two accredited and independent scorers. In this study, the presence of one or more CTCs in any of the two pairs of samples (before and after) was considered CTC positive [15, 18, 22, 28, 29].

Staging and pathology review

Information on tumor histology, staging and prognostic factors was retrieved from pathology reports (Skåne University Hospital, Malmö, Sweden). All patients underwent primary surgery according to regional guidelines including mastectomy or breast-conserving surgery as well as sentinel node biopsy. In patients with metastatic sentinel node, axillary clearance was performed. The tumor size was given as the largest measured histological value of the x-, y- and z-axis of the tumor. Axillary node involvement was classified as positive in the presence of micro- and macrometastases, as negative in the presence of only isolated tumor cells or no node involvement or not applicable (N/A). All tumors were classified as well as graded according to the Nottingham (Elston/Ellis) grading system. Multifocal tumors were characterized by multiple foci of tumor cells found in the same breast quadrant with intervening ordinary stroma. Vascular invasion was determined by immunohistochemistry
(IHC) of CD34 and CD31 (BD Pharmingen) to detect blood vessels and podoplanin/D2-40 (Signet antibodies) to detect lymphatic vessels. Estrogen receptor (ER)- and progesterone receptor (PR)-positivity was evaluated by IHC with monoclonal antibodies (Ventana/Roche) with a cut-off for positivity set to >10%. Human epidermal growth factor receptor 2 (HER2) status was determined according to international standards [30]. Ki67 expression was measured with the antibody M1B1 (DAKO) and the cut-off for positivity was set to >20% positively stained tumor cells.

**Statistical analysis**

The number of patients with positive CTCs was too small to perform any correlation tests or multivariate analysis. A paired t-test was used to determine if there was a statistically significant difference between the pressure exerted over the tumor and the surrounding breast parenchyma. A Mann-Whitney test was used to assess differences between symptomatic and asymptomatic subjects with regard to tumor characteristics. All analyses were performed using the SPSS software (version 20; SPSS Inc, Chicago, IL, USA) and P-values < 0.05 were considered statistically significant.

**Results**

**Pathology findings**

The median age of the subjects was 66.5 years (range, 51-87 years). Eleven (46%) of the subjects were symptomatic and 13 (54%) were asymptomatic. Of the 24 subjects, 15 (63%) had invasive ductal carcinomas (IDC), three (13%) had invasive lobular carcinomas (ILC), four (17%) had other types of carcinoma, one (4%) had non-Hodgkin’s lymphoma and one (4%) had a benign cyst (Table 1). The median pathological tumor size was 19 mm (range, 9-30 mm). Twelve (55%) of the malignant breast tumors were histologic grade 1 or 2 and eight
(36%) were grade 3. Four (18%) were HER2 positive, six (27%) were ER-negative and eleven (50%) were PR-negative. One (5%) of the subjects showed vascular invasion and 13 (59%) had Ki67 > 20%. There were no apparent differences between tumor characteristics in symptomatic and asymptomatic women ($P > 0.05$), but a trend for larger tumor sizes was seen in the symptomatic group ($P = 0.10$).

**Pressure**

The average applied compression force over the breast with pressure sensors attached was 105.1 ± 17.6 N (range, 54-132 N). The average breast thickness in the same projection was 45.1 ± 12.2 mm (range, 19-73 mm).

The average maximum tumor pressure was 10.1 ± 8.4 kPa (range, 1.0-36.1 kPa) and the average mean tumor pressure was 6.8 ± 5.3 kPa (range, 1.0-22.5 kPa). The difference between the average mean tumor pressure and the average mean breast pressure 3.4 ± 1.6 kPa (range, 1.5-7.1 kPa) was statistically significant ($P < 0.001$). Thus, the pressure was, on average, higher over the tumor compared to the rest of the breast and confirms that there is substantial pressure over the tumor. An example of a composite image with pressure data displayed as a color overlay is shown in Figure 3.

**CTC evaluation**

Four subjects (17%) were CTC positive before compression and two of these (8%) were also CTC positive after compression. A total of seven CTCs were isolated with a mean size of 8 x 6 µm (range of longest diameter, 5-12 µm) (Figure 4). No relationships could be found between the presence of CTC and applied pressure or any pathological factors. An interesting
observation, however, is that the two patients with CTC positive results before and after compression had a tumor size above the median (25 and 30 mm, respectively) (Table 1).

**Discussion**

This study aimed at investigating whether malignant tumor cells are shed and detectable in peripheral venous blood during mammographic compression. To the authors’ knowledge, this is the first study investigating this issue. In this pilot study we found no evidence of tumor cell shedding to the peripheral blood, as opposed to a substantial number of animal studies [9-12], surgery shedding studies [4-8] and letters of concern [1-3] regarding tumor cell shedding following manipulation of the primary tumor. The presence of ≥1 CTC in 17% of our subjects is close to the span of other studies (using different volumes of blood) of primary breast cancer patients (19-31%) [15, 18, 20, 22, 31]. We could not find any relationship between the presence of CTCs and tumor characteristics (Table 1), which is consistent with other studies that have also found a lack of correlation between CTCs and histopathological factors [18, 29, 32].

We assumed that cancers with a medullary growth pattern including some grade 3 invasive ductal cancers which are often also well vascularized would be more prone to microruptures and shedding than cancers with productive fibrosis like many grade 1 and 2 ductal and lobular cancers. Our material might be too small to exclude such a possibility.

One (4%) of our CTC positive subjects had a benign cyst. The reported percentages of patients with benign disease that are CTC positive are between 8% [26] and 15% [22]. Whether or not CTCs in patients with benign disease are dangerous is currently unclear. It is possible that these cells are either non-malignant epithelial cells that have been stimulated to migration by inflammatory cytokines or actual malignant CTCs released from a pre-malignant lesion as discussed in benign colon disease [33].
We found that the pressure over the tumor was higher than over the rest of the breast, which is attributed to the difference in tissue elasticity between abnormal and normal tissue structures. The pressure over the tumor from manipulating the breast during positioning and subsequent compression is in general quite low. Clinical exams/palpation would result in pressures to the tumor exceeding those applied in the current study [34]. However, it is occasionally seen that a cyst disappears after mammography, supposedly due to rupture [35].

A few concerns regarding the probability to find CTCs in the present study should be addressed. First, CTC enumeration follows a Poisson distribution and is limited by the sampling error inherent to rare event detection and the fact that only ~ 0.15% (7.5 ml) of the total blood volume (5 l) is sampled [26]. In this study two samples were collected before and after compression (30 ml in total) for increased sensitivity. Second, despite its status as an FDA-approved method, one limitation of the CellSearch® system is that only CTCs expressing the epithelial marker EpCam will be detected. EpCam is likely to be (partly) downregulated during epithelial mesenchymal transition (EMT), which is the process when tumor cells leave the primary tumor to enter the blood stream [36]. An EpCam-based method could thus lack the possibility to identify the most stem-like and aggressive cancer cells in the blood circulation. Also, cells in the “normal-like” subgroup of breast cancer sometimes lack EpCam-expression [37] causing these cells to avoid detection in many enumeration methods used today. Third, there exist no reliable data regarding the CTC half-life in human subjects. Meng et al. estimate the half-life to be 1 to 2.4 hours [38]. The depletion kinetics of circulating prostate cancer cells were examined by Li et al. and they found that >70% of high-metastatic PC-3 cells and <30% of low-metastatic LNCaP cells were depleted from the circulation after 1 hour following tail vein injection of BALB/c nude mice, respectively [39].
On the other hand Romsdahl et al. noticed a very fast depletion of CTCs with 93.6-99.6% percent reduction 4 minutes after tumor manipulation [10]. We collected our blood samples as fast as possible, on average 5.1 minutes after breast compression, limiting the possible half-life effect. But there is a risk that we missed the cell seeding by collecting the samples either within a too short or too long time frame. In general, the limited knowledge of the biology of CTCs and the process of metastasis is a limiting factor in detecting the total number of CTCs present in cancer patients.

One can speculate how a bolus of tumor cells to the blood would affect the patient prognosis. It is known that a decrease in the number of CTCs in metastatic breast cancer patients from unfavorable (≥ 5 CTC/7.5 ml of blood) to favorable (<5 CTC/7.5ml of blood) improves survival and could be used as a predictive factor of treatment response [13, 17]. However, only a fraction of the tumor cells that are shed into the bloodstream are believed to succeed in establishing secondary tumors [40]. There are also indications that trapped tumor cells in the lungs are destroyed due to mechanical aspects such as frictional and shearing forces [41]. Still, an increase of trapped malignant cells to the lungs would likely increase the risk of metastasis [11].

The pathways of possible CTCs originating from primary breast cancers are largely undetermined. In order to reach the peripheral veins (from where blood was drawn in this study) CTCs need to pass both the capillaries of the lungs and the capillary beds of the extremities without being trapped. This process is poorly understood, as the size of a CTC is often in the order of 5-12 μm (and sometimes considerably larger) compared to the capillaries internal diameters of around 3-7 μm. In addition, carcinoma cells are not especially deformable compared to erythrocytes, making CTCs ill suited for passage [42]. Possible
explanations of CTCs bypassing capillaries are that they become smaller by pinching off large amounts of cytoplasm, or that they travel through arterio-venous shunts [43]. Thus, we cannot exclude the dissemination of tumor cells as a result of applied breast compression; however, the cells might not reach the peripheral blood due to filtration in the capillary beds. For example, grade 3 tumors in general have larger, polymorphous cells and should thus have a greater tendency to be trapped in the lung capillaries. Animal studies indicate that the majority of cancer cells injected intravenously are arrested in the microvasculature of the lungs [42, 44, 45] and that the passage through small capillaries is also tumor dependent [46]. Furthermore, the CTC count has been shown to be higher in the central veins compared to the peripheral veins [47-49]. As an extension of the current study on the effect of breast compression we intend to draw blood from the superior vena cava in breast cancer patients, in addition to peripheral vein sampling, in order to assess the sieving of CTCs in the lung capillaries.

Conclusions
This pilot study supports the view that mammography is a safe procedure from the point of view of malignant cell shedding to peripheral blood.

Abbreviations
CC: craniocaudal; CTC: circulating tumor cell; EMT: epithelial mesenchymal transition; ER: estrogen receptor; FSR: force sensing resistor; HER2: human epidermal growth factor receptor 2; IDC: invasive ductal carcinoma; IHC: immunohistochemistry; ILC: invasive lobular carcinoma; LM: lateromedial; MLO: mediolateral oblique; PR: progesterone receptor;

Authors’ contribution
All authors (DF, IA, RE, MD, LR, AT, SZ and KA) made substantial contributions to conception and design, writing and critical review of the manuscript. In addition: IA conceived of the study. DF, IA and MD coordinated the data acquisition. IA, RE, LR and SZ participated in data interpretation. DF performed the statistical analysis. KA performed the blood sample analysis. AT and SZ were responsible for financial support. All authors read and approved the final manuscript.

**Competing interests**

The authors declare that they have no competing interests.

**Acknowledgements**

The authors would like to thank G. Dinnetz, E. Edvik and E. Undrén for logistics and blood sample collection; S. Baker and C. Welinder for processing blood samples. We also thank Gunnar Nilssons Cancerstiftelse, Magnus Bergvalls Stiftelse, Region Skåne (regional forskningsstöd) and Stiftelsen för cancerforskning vid Onkologiska kliniken vid Universitetssjukhuset MAS, for financial support.
References


Table 1. Tumor characteristics and descriptive data of the 24 study subjects.

<table>
<thead>
<tr>
<th>Subject</th>
<th>Age [years]</th>
<th>CTC before</th>
<th>CTC after</th>
<th>Maximum tumor pressure [kPa]</th>
<th>Tumor Size [mm]</th>
<th>Nodal status</th>
<th>Histology</th>
<th>Histological grade</th>
<th>Multifocal</th>
<th>Vascular invasion</th>
<th>ER</th>
<th>PR</th>
<th>HER2</th>
<th>Ki-67 [%]</th>
</tr>
</thead>
<tbody>
<tr>
<td>1 (a)</td>
<td>66</td>
<td>0</td>
<td>0</td>
<td>13</td>
<td>21</td>
<td>-</td>
<td>IDC</td>
<td>3</td>
<td>-</td>
<td>+</td>
<td>+</td>
<td>+</td>
<td>-</td>
<td>50</td>
</tr>
<tr>
<td>2 (a)</td>
<td>70</td>
<td>0</td>
<td>0</td>
<td>7</td>
<td>13</td>
<td>-</td>
<td>IDC</td>
<td>3</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>50</td>
</tr>
<tr>
<td>3 (s)</td>
<td>85</td>
<td>0</td>
<td>0</td>
<td>NA</td>
<td>NA</td>
<td>Non- Hodgkin’s lymphoma</td>
<td>NA</td>
<td>NA</td>
<td>NA</td>
<td>NA</td>
<td>NA</td>
<td>NA</td>
<td>NA</td>
<td>NA</td>
</tr>
<tr>
<td>4 (a)</td>
<td>65</td>
<td>1</td>
<td>1</td>
<td>10</td>
<td>30</td>
<td>-</td>
<td>IDC</td>
<td>2</td>
<td>-</td>
<td>-</td>
<td>+</td>
<td>+</td>
<td>-</td>
<td>15</td>
</tr>
<tr>
<td>5 (a)</td>
<td>51</td>
<td>0</td>
<td>0</td>
<td>11</td>
<td>19</td>
<td>-</td>
<td>Medullary carcinoma</td>
<td>3</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>80</td>
</tr>
<tr>
<td>6 (a)</td>
<td>51</td>
<td>0</td>
<td>0</td>
<td>10</td>
<td>12</td>
<td>-</td>
<td>IDC</td>
<td>2</td>
<td>-</td>
<td>-</td>
<td>+</td>
<td>+</td>
<td>-</td>
<td>25</td>
</tr>
<tr>
<td>7 (s)</td>
<td>83</td>
<td>0</td>
<td>0</td>
<td>4</td>
<td>17</td>
<td>-</td>
<td>Intracytic papillary carcinoma</td>
<td>2</td>
<td>-</td>
<td>NA</td>
<td>+</td>
<td>+</td>
<td>-</td>
<td>NA</td>
</tr>
<tr>
<td>8 (a)</td>
<td>58</td>
<td>1</td>
<td>0</td>
<td>7</td>
<td>13</td>
<td>-</td>
<td>IDC</td>
<td>1</td>
<td>-</td>
<td>-</td>
<td>+</td>
<td>+</td>
<td>-</td>
<td>14</td>
</tr>
<tr>
<td>9 (a)</td>
<td>64</td>
<td>0</td>
<td>0</td>
<td>1</td>
<td>11</td>
<td>-</td>
<td>IDC</td>
<td>3</td>
<td>-</td>
<td>-</td>
<td>+</td>
<td>+</td>
<td>-</td>
<td>30</td>
</tr>
<tr>
<td>10 (s)</td>
<td>85</td>
<td>0</td>
<td>0</td>
<td>14</td>
<td>22</td>
<td>+</td>
<td>IDC</td>
<td>3</td>
<td>-</td>
<td>-</td>
<td>+</td>
<td>-</td>
<td>+</td>
<td>75</td>
</tr>
<tr>
<td>11 (a)</td>
<td>64</td>
<td>0</td>
<td>0</td>
<td>4</td>
<td>9</td>
<td>-</td>
<td>Metaplastic carcinoma</td>
<td>3</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>+</td>
<td>30</td>
</tr>
<tr>
<td>12 (s)</td>
<td>87</td>
<td>0</td>
<td>0</td>
<td>12</td>
<td>19</td>
<td>-</td>
<td>IDC</td>
<td>2</td>
<td>+</td>
<td>-</td>
<td>+</td>
<td>+</td>
<td>-</td>
<td>17</td>
</tr>
<tr>
<td>13 (s)</td>
<td>78</td>
<td>0</td>
<td>0</td>
<td>11</td>
<td>25</td>
<td>-</td>
<td>IDC</td>
<td>3</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>+</td>
<td>35</td>
</tr>
<tr>
<td>14 (s)</td>
<td>77</td>
<td>1</td>
<td>0</td>
<td>3</td>
<td>NA</td>
<td>NA</td>
<td>Benign cyst</td>
<td>NA</td>
<td>NA</td>
<td>NA</td>
<td>NA</td>
<td>NA</td>
<td>NA</td>
<td>NA</td>
</tr>
<tr>
<td>15 (a)</td>
<td>63</td>
<td>0</td>
<td>0</td>
<td>20</td>
<td>20</td>
<td>+</td>
<td>IDC</td>
<td>1</td>
<td>-</td>
<td>+</td>
<td>+</td>
<td>+</td>
<td>-</td>
<td>15</td>
</tr>
<tr>
<td>16 (s)</td>
<td>83</td>
<td>0</td>
<td>0</td>
<td>2</td>
<td>19</td>
<td>-</td>
<td>IDC</td>
<td>2</td>
<td>-</td>
<td>-</td>
<td>+</td>
<td>+</td>
<td>-</td>
<td>21</td>
</tr>
<tr>
<td>17 (s)</td>
<td>67</td>
<td>0</td>
<td>0</td>
<td>6</td>
<td>22</td>
<td>+</td>
<td>ILC</td>
<td>2</td>
<td>-</td>
<td>-</td>
<td>+</td>
<td>+</td>
<td>-</td>
<td>5</td>
</tr>
<tr>
<td>18 (s)</td>
<td>58</td>
<td>0</td>
<td>0</td>
<td>3n</td>
<td>12</td>
<td>+</td>
<td>IDC</td>
<td>1</td>
<td>-</td>
<td>-</td>
<td>+</td>
<td>-</td>
<td>-</td>
<td>10</td>
</tr>
<tr>
<td>19 (a)</td>
<td>63</td>
<td>0</td>
<td>0</td>
<td>24</td>
<td>15</td>
<td>-</td>
<td>IDC</td>
<td>2</td>
<td>-</td>
<td>-</td>
<td>+</td>
<td>-</td>
<td>+</td>
<td>45</td>
</tr>
<tr>
<td>20 (s)</td>
<td>81</td>
<td>2</td>
<td>1</td>
<td>4</td>
<td>25</td>
<td>+</td>
<td>ILC</td>
<td>3</td>
<td>-</td>
<td>-</td>
<td>+</td>
<td>-</td>
<td>-</td>
<td>24</td>
</tr>
<tr>
<td>21 (a)</td>
<td>70</td>
<td>0</td>
<td>0</td>
<td>17</td>
<td>10</td>
<td>+</td>
<td>ILC</td>
<td>1</td>
<td>+</td>
<td>-</td>
<td>+</td>
<td>+</td>
<td>-</td>
<td>13</td>
</tr>
<tr>
<td>22 (s)</td>
<td>63</td>
<td>0</td>
<td>0</td>
<td>3</td>
<td>25</td>
<td>-</td>
<td>IDC</td>
<td>3</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>+</td>
<td>80</td>
</tr>
<tr>
<td>23 (a)</td>
<td>72</td>
<td>0</td>
<td>0</td>
<td>6</td>
<td>17</td>
<td>-</td>
<td>IDC</td>
<td>3</td>
<td>-</td>
<td>-</td>
<td>+</td>
<td>+</td>
<td>-</td>
<td>25</td>
</tr>
<tr>
<td>24 (a)</td>
<td>66</td>
<td>0</td>
<td>0</td>
<td>NA</td>
<td>30</td>
<td>+</td>
<td>Apokrine carcinoma</td>
<td>2</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>-</td>
<td>21</td>
</tr>
</tbody>
</table>

Abbreviations: a, asymptomatic; s, symptomatic; NA, not applicable; ER, estrogen receptor; PR, progesterone receptor; HER2, human epidermal growth factor receptor 2; IDC, invasive ductal carcinoma; ILC, invasive lobular carcinoma.
Symptomatic (N=11)  

Asymptomatic (N=13)  

Ultrasound*

Blood sample

Mammography & pressure measurement

Blood sample  

CTC count

*As a first step in the investigation the cancer suspicion was verified by an ultrasound examination of the tumor area applying as little pressure as possible.

Figure 1. Flowchart of the study.
Figure 2. Two FSR pressure sensors fastened underneath the compression paddle.
Figure 3. A 65 year-old woman (subject 4) with a 30 mm, grade 2, invasive ductal carcinoma. Note the spiculated tumor with retraction of the nipple-areolar complex. Pressure is shown on a scale from dark blue (lowest) to dark red (highest). The maximum tumor pressure was 10 kPa (mean tumor pressure, 8.9 kPa). This patient had 1 CTC before compression and 1 CTC after compression.
Figure 4. Example of CTCs from the subjects with malignant disease in the study. The analysis was performed with the CellSearch® system (Veridex) and cells positive for CK-PE/DAPI and negative for CD45-APC/control (right column) were considered CTCs.

<table>
<thead>
<tr>
<th></th>
<th>DAPI/CK-PE</th>
<th>CK-PE</th>
<th>DAPI</th>
<th>CD45-APC</th>
</tr>
</thead>
<tbody>
<tr>
<td>Subject 4</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Subject 8</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
<tr>
<td>Subject 20</td>
<td></td>
<td></td>
<td></td>
<td></td>
</tr>
</tbody>
</table>