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Objective. The purpose of this work was to develop an inexpensive phantom for simplified image quality assurance (IQA)

together with algorithms for objective evaluation of image quality parameters and to integrate these components into an easy-

to-use software package. This should help make quality control of dental cone beam computed tomography (CBCT) units

accessible, easy, and affordable for any specialist or general practitioner.

Study Design. Our study developed an inexpensive polymethyl methacrylate (Plexiglas) phantom containing objects and

structures for objective quantification of the most important image-quality parameters in CBCT imaging. It also paired the

phantom with a software package, based on open-source software, for automatic processing and analysis.

Results. The software produces objectively measured IQA data for low- and high-contrast resolution, uniformity, noise

characteristics, and geometric linearity.

Conclusions. The authors consider the phantom and methods presented in this article to be a step toward helping clinical

dental personnel perform regular quality assurance on CBCT units. (Oral Surg Oral Med Oral Pathol Oral Radiol 2014;118:

603-611)

Dental cone beam computed tomography (CBCT) has
been used in dental radiography for more than 10 years
and has been widely available for both specialists and
general dental practitioners in most developed coun-
tries. In recent years, the use of CBCT has grown
rapidly, especially in the fields of implant dentistry,
orthodontic treatment, and endodontic treatment. Major
concerns have been raised regarding the indications for
use of CBCT because of the radiation doses that pa-
tients receive. A multinational task group (“Seden-
texct”) was set up within the Seventh Framework
Programme of the European Atomic Energy Commu-
nity (Euratom) to systematically analyze the evidence
regarding the application of CBCT in clinical situations
and to publish guidelines for its proper use.1 Quality
assurance (QA) of CBCT units is a particularly
important issue addressed in the guidelines.

QA procedures can be divided into 2 groups: Dosi-
metric QA and image QA (IQA). Dosimetric QA should
be carried out by a medical physics expert or clinical

engineer using properly calibrated equipment, whereas
IQA should preferably be done by clinical workers:
Dentists, dental nurses, or hygienists. IQA should also be
carried out more frequently than dosimetric QA;
monthly IQA should be considered good practice. In
addition, software upgrades demand additional IQA.

QA methods in radiology, especially medical radi-
ology, have traditionally been developed by physicists
and engineers. To carry out QA, medical radiology
departments have engaged physicists and engineers,
some as department employees, others as consultants
from dedicated service companies, or service personnel
from the manufacturers or vendors. In dental radiology,
however, this has not been the case. QA procedures
have generally been performed by service engineers
from the vendors and, up to now, have focused on
intraoral and, to some extent, panoramic equipment.
The service organizations of the vendors are not suited
to the task of doing QA, especially IQA, at the level and
frequency that high-quality CBCT requires.1,2

Furthermore, evaluation of image quality using
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Statement of Clinical Relevance

Image quality assurance for cone beam computed
tomography procedures is essential for maintaining
good diagnostic accuracy. It is important that the
clinical personnel are engaged in performing tests on
a regular basis, using easy and understandable
procedures.
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GmbH or Leeds Test Objects Ltd) depends, to a great
extent, on methods requiring subjective evaluations. In
our opinion, we need objective evaluation methods for
IQA. These methods, which must be used frequently by
clinical personnel, should be very easy to perform and
must not be time-consuming. Ideally, they should be
operated without user input and produce results that are
easily understandable, such as “passed” or “failed.”To set
action levels for production of such binary results requires
a vast amount of measured data as input and a thorough
analysis of diagnostic outcome when data for the
measured parameters are impaired. Therefore, time and
experience are needed to propose action levels for the
parameters studied in the IQA. Additionally, to be
accepted by general practitioners, equipment that the
clinic must purchase for IQA must not be too expensive.
In a recent publication,3 a phantom and dedicated soft-
ware for IQA were presented. That publication also pro-
moted measurement of the same IQA parameters as used
in this article, with the difference that measurement of
spatial resolution is made also in the Z direction using an
edge spread function and that a hole pattern for subjective
evaluation of the spatial resolution limit also is used. At
this stage, the simplified method described in this article
does not quantify the spatial resolution in the Z direction.
However, their phantom, also constructed for objective
measurements, is highly sophisticated and is intended for
use by physicists and engineers. Furthermore, the mini-
mum field size for IQA with their proposed procedures is
10 � 10 cm. We believe that simple IQA using smaller
field sizes is even more important. Ideally, it should be
possible to acquire in 1 scan all of the IQA parameters
needed to describe the status of the unit, even for the
smallest field of view used.

In the era of analog imaging, IQA methods relied on
imaging of phantoms followed by subjective evaluation
of the quality parameters using the x-ray film and a light

box. Even for the intrinsic digital modalities, such as
CT, hardcopies from a laser printer were viewed on a
light box for QA purposes. Subjective evaluation,
however, has major drawbacks and many confounding
factors that inevitably will affect the results obtained.
Surprisingly, the use of images of QA phantoms that
require subjective evaluation has persisted for many
years in the field of digital imaging. An important step
toward improved IQA methods is therefore to replace
subjective evaluation with objective measurements that
directly make use of the digital image data.

Thus, the aim of this work was to develop an inex-
pensive phantom for IQA together with algorithms for
consistent, objective evaluation of image quality param-
eters and to integrate these components into an easy-to-
use software package. This equipment will help make
quality control of dental CBCT units easy and affordable.

MATERIAL AND METHODS
QA phantom
The phantom was constructed for the purpose of
measuring a subset of the IQA parameters that are
normally measured by medical physics experts or
clinical engineers when doing IQA for medical
computed tomography (CT) units or for CBCT units for
angiography, radiotherapy, or odontology. From long
experience of medical CT QA, the parameters chosen
are those that are most important to measure, and the
combined result will certainly reflect the condition of
the CBCT unit. The IQA procedures chosen are uni-
formity, noise, contrast linearity, geometric accuracy,
low-contrast resolution, and spatial resolution. As sug-
gested by Baek and Pelc,4 the noise power spectrum is
also produced.

The main body of the phantom consists of a poly-
methyl methacrylate (Plexiglas) cylinder with a diam-
eter of 160 mm (to mimic the x-ray attenuation of a
human head) and a height of 70 mm. Two cylindrical
cavities, each with a diameter of 50 mm and a depth
40 mm, are drilled into the top of the cylinder. One
cavity is placed in the middle of the phantom and the
other is centered between the first cavity and the edge of
the phantom. Measurements can therefore be made in
the center or the periphery of the phantom. Peripheral
measurements are important because radiologic CBCT
examinations target structures located peripherally on
the human head. The bottom of the phantom receives
15 holes, each 1 mm in diameter and 5 mm deep, with a
distance of exactly 10 mm between the holes, and with
the holes drilled in 2 perpendicular lines. Figure 1
shows a photograph of the phantom, and Figure 2
presents drawings of the main body of the phantom.

Two cylindrical inserts 50 mm in diameter and 50
mm tall were manufactured to fit the phantom; one of
solid Plexiglas and the other with four 10-mm-diameter

Fig. 1. Photograph of the phantom.
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holes drilled to a depth of 30 mm. The centers of these
holes describe the vertices of a square with 18-mm
sides (25.5-mm diagonal). Rods of polyethene, nylon,
acetal, and polytetrafluoroethylene (Teflon) are inserted
into these holes. At the bottom of each rod, a 0.3 mm
tantalum bead is placed into a small hole drilled exactly
in the center of the rod. The bottom 20 mm of the insert
is hollow and contains a 0.1-mm-diameter stainless
steel wire, mounted in such a way that the direction of
the wire will never coincide with any of the principal

coordinate planes, regardless of how the insert is
rotated. Correct positioning of phantoms in any CT or
CBCT scanner is crucial for making reproducible
measurements.5-7 As a positioning aid, thin grooves
have been milled into the phantom surface. The main
body is marked with a horizontal line around the
perimeter at a depth of 30 mm from the top and with 4
vertical lines at a 90� angle. The density insert is
marked correspondingly with a line around the perim-
eter 10 mm from the bottom and 4 vertical lines.

Fig. 2. Drawing of the main body of the phantom.

Fig. 3. Drawing of the insert containing objects for parts of the image quality assurance procedures.
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Figure 3 shows drawings of the insert and the position
of the milled grooves.

The design of the insert enables gathering measure-
ments of all of the aforementioned IQA parameters with
a single scan, even for the smallest fields of view (40
mm diameter � 40 mm height). Figure 4 shows a
projection image of the phantom with labels indicating
the various sections.

Images are exported from the modality as axial (XY-
plane) images in DICOM format (Digital Imaging and
Communications in Medicine) with the thinnest slice
thickness available. Thin slices are important for mea-
surement of a properly oversampled point spread
function.

Software environment
Software for transforming the methods and algorithms
described in this article can be developed using many
different environments (e.g., Matlab, IDL, ImageJ). We
chose to develop the software as a plugin (extension) to
the image processing and analysis package ImageJ.8 The
plugin was programmed in the Java programming lan-
guage. Images must be in DICOM format to be pro-
cessed. User input is limited to (a) loading the image
stack containing the axial images of the phantom and (b)
scrolling to the slice containing the beads in the bottom of
the inserted plastic rods. Complete analysis is thereafter
performed automatically, and the software generates a
report with tables and diagrams as a PDF document. All
data are also exported to a comma-separated text file that
can easily be imported into third-party software for
further analysis and long-term follow-up.

Description of methods and software analysis
Low-contrast resolution. This method is based on

Albert Rose’s principle, proposed in 1948,9-12

regarding detectability of threshold signals in electronic

systems that register photon events, such as television
cameras. For single-photon events, Rose states that a
signal that deviates by 2 SDs has a probability of 0.023
of being a noise fluctuation rather than a true, detectable
threshold signal. The probability for signals deviating
by 3 SDs is 0.0013.

For a 2-dimensional image of a homogeneous object
(flat-field image), the SD in Rose’s case corresponds to
the SD of the mean value for a large number of circular
regions of interest (ROIs) of a certain size placed in the
central 10% (area) of the slice. The slice used for this
evaluation is chosen from the area called “Uniformity
area” in Figure 4. The number of ROIs that our soft-
ware examines is 1000 for a specified ROI size. The
ROIs are randomly placed with their centers inside the
central 10% area of the slice and are allowed to overlap.
The mean pixel value in each ROI is measured, and
after completion the SD of the mean values is calcu-
lated. The threshold value for low-contrast detectability
is set to 3 times the SD. This practically eliminates the
possibility that a deviating signal is due to random
variation. By repeating this procedure with 10 different
ROI sizes, where ROI size number n will produce an
ROI with a diameter of 2 n1.5 pixels, the software can
create a contrast-detail diagram.13 Part of this procedure
is illustrated in Figure 5. This objective method for
producing a contrast-detail diagram has been recom-
mended by the Swedish Radiation Safety Authority for
determining the low-contrast detectability of medical
CT scanners since 1995.14

The area under the contrast-detail curve can be used
as an index to monitor the low-contrast properties of the
CBCT unit over time. Also, the sum of the mean pixel
values for the 10 ROI sizes, which is equal to the signal
response from the CBCT unit when exposed at a certain
voltage (kV) and electric charge (mA s), produces a
value that reflects the reproducibility and sensitivity of
the system.

Uniformity. In the same flat-field image (slice) that is
used for low-contrast resolution, 5 ROIs are placed
centrally, “north,” “east,” “south,” and “west.” The ROI
diameter should be approximately 20% of the diameter
of the phantom. The peripheral ROIs should not be
placed too close to the phantom edge, because this will
affect the mean pixel value for those ROIs, owing to the
cupping artifact present in all scanners. Effectively,
uniformity is measured in the central 75% area of the
homogeneous image.

The software calculates the mean value and SDs for
the pixel values within the ROIs. It also calculates the
integral and differential uniformity values according the
method originally proposed by the National Electrical
Manufacturers Association (NEMA)15 for QA of nu-
clear medicine gamma cameras. Calculating the NEMA
indices includes using a 9-point filter, with weightings

Fig. 4. Side projection of an enlarged part of the phantom with
its different sections. (MTF, modulation transfer function.)
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shown as shown in Figure 6. The central 50% area of
the homogeneous image, after removing the edge
pixels, is smoothed once by convolution with this
9-point filter function. The weighting factor for a pixel
outside the analyzed area in the 9-point filter is zero.
The smoothed value is normalized by dividing by the
sum of nonzero weighting factors. The purpose of this
convolution step is to discard pixel value outliers pro-
duced by extreme random events or nonstochastic noise
such as defect pixels.

NEMA defines the integral uniformity index as:(Eq. 1)

Integral uniformity ¼ �100$
ðmax�minÞ
ðmaxþminÞ (Eq. 1)

in which “max” and “min” are the maximum and
minimum pixel values in the central 50% of the image
area.

The software also calculates the differential unifor-
mity index inside the central 50% of the image area as
defined in Equation 1, save that the “max” and “min”
values are measured in 5 adjacent pixels in the row (X)
and column (Y) directions. Measurements are made for
all groups of 5 adjacent pixels in the central 50% of the
image, and the largest differences are used to index
differential uniformity in the X and Y directions.

Noise power spectrum. The software again uses the
central 50% of the same flat-field image (slice) to
examine the noise power spectrum (NPS). The NPS is
defined as16:(Eq. 2)

NPS
�
a;4

�
¼ NXNYDXDY

D
jFTfDPðx; yÞgj2

E

(Eq. 2)

where Nx and NY are the number of pixels and Dx

and DY are the pixel widths in the X and Y di-
rections, respectively. The term DP(x,y) represents
the deviation of the pixel value at the coordinate (x,y)
from the mean pixel value in the image, and FT
{DP(x,y)} represents the Fourier transform of the
pixel value deviation matrix.

Equation 2 yields a 2-dimensional NPS, which is not
easy to perceive. For simplicity, this matrix can be in-
tegrated over all phase angles 4 to give a 1-dimensional
representation:(Eq. 3)

NPS1DðaÞ ¼
Z2p

0

NPSða;4Þd4 (Eq. 3)

Pixel number constancy. For this purpose, the soft-
ware used 2 images (slices): (1) an image of the plastic
rods with the beads (the slice called “Beads” in
Figure 4) and (2) another without the beads (the bottom
drawing in Figure 3). It uses the position of the beads to
generate 5 circular ROIs with a diameter of 6 mm; 4
inside the plastic rods and the fifth in the center
(Plexiglas). The software calculates mean values and
SDs and lists them in ascending order, regardless of the
location of the rods (rotation of the phantom insert).

Fig. 5. Example of randomly placed regions of interest of different sizes.

Fig. 6. Nine-point convolution filter for preprocessing of the
flat field image before calculating NEMA uniformity indexes.
(NEMA, National Electrical Manufacturers Association.)
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Geometric accuracy. For large fields of view, the
software uses the pattern of drilled holes at the bottom
of the phantom (“Bottom holes” in Figure 4). For small
fields of view, it uses the tantalum beads in the center of
the plastic rods. The software locates the holes or beads
and calculates their interspacing. Results are given as
minimum, maximum, and average values. The average
value is used for comparison with the true value.

Spatial resolution. The software calculates the
modulation transfer function (MTF) from the point
spread function of the 0.1-mm steel wire. It locates the
pixel with the maximum value in 3 adjacent slices
imaging the wire (“MTF area” in Figure 4). The soft-
ware then takes the pixels in a 64 � 64-pixel area
surrounding the pixel with the maximum value, cuts
and pastes them as new images, and adds the 3 images
together to produce an oversampled point spread
function, because the wire is slightly angled in relation
to all principal planes.

The oversampled point spread function is then fitted
to a Gaussian curve:(Eq. 4)

gðxÞ ¼ 1

s
ffiffiffiffiffiffi
2p

p e
�x2

2s2 (Eq. 4)

The oversampled points are displayed together with the
fitted Gaussian so that it can be determined whether the
fit is adequate.

The fitting procedure produces the parameter s, and
Equation 5 determines MTF17:(Eq. 5)

MTFðwÞ ¼ FT ½gðxÞ� ¼ e�
w2$s2

2 (Eq. 5)

RESULTS
We tested the methods and software with images from
most CBCT manufacturers on the market. The proce-
dure runs smoothly, as long as images are in DICOM
format. The results presented here provide an example
of the method and software output and include only
output data from a single QA session, testing images
from 1 particular product from 1 specific manufacturer.
The unit used here was a Morita (J. Morita Mfg Corp,
Kyoto, Japan) 3D Accuitomo 170 operated at 90 kV, 5
mA, field size 80 � 80 mm, and 360� data acquisition.
After setup and alignment of the phantom, acquisition
of the data volume, and generation of the image stack,
the complete evaluation procedure takes approximately
40 seconds using a standard PC. Figure 7 shows an
example of a PDF page generated by the software, to
which the following results refer.

Low-contrast resolution
The contrast-detail diagram in the PDF protocol indicates
the low-contrast limit for 10 different ROI sizes. The di-
agram also shows the area under the curve, as well as the
cumulative mean value for the 10 ROI sizes (“sensitivity

index”). The units for those quantities are strictly [pixel
value units � mm] and [pixel value units], but the
quantities can be regarded as dimensionless because they
are used only for constancy monitoring.

Uniformity
The PDF protocol shows the central and peripheral data
together with integral and differential uniformity values
according to the NEMA methods.15

Noise power spectrum
The PDF protocol shows the NPS. To simplify
interpretation, the software integrates the true
2-dimensional NPS over all phase angles into a
1-dimensional representation. The unit for NPSmin,
NPSmean, and NPSmax is strictly [mm2], but the quan-
tities can be regarded as dimensionless because they
are used only for constancy monitoring.

Pixel number constancy
The PDF protocol gives the ROI location and measured
values for CT number constancy.

Geometric accuracy
The PDF protocol presents the distance between adja-
cent holes as minimum, maximum, and mean values.

Spatial resolution
The PDF protocol shows the oversampled point spread
function together with the Gaussian fit. This extra
precaution ensures that the curve fitting is appropriate.
Lastly, the PDF protocol shows the MTF curve based
on the fitting.

DISCUSSION
All vendors of dental CBCT units supply phantoms and
sometimes software for evaluation of image quality pa-
rameters (e.g., for spatial resolution measured as the
MTF). However, these phantoms generally do not support
measurement of all the crucial IQAparameters.Moreover,
the use of the vendor phantoms often requires multiple
phantom setups and exposures, and the routines for
documentation and long-term follow-up are rudimentary.
This does not encourage an unexperienced user, such as a
general dental practitioner, to perform IQA on a regular
basis. The purpose of this work is to suggest IQAmethods
that are understandable and easy to use and thus will
stimulate the user toperform IQAona regular basis. Image
QA must never be regarded as an imposition; instead, it
should be considered a natural part of the imaging routine.

In the era of analog imaging, IQA in medical and
dental radiology was entirely based on quality control
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phantoms containing objects for evaluating properties
such as contrast and spatial resolution. The only option
for users was to evaluate the QA images subjectively by
examining them on a light box and estimating what
could or could not be seen. These methods of using the
same or similar phantoms has, for whatever reason,
survived into the digital era; it is still widely used,
which means that IQA is usually still based on sub-
jective evaluation methods.

For digital images, this has an even greater potential
for error than it had for analog x-ray film images. Aside
from observer variability, the digital environment in-
troduces a number of confounding factors that make
subjective IQA very uncertain. Examples of such fac-
tors include variability due to:

� Condition, calibration, and settings of the viewing
display

Fig. 7. Software-generated PDF protocol of image quality assurance results.
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� Quality of the graphics card to which the display is
connected

� Interaction of the viewing software with the graphics
card

� Environmental factors such as reflections on the
display screen, the ratio of diffuse/specular light
impinging on the display surface, and the ambient
light level (illuminance) in the room

QA in digital radiology depends on the devices used
to show images. One key issue in the analog era for
image quality control was daily sensitometry measure-
ments for monitoring the film development process to
ensure a constant film response for a step-wedge image.
Today, the quality of the viewing display is just as
important as was the quality of film development in the
analog era.

A poor graphics card in the computer used to display
images can cause strange effects when displaying
grayscale images owing to imperfect interpolation al-
gorithms, producing truncation or round-off errors.
Also, different viewing programs may display an image
differently, even on the same computer using the same
graphics card. All these factors clearly illustrate that
subjective evaluation of digital images for QA has a
high risk of error. Thus, substituting objective methods
for subjective techniques is a high priority when
determining procedures for medical, as well as for
dental, radiology QA. This was the first goal our work
sought to achieve. This principal standpoint is shared
by the authors of the recently published article on IQA
of CBCT machines.3

Our second goal in designing QA procedures for
dental CBCT was simplicity. For QA methods to reach
the growing part of the dental community that uses
CBCT, the equipment and software must allow any
dentist, dental nurse, or hygienist to successfully carry
out the QA procedure, and the results produced must be
understandable to the user. We firmly believe that a QA
system for dental CBCT designed to be used by phys-
icists and engineers will never be accessible enough to
be used by dental personnel in the clinic.

To be simple, QA procedures should also be quick.
An IQA procedure that is to be performed weekly or
even monthly must not take much time from the den-
tist’s busy patient schedule. If IQA procedures are too
time-consuming, dentists will be less likely to perform
regular QA. Our goal was that anybody should be able
to complete the IQA procedure in less than 10 minutes.
It appears that, with training, this can be reduced to
approximately 5 minutes.

The third requirement we established was low cost.
Existing phantoms are very good, but not easy to use,
and their cost makes them unobtainable to most of the
dental community. The QA phantom should be as

inexpensive as possible while still enabling quantifica-
tion of the most important key parameters. To keep
costs down, the evaluation software should be based on
an open-source platform as well.

Uniformity is a key parameter for which a dental
CBCT differs substantially from a medical CT. Owing
to its acquisition geometry and lack of beam-shaping
filters, a dental CBCT unit has poor uniformity per-
formance. This can be seen in Figure 7, where pixel
values at the periphery of the homogeneous phantom
slices are more than 100 pixel units lower than at the
center. The corresponding figure for a medical CT is
around 3 to 5 pixel units. This is important to consider
when evaluating low-contrast resolution (the contrast-
detail diagram). Because of this lack of uniformity, the
1000 ROIs of varying sizes will all need to be placed in
a limited area at the center of the image, in the homo-
geneous part of the phantom. If not placed so, the mean
value of the 1000 ROIs will show variation caused by
poor uniformity rather than by random variations within
a largely homogeneous area. Homogeneity of the
phantom is necessary for the validity of Rose’s state-
ment.4-6 For this reason, we chose to analyze an area
covering only 10% of the image.

Both geometric accuracy and spatial resolution are
sensitive to how the phantom is placed in relation to the
voxel matrix produced after reconstruction. Sampling
of the distances between the holes drilled with an
interspacing of 10 mm works by finding the pixel in
each hole with the lowest pixel value. The exact loca-
tion of this pixel will depend on how the image of the
hole is distributed among neighboring voxels, some-
times giving a value slightly higher or lower than
10 mm. The mean value, however, represents geometric
accuracy. The same reasoning is used when the small
tantalum balls are used, except for that the highest pixel
values are searched for. The same applies for sampling
of the point spread function. In principle, adding 3 areas
of 64 � 64 pixels, centered on the pixel with the highest
pixel value, will always produce an adequately over-
sampled point spread function. The sampling points,
together with the curve fit, are included in the protocol
to assure the operator that the MTF curve is generated
from valid input data.

The displayed MTF in Figure 7 is calculated in the X
direction. Because the thin wire is slightly angled
(approximately 7�) to all principal planes, the point
spread function will be equally well oversampled in the
Y direction and, accordingly, the MTF in the Y direc-
tion will be identical to that in the X direction, which
has been verified experimentally during the production
of this article. Using a thin wire for production of an
oversampled point spread function in the Z direction for
obvious reasons will be difficult, given that the fan
beams in the scanner are acquiring data principally in
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the XY plane, which would produce strange and
varying images of the wire in the Z direction. The
alternative of using sharp edges of dense materials and
using oversampling of derivatives of the edge spread
functions produced will introduce a sampling artifact
owing to beam hardening, so that was never considered
as an alternative. The approach by Steiding et al.,3 who
use an aluminum sphere to sample the edge spread
functions in the X, Y, and Z directions, also involves
beam hardening artifacts, which are accordingly dis-
cussed in their article. To keep to this article’s principle
of simplified IQA, we settled for a spatial resolution
measurement in only 1 dimension. As a constancy
check for spatial resolution in simplified IQA, it is
certainly sufficient.

CONCLUSION
We consider the phantom and methods presented in this
article to be a step toward engaging clinical dental
personnel to undertake regular QA testing with CBCT
units. The equipment and evaluation software produce
objective measures, and they are easy to use and
affordable. Presently, we are further developing the
software to eliminate all user interaction with the pro-
gram, so that it can automatically find and process the
images/slices that contain the structures necessary for
analysis.
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