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TABLE III. Analytical data for tungsten in tungsten concentrates and alloys. 

ICP-AES Gravimetric/recommended 

N X % RSD X S % Diff ° 

NBS 277 W-concentrate 24 a 53.35 0.24 
SYN 100 Quality control solution 5 99.97 0.11 
SYN 80 Quality control solution 6 79.72 0.32 
SYN 60 Quality control solution 5 60.23 0.17 
SYN 40 Quality control solution 6 40.32 0.35 
GSI 2 W-alloy 5 85.45 0.15 
GSI 4 W-alloy 5 74.6 0.3 
GSI 10 W-concentrate 5 34.3 0.10 

53.45 b 
100 

80 
60 
40 
85.5 
73.9 
33.6 

0.24 0.19 
0.03 
0.35 

-0.38 
-0.80 
-0.06 
-0.95 
-2.06 

a Average value of data obtained by nebulizing the solution every 3 minutes, for more than one hour. 
b Recommended value (see Ref. 16). 
° Diff = (Recommended value - ICP value)/Recommended value x 100. 

of 0.2% RSD and an accuracy of ±0.5 at the 90% W 
concentration level. 

Decomposition and dissolution of the tungsten ores, 
alloys, and concentrates with sodium peroxide in pyro- 
lytic crucibles is rapid, and the solutions produced are 
stable over extended periods of time. This dissolution 
technique, in combination with the high resolution spec- 
trometer and the recognized benefits of the ICP, enables 
one to determine tungsten over a wide concentration 
range, thus overcoming the necessity of dilution. Fur- 
thermore, the same sample solution can be used for the 
determination of other major and minor constituents. 
This lends considerable flexibility to the proposed ap- 
proach. 

Due to the relative freedom from chemical interfer- 
ences, matrix matching of standards to samples is avoid- 
ed, and the only matrix matching required is the addi- 
tion of NaC1 and acid to the calibration standards. 

In comparison to the gravimetric procedure, where 
time-consuming sample handling procedures can de- 
grade the precision and the accuracy, the proposed ICP 
procedure is characterized by minimal handling proce- 
dures. 

In conclusion, it can be stated that W can be deter- 
mined in tungsten ores, concentrates, and alloys with 

high precision and accuracy with the use of ICP-AES 
and that this techinque can be considered as an alter- 
native to the conventional gravimetric procedure. 
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Laser-Induced Fluorescence Studies of Hematoporphyrin 
Derivative (HPD) in Normal and Tumor Tissue of Rat 

J. ANKERST, S. MONTAN, K. SVANBERG, and S. SVANBERG 
Department of Physics, Lund Institute of Technology, P.O. Box 725, S-220 07 Lund, Sweden (S.M., S.S.); and 
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Fluorescence studies of hematoporphyrin derivative (HPD) in normal 
and tumor tissue of rat were performed with nitrogen laser excitation 
and optical multi-channel detection. Fifteen types of tissue including 
inoculated tumor were investigated for rats at different delays after HPD 
injection. Optimum contrast functions and other criteria for discrimi- 
nating tumor tissue from normal tissue are discussed. The results should 
have implications for practical human HPD endoscopy. 
Index Headings: Fluorescence; Techniques, spectroscopic. 

Received 3 December 1983; revision received 1 February 1984. 

INTRODUCTION 
During the last few years, tumor localization and 

treatment based on hematoporphyrin derivative (HPD) 
administration combined with light radiation has re- 
ceived considerable attention. While some of the tumor- 
seeking and photodynamic properties of certain photo- 
sensitizers have been known for quite some time, the 
great potential of the techniques has become apparent 
more recently. Many groups, in particular the one of T.J. 
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FIG. 1. Experimental arrangement for laser-induced fluorescence 
measurements in tissue. 

Dougherty at Roswell Park Memorial Institute, have 
contributed to the development of the field. An author- 
itative review of the work in the area has been prepared 
by Dougherty. 1 In two specialized recent conferences, 2,3 
the research around HPD has been covered. A literature 
survey of the field has been made by two of us. 4 

The progress in the HPD field has been connected 
with the establishment of well characterized HPD prep- 
arations and the remarkable progress in applicable laser 
technology. Very recently, the most active component of 
HPD has been identified as di-hematoporphyrin ether 
(DHE).' 

Hematoporphyrin Derivative Photodynamic Therapy 
(HPD-PDT) relies on the necrosis of tumor tissue as 
normal triplet oxygen is transferred to cytotoxic singlet 
oxygen through a reaction with photo-excited HPD mol- 
ecules. Selective uptake and/or retention of HPD in tu- 
mors results in a higher therapeutic ratio than normally 
available with other modalities for cancer treatment. The 
penetration of light through tissue is a critical parameter 
that has been investigated by Dougherty e t  al .  ~ and more 
recently by Svaasand e t  al.  and others. 2,3 At 630 nm, a 
penetration depth of 5-20 mm is obtained, while the 
HPD molecules can still be efficiently excited. For cu- 
taneous tumors, properly filtered lamps or lasers close 
to 630 nm can be used; whereas for endoscopic appli- 
cations or deeper subcutaneous lesions, laser light deliv- 
ered by fiber optical systems is preferred. Presently, CW 
argon-ion laser pumped dye lasers (0.5-4 W) are the 
most common systems, whereas fixed-frequency pulsed 
gold-vapor lasers (628 nm) seem to be evolving into an 
attractive alternative. 

Presently, about two dozen groups are involved in more 
or less extensive HPD programs. Several larger clinical 
tests have been reported, e.g., by Dougherty e t  al . ,  ~ Wile 
e t  al . ,  ~ Forbes e t  al . ,  7 Hayata e t  al . ,  ~ and Cortese e t  a l 2  
Particularly for small lesions, the therapeutic results are 
very encouraging. 

Whereas HPD photodynamic cancer treatment is a 
very exciting and rapidly developing possibility, this is 
not the only aspect of HPD in connection with the man- 
agement of malignancies. Upon excitation in the Soret 
band, peaking at 404 nm, HPD exhibits very character- 
istic dual-peaked fluorescence in the red spectral region. 
In connection with the tumor-seeking properties of HPD, 
this fluorescence is being used for tumor localization, 
particularly for lung 1°,11 and bladder ~2 malignancies. 

Normal endoscopic systems supplemented with a flu- 
orescence detection capability have been constructed, 1:~ 
as well as more advanced imaging fluorescence equip- 
ment. '4 The optimal utilization of the HPD fluorescence 
signature in tissue is a topic of considerable importance 
for small tumor detection, irradiation dosimetry, and 
general guidance for the PDT personnel. The present 
paper addresses these questions in model experiments 
on HPD-injected rats with induced cancer tumors. The 
work is based on previous laser-induced fluorescence ex- 
perience in remote sensing, ~5 industrial surface cleanli- 
ness monitoring, ~6 and non-HPD tissue investiga- 
tions.,7.,8 

MATERIALS AND METHODS 

In the present investigation of laser-induced fluores- 
cence in tissue, white inbred female Wistar/Furth (W- 
Fu) rats of weight around 250 g were used. A malignant 
tumor on the outside of the right hind leg had been 
induced by local inoculation of syngeneic tumor cells 
prepared from a colon adenocarcinoma (DMH-W49). 19 
The original colon tumor was induced by subcutaneous 
injections of 1,2-dimethylhydrazine and passaged in 
W-Fu rats. At the time of animal sacrifice and fluores- 
cence investigation (21 days after tumor inoculation) the 
tumors were about 25 mm in diameter. One to four days 
before the investigation, the rats had been injected in- 
travenously (left v. femoralis) at a level of 5 mg/kg body 
weight by 0.5 mg/mL HPD solution (Photofrin I solu- 
tion, ORD Inc., Cheektowaga, N.Y., diluted 10 times in 
physiological saline). 

In Fig. 1, the set-up used for laser-induced fluores- 
cence studies is shown. As an excitation source, we used 
a nitrogen laser emitting at 337.1 nm. The laser was 
operated at a repetition rate of 10 Hz with a pulse du- 
ration of about 10 ns. A 340-nm interference filter of 10- 
nm bandpass was used in the excitation beam to elimi- 
nate unwanted plasma lines. The light impinging on the 
target had a peak power of about 3 kW and had a cir- 
cular diameter of about 3 ram. The interaction spot was 
defined by a fixed metal ring of about 10-mm diameter, 
in which the laser light was centered. From below, the 
target tissue was pressed towards the ring. In one mea- 
surement series, a thin, fiat, fluorescence-free quartz 
plate was placed below the ring for still better definition 
of the target position. Fluorescence light released from 
the irradiated tissue was reflected horizontally by a fiat, 
first-surface aluminized mirror and was focused with a 
d = 10 cm, f = 15 cm quartz lens towards the 0.2-mm 
entrance slit of a Tracor Northern IDARSS optical mul- 
tichannel analyzer system. In the focal plane of a Jobin 
Yvon UFS-200 spectrograph, a TN-1223-4IG intensified 
diode array detector was placed. With a dispersion of 24 
nm/mm the entire near-UV-visible/near-IR spectrum 
could be captured with the 1024-element, 25-mm diode- 
array detector assembly. Each of the diodes can be read 
out to the TN-1710 mainframe, where the full spectrum 
is immediately available for display on the CRT screen. 
For reasonably strong fluorescence signals, a spectrum 
can be captured with the use of a single 10-ns laser pulse. 
Diode arrays have a certain dark-current signal, which 
can be compensated for by the subtraction of the signal 
for the same number of blocked laser pulses. This pro- 
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tumor surface for a rat that  had been injected with HPD two days earlier. Signal intensities at characteristic wavelengths are denoted by A, B, 
C, and D. c, Fluorescence spectrum of muscle on unaffected leg for the same rat as in (b). Note that the curve has been reduced by a factor of 
2. d, Fluorescence spectrum of a tumor for a rat that did not receive an HPD-injection. 

892 Volume 38, Number 6, 1984 



U3 

Q 
LU 
N 

o15- 

O 
Z 

>-- 0.10- 
U3 
Z 
UJ 

0.05- 
LU 
O 
Z 
W 

tD 
UJ 

0.t5- 
U.. 

o15: 
MALIGNANT TUMOR" 
INSIDE 

010 

0.10- 

0.05- 

MALIGNANT TUMOR" 
OUTSIDE 

MUSCLE 

HEART 

LUNG 

ABDOMINAL WALL 

STOMACH 

SMALL INTESTINE 

I LIVER 

K IDNEY 0.15. 

0.10- 

0,05- 

LARGE INTESTINE SPLEEN 

SKIN, FOOT 

3.45- 

0.40- 

0.35- 

0.30- 

I 
0.25- 

0!20- 

0.15- SKIN ABOVE 
MALIGNANT TUMOR 

I 0.10 

I 

: - L -  l 
1 2 3 4 i 2 3 4 1 2 i i I 2 3 4 i i 4 0 A V S  

TIME AFTER INJECTION 

FIG. 3. Fluorescence intensity A in normalized units for different rat  tissues. Intensities are shown with standard deviations for different times 
after injection. To the right of the 4 points, the mean value with error bars is shown, disregarding any temporal evolution. Further, the background 
level for noninjected rats is also indicated with a broken line and error bars. When the background level is zero, this has been indicated with a 
ring on the horizontal axis. 

cedure was always used in the measurements. By the 
use of a calibrated tungsten lamp, the spectral response 
of the spectroscopic system has been calibrated and the 
corresponding correction function has been stored in the 
minicomputer attached to the Tracor-Northern main- 
frame. Measured spectra together with proper identifi- 
cation information were transferred to the floppy disc 
unit of the minicomputer. We used a P-80 minicomputer 
in our experiments. In the computer, the spectra could 
be analyzed with the use of appropriate software (to be 
described in a forthcoming paper2°). The spectra could 
also be read out on a x-y recorder. In the present inves- 
tigation, all data were derived in manual evaluations to 
gain maximum insight into the fluorescence features. 

M E A S U R E M E N T S  AND RESULTS 

Measurements were performed in two experiment se- 
ries, each containing ten animals. In one series, two or 
three rats were injected 1, 2, or 3 days prior to investi- 
gation; whereas in the other series, two rats were inject- 
ed 1, 2, 3, or 4 days before the measurements. Each 

series contained two control animals to which HPD had 
not been administered. In each series, the measurements 
were performed consecutively on all the animals with 
the use of an unaltered experimental set up. As a fluo- 
rescence standard, we used a 3-mm-thick layer of Rho- 
damine 6G dye in water (70 ~g/liter). All measured flu- 
orescence intensities are expressed in this unit. Other 
standards, like pieces of standardized white paper, were 
found to be inadequate, due to bleaching. The calibra- 
tion dye solution was kept in small, nonfluorescent alu- 
minum cups just below the target-defining ring. The de- 
tection system was checked for linearity with the use of 
calibrated neutral density filters. 

For the measurements, the abdomen of the sacrificed 
rats was cut open, the individual organs in situ were 
pressed from below towards the ring, and data were ac- 
cumulated for 50 laser pulses; background counts were 
likewise recorded for 50 pulses. Reference spectra were 
regularly recorded. The ring was carefully rinsed with 
ethanol between measurements as needed. Spectra for 
heart, lung, abdominal wall, stomach, small and large 
intestine, liver, kidney, spleen, skin (foot), and skin (tail) 
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TABLE I. Ratio C/A between the fluorescence intensities of different 
tissues at 675 and at the red main peak around 630 nm. Values are 
mean values for rats injected 1-4 days prior to examination. The stan- 
dard deviation is indicated. 

Tissue C/A 

Malignant tumor (inside) 0.64 (8) 
Malignant tumor (outside) 0.57 (6) 
Liver 0.43 (13) 
Lung 0.33 (8) 
Skin, foot 0.30 (10) 
Skin, tail 0.20 (5) 
Small intestine 0.27 (12) 
Large intestine 0.20 (4) 
Feces 0.27 (6) 

were recorded for unperturbed organs. The tumors were 
investigated as follows: First, the skin above the shaved 
tumor was measured, then the skin was removed by a 
scalpel to expose the tumor capsule, and finally the tu- 
mor was cut open and the interior tissue was investigat- 
ed. A spectrum from the exposed fascia of the muscle at 
the tumor location on the healthy hind leg was also re- 
corded for reference. 

In Fig. 2, the types of spectra recorded in the present 
investigation are shown. In Fig. 2a, the fluorescence 
spectrum of a layer of Photofrin solution diluted 100 
times in 0.9% saline is shown. A characteristic dual- 
peaked spectrum (~610 and ~670 nm) is obtained. 

In Fig. 2a, an experimentally determined spectral cor- 
rection curve is also shown. By the use of this curve, all 
data in the present paper can be recalculated to the case 
of a flat spectral response. As can be seen, the curves 
are particularly influenced in the short wavelength re- 
gion where the GG 375 laser blocking filter partially ab- 
sorbs. In Fig. 2b, the spectrum from the tumor surface 
of a rat, injected 2 days earlier, is shown featuring very 
clear HPD fluorescence. The first peak has been shifted 
to longer wavelengths (~630 nm) and the second peak 
has broadened. Similar observations have been made in 
Ref. 21. Signal intensities at characteristic points have 
been denoted by A, B, C, and D. For comparison, a cor- 
responding spectrum from the other leg of the same rat 
is shown in Fig. 2c. As can be seen, the amount of char- 
acteristic HPD fluorescence is here very small, demon- 
strating the HPD differentiation. However, it should be 
noted that the amount of nonspecific red fluorescence, 
as would be observed through a filter transmitting above 
600 nm, is substantial; by just observing red fluorescence 
without considering the specific HPD signature, ones 
differentiation would be poor. In Fig. 2d, the spectrum 
of the tumor surface of a non-injected rat is shown. This 
spectrum should be compared with the one in Fig. 2b. 
As can be seen, some red fluorescence above a smoothly 
falling off background exists. However, it does not ex- 
hibit the specific HPD features. As an indicator of HPD 
uptake, we have measured the height A of the major 
read peak above a smoothly falling background in terms 
of the fluorescence standard as discussed above. Also for 
cases where HPD is absent, as in the control rats (e.g., 
Fig. 2d), or when the signature is unclear, we have mea- 
sured the value of A above the background at 630 nm. 
The results with standard deviations are plotted in Fig. 
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FIG. 4. Comparison between fluorescence spectra for tumor interior 
(a) and tail skin (b). Note that the tail spectrum is reduced by a factor 
1/16. 

3 as a function of time from HPD administration. For 
each organ, the value for the control rats (no HPD 
administration) is indicated as a dashed line. Normally, 
the values are based on measurements on four animals. 

Although the scatter in the data is rather large, some 
observations can easily be made. Over the studied period 
of time, some fall off in fluorescence intensity is noted 
for the studied rat tissues. Selective uptake in different 
organs as well as selective retention are important. Dis- 
regarding any temporal variation, the mean value (e) 
with standard deviation for all the injected rats is indi- 
cated in each diagram. A significantly stronger signal is 
obtained for the HPD-injected rats as compared with 
the control values for the different tumor tissues. Most 
important, the tumor tissues have a much higher HPD 
fluorescence than the unaffected muscle tissue, which is 
the HPD differentiation effect already evident in Fig. 2. 
On the other hand, strong signals are also obtained for, 
in particular, the skin of the foot and the tail, but also 
for the liver and the intestines. In separate tests, it was 
found that  the intestine fluorescence largely originates 
from feces. In other separate tests on live injected rats, 
it was found that  strong red fluorescence was obtained 
from the uncovered nose, ears, feet, tail, and feces, when 
observed through a Schott OG 590 filter transmitting 
light above 600 nm. The fluorescence was induced with 
the violet lines 407, 413, and 415 nm from a krypton-ion 
laser equipped with a fiberoptic output. As can be seen 
from the level in the control animals, most of the non- 
tumor skin fluorescence is due to naturally occurring 
constituents. In Fig. 4, the fluorescence spectrum from 
the tail skin is compared with the fluorescence from the 
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FIG. 5. Ratio of signal intensities A and B (red/blue). The plot has been made in a way similar to that  in Fig. 3. 

interior of a tumor in a rat injected 2 days earlier. We 
observe that the short-wavelength red peak of the skin 
is very prominent but  narrower and shifted to ~635 nm. 
In Fig. 3, the height of this peak has been evaluated as 
the signal A, although the peak is not exactly at 630 nm. 
From Fig. 4, it is also evident that the signal farther out 
in the red is very different for HPD-bearing tissue and 
the naturally red-fluorescing tissue, as, e.g., measured at 
675 nm (signal C). It should be noted that the grating 
second-order signal at 674 nm due to the exciting light 
must be eliminated. In Table I, the values of C/A are 
listed with standard deviations for all the tissues with a 
high A-value. The values are averages independent of 
time. As can be seen, the ratio C/A is larger than 0.5 for 
tumor tissue and smaller than 0.3 for the naturally oc- 
curring red-fluorescing constituents. The lung and the 
intestines have lower ratios than tumor tissue. The in- 
testine ratio is related to the low value for feces (0.27) 
found in separate measurements. For a set discrimina- 
tion ratio of 0.5, only liver tissue occasionally falls in the 
same category as tumor tissue. 

In the measurements, it was noted that the blue flu- 
orescence intensity was considerably weaker in cancer 
tissue as compared to normal muscle tissue. This can 
already be observed in Fig. 2 at the blue peak at about 
470 nm, intensity B. Thus, contrast between the two 
types of tissue can be enhanced by the formation of the 
ratio A/B. In Fig. 5, this ratio, which in the same way 
as the C/A ratio has the convenience of being free from 
the need of any intensity calibration, is plotted for the 
same rat organs as in Fig. 3 with standard deviations 
and control ratio levels. Indeed, a very good discrimi- 
nation between tumor and normal muscle tissue is ob- 
tained, as seen in the left part of the figure. However, 
several other organs also have a high ratio. The very 
opaque organs like the kidneys and the spleen have low 
A-values, although they are known to have high HPD 
concentrations. 22,2~ In the ratio A/B, the opacity influ- 
ence is reduced. It should be noted that despite the 
shaving, the skin above the malignant tumor (lower right) 
has a small A/B ratio, due to excessive blue fluorescence 
in residual white hair coverage. 

APPLIED SPECTROSCOPY 895 



For discriminating tumor tissue from other tissue, it 
is desirable to form an optimum contrast function. By a 
careful comparison of Figs. 3 and 5, it is observed that 
increased contrast can be obtained, especially between 
tumor tissue and normal muscle, by the multiplying of 
the two types of diagrams by each other, i.e., to form 
the function A2/B. High values for A2/B are obtained 
only for the tumor tissue and for the lung, liver, intes- 
tines, foot, and tail skin. However, the non-tumor tis- 
sues, in particular the latter ones, show a high inherent 
fluorescence with "wrong" C/A ratio. The contrast ad- 
vantage for A2/B is reduced by the necessity of having 
an intensity calibration. By simultaneously requiring 
A2/B > 0.006 (or A/B > 0.15) and C/A > 0.5, one can 
distinguish tumor tissue efficiently. 

DISCUSSION 

In this paper, we have emphasized the full utilization 
of the HPD fluorescence signature. Whereas better con- 
trast can be obtained in human tissue, it was evident in 
the present studies on rat tissues that by merely mea- 
suring the integrated red light intensity for X > 600 nm, 
very little information (differentiation) could be gained. 
Actually, when violet light from a krypton-ion laser was 
fiberoptically directed into the opened abdomens of rats 
and observation followed through a OG 590 filter, most 
organs looked, on visual inspection, rather undiffer- 
entiated red. By electronically monitoring a contrast 
function such as A/B or A2/B, assisted by a reject cri- 
terion of the C/A type, one can obtain improved infor- 
mation for localizing and demarcating tumors. In en- 
doscopic applications, especially, improved performance 
can be expected. It should be noted that other contrast 
functions may prove more powerful. With a computer- 
assisted, spectrally resolving system, the most useful re- 
sponse can be programmed. In the present investigation, 
we have used an expensive optical multichannel system 
yielding full spectral information. However, by the use 
of dichroic beamsplitters combined with filters of opti- 
mum halfwidth, the fluorescence light can be divided up 
into a low number of channels, corresponding, for in- 
stance, to A, B, C, or D. As a matter of fact, a 3-channel 
system, incorporating a nitrogen laser and a microcom- 
puter, is presently being assembled, 24 primarily intended 
for industrial surveillance and process steering. 

The HPD-related fluorescence monitored in this work 
cannot readily be used for assessing the HPD concen- 
tration. This is because of strong matrix effects; e.g., the 
opacity of different types of tissue varies greatly and 
fluorescence quenching may also vary. From studies with 
radioactively labelled HPD, quite a lot is known about 
the distribution of HPD in mice. 1,~2,2~ Thus liver, kidney, 
and spleen have very high levels; tumor, skin, and lung 

have intermediate levels; whereas muscle has low and 
brain and eye very low levels. By the application of suit- 
able organ-specific correction factors, fluorescence may 
be useful for quantitative HPD assessments. The great 
advantage of the fluorescence technique is that it can be 
used for noncontact, immediate measurements without 
influencing the tissue. Specifically, by the optimization 
of the contrast between tumor tissue and normal sur- 
rounding tissue along the lines presented in this paper, 
otherwise occult cancers should be detectable and be 
made accessible for normal biopsy. 
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